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CERTIFICATION 

Hewlett-Packard Company certifies that this product met its published specifications at the 
time of shipment from the factory. Hewlett-Packard further certifies that its calibration 
measurements are traceable to the United States National Bureau of Standards, to the extent 
allowed by the Bureau's calibration facility, and to the calibration facilities of other 
International Standards Organization members. 

WARRANTY 

This Hewlett-Packard system product is warranted against defects in materiais and 
workmansiiip for a period of 90 days from date of installation. During the warranty 
period, HP will, at its options, either repair or replace products which prove to be 
defective. 

Warranty service of this product will be performed at Buyer's facility at no charge 
within HP service travel areas. Outside HP service travel areas, warranty service 
will be performed at Buyer's facility only upon HP's prior agreement and Buyer shall 
pay HP's round trip travel expenses. In all other cases, products must be returned to 
a service facility designated by HP. 

For products returned to HP for warranty service, Buyer shall prepay shipping 
charges to HP and HP shall pay shipping charges to return the product to Buyer. 
However, Buyer shall pay all shipping charges, duties, and taxes for products 
returned to HP from another country. 

HP warrants that its software and firmware designated by HP for use with an 
instrument will execute its programming instructions when properly installed on that 
instrument. HP does not warrant that the operation of the instrument, or software, 
or firmware will be uninterrupted or error free. 

LIMITATION OF WARRANTY 

The foregoing warranty shall not apply to defects resulting from improper or 
inadequate maintenance by Buyer, Buyer-supplied software or interfacing, 
unauthorized modification or misuse, operation outside the environmental 
specifications for the product, or improper site preparation or maintenance. 

NO OTHER WARRANTY IS EXPRESSED OR IMPLIED. HP SPECIFICALLY DISCLAIMS 
THE IMPLIED WARRANTIES OF MERCHANTIBILITY AND FITNESS FOR A PARTICULAR 
PURPOSE. 

EXCLUSIVE REMEDIES 

THE REMEDIES PROVIDED HEREIN ARE BUYER'S SOLE AND EXCLUSIVE REMEDIES. 
HP SHALL NOT BE LIABLE FOR ANY DIRECT, INDIRECT, SPECIAL, INCIDENTAL. OR 
CONSEQUENTIAL DAMAGES, WHETHER BASED ON CONTRACT, TORT, OR ANY 
OTHER LEGAL THEORY. 

ASSISTANCE 

Product maintenance agreements and other customer assistance agreements are available for 
Hewlett-Packard products. 



For any assistance, contact your nearest Hewlett-Packard Sales and Service Office. 
Addresses are provided at the back of this manual. 
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SAFETY SUMMARY 



The following general safety precautions must be observed during all phases of operation, service, and 
repair of this instrument. Failure to comply with these precautions or with specific warnings elsewhere 
in this manual violates safety standards of design, manufacture, and intended use of the instrument. 
Hewlett-Packard Company assumes no liability for the customer's failure to comply with these 
requirements. 

GROUND THE INSTRUMENT. 

To minimize shoct< hazard, the instrument chassis and cabinet must be connected to an 
electrical ground. The instrument is equipped with a three-conductor ac power cable. The 
power cable must either be plugged into an approved three-contact electrical outlet or used 
with a three-contact to two-contact adapter with the grounding wire (green) firmly connected 
to an electrical ground (safety ground) at the power outlet. The power jack and mating plug of 
the power cable meet International Electrotechnical Commission (lEC) safety standards. 

DO NOT OPERATE IN AN EXPLOSIVE ATMOSPHERE. 

Do not operate the instrument in the presence of flammable gases or fumes. Operation of any 
electrical instrument in such an environment constitutes a definite safety hazard. 

KEEP AWAY FROM LIVE CIRCUITS. 

Operating personnel must not remove instrument covers. Component replacement and internal 
adjustments must be made by qualified maintenance personnel. Do not replace components 
with the power cable connected. Under certain conditions, dangerous voltages may exist even 
with the power cable removed. To avoid injuries, always disconnect power and discharge 
circuits before touching them. 

DO NOT SERVICE OR ADJUST ALONE. 

Do not attempt internal service or adjustment unless another person, capable of rendering first 
aid and resuscitation, is present. 

DO NOT SUBSTITUTE PARTS OR MODIFY INSTRUMENT. 

Because of the danger of introducing additional hazards, do not install substitute parts or 
perform any unauthorized modification of the instrument. Return the Instrument to a 
Hewlett-Packard Sales and Service Office for service and repair to ensure that safety 
features are maintained. 

DANGEROUS PROCEDURE WARNINGS. 

Warnings, such as the example below, precede potentially dangerous procedures throughout 
this manual. Instructions contained in the warnings must be followed. 

WARNING 

Dangerous voltages, capable of causing death, are present in this instrument. Use extreme 
caution when handling, testing, and adjusting. 
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Figure 1-1. 6 4 304 A Emulation Bus Preprocessor Board 
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SECTION I 
GENERAL INFORMATION 

WARNING 



The information in this manual is for the use of 
trained service personnel. To avoid electrical 
shock, do not perform any procedures in the manual 
or do any servicing to the 64304A unless you are 

qualif led . 



1-1. INTRODUCTION. 

This manual contains technical information concerning the installation, operation, maintenance, and 
servicing of the 64304A Emulation Bus Preprocessor. 

Note, the terms 64304A, Preprocessor, and EBPP will be used throughout this manual in reference to the 
64304A Emulation Bus Preprocessor. The term CPU will be used when referring to the 64000 Host 
Microprocessor. The abbreviation PV will be used when referring to Performance Verification. 

1-2. MANUAL ORGANIZATION. 



SECTION I, General Information. This section contains a description of this manual and the 64304A. 
This section also includes a listing of the recommended test equipment for the 64304A. 

SECTION II, Installation. Section II explains how to unpack and install the 64304A into the 64000 
Development System; it also gives enviromental limits of operation and packing information should the 
64304A ever need to be shipped. 

SECTION III, Operation. Operation of the 64304A is beyond the scope of this service manual. For 
complete operating instructions refer to the Operators Manual. 

SECTION IV, Performance Tests. This section concerns the execution of software based 
Performance Verification (PV) tests; which includes the interpretation of status codes to verify correct 
operation, and how to troubleshoot a failure. 

SECTION V, Adjustments. This section normally contains calibration information; however, there are 
no adjustments applicable to the 64304A, so this section is blank. 

SECTION VI, Replaceable Parts. This section contains ordering information and a list of all the 
parts that make the 64304A. 
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SECTION VII, Manual Changes. This section has information which adapts this manual to 64304A's 
with repair numbers below the one shown on the title page. 

SECTION VIII, Service. The Service section contains information for servicing the 64304A; which 
includes block and component level theory of operation, and detailed schematics. 



1-3. INSTRUMENTS COVERED BY THIS MANUAL. 



Attached to the instrument or printed circuit board is a repair number plate. The repair number is in the 
form OOOOAOOOOO. It is in two parts; the first four digits and the letter are the repair prefix and the last 
five are the suffix. The prefix is the same for all identical instruments; it only changes when a prefix 
change is made to the instrument. The suffix is assigned sequentially and is different for each 
instrument. The contents of this manual apply to instruments with repair number prefix(es) listed under 
REPAIR NUMBERS on the title page. 

An instrument manufactured after the printing of this manual may have a repair number prefix not 
listed on the title page. This unlisted repair number prefix indicates the instrument is different from 
those described in this manual. The manual for this newer instrument is accompanied by a yellow manual 
change supplement. The supplement contains "change information" that explains how to adapt the 
manual to the newer instrument. 

In addition to change information, the supplement may contain information for correcting errors in the 
manual. To keep this manual as current and accurate as possible, Hewlett-Packard recommends that you 
periodically request the latest manual changes supplement. The supplement is identified by the manual 
print date and part number, both of which appear on the manual title page. 

Shown on the title page is a microfiche part number. This number can be used to order 4x6 inch 
microfilm transparencies of this manual. Each microfiche contains up to 96 photoduplicates of the 
manual pages. 



1-4. DESCRIPTION. 



The 64304A is an active interface between 64000 State Analysis and a Emulation Subsystem. The State 
Analyzer Control board clock pod and the data pod(s) of a State Acquisition board are connected directly 
to the 64304A allowing the State Analysis System to sample information on the Emulation Bus. The 
Emulation Bus, which is also connected to the 64304A, consists of address, data, and status information 
from either a General Purpose or Emulation Control board. 

The 643 04A Emulation Bus Preprocessor performs several functions under the control of Emulation 
Software or the host processor. The functions include converting the TTL logic levels of the Emulation 
Bus to ECL logic levels for the input channels to the State Acquisition boards, pattern recognition. 
Emulation Bus data and status multiplexing (used to configure expected State Analyzer input channels for 
analysis of 8 or 1 6 bit microprocessors). 
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1-5. RECOMMENDED TEST EQUIPMENT. 



Table 1-1 lists the equipment required to troubleshoot and verify proper operation of the 64304A. Other 
equipment may be substituted if it meets or exceeds the critical specifications given in table 1 - 1 . 



Table 1-1. Recommended Test Equipment 



INSTRUMENT CRITICAL SPECIFICATION RECOMMENDED USE * 

MODEL 



Signture Analyzer 5005A or 5005B T 

Oscilloscope Bandwidth: DC to lOOMHz. 1740A T 

Time Interval Measurements. 



The following equipment is required to troubleshoot and to completely verify 
Option Test Performance Verification. 

a. One 64304A Emulation Bus Preprocessor P,T 

b. One 40 or 60 Channel State Analysis System allowed t-% P,T 

c. One minimum Emulation Subsystem. P,T 



* P=Perf ormance Testing, T=Troubleshoot ing 

** Accurate Performance Verification results may not occur with any 
other State Analysis System configurations. However, other 
operating configurations are available for the user. For further 
allowable State Analysis configurations refer to the 64000 
Selection and Configuration Guide. 
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SECTION II 
INSTALLATION 

1-1. INTRODUCTION. 



This section contains information necessary to install the Model 64304A Emulation Bus Preprocessor 
board. Also, included is information concerning initial inspection, damage claims, environmental 
considerations, storage and shipment. 



2-2. INITIAL INSPECTION. 



Inspect the shipping container for damage. If the shipping container or cushioning material is damaged, it 
should be kept until the contents have been checked for completeness and the 64304A has been checked 
mechanically and electrically. If the contents are incomplete, if there is mechanical damage or defect, or 
if the 64304A does not pass Performance Verification, notify the nearest Hewlett-Packard office. If the 
shipping container or cushioning material is damaged notify the carrier as well as the Hewlett-Packard 
office. Keep the shipping materials for the carrier's inspection. The HP office will arrange for repair or 
replacement at HP option without waiting for a claim settlement. 



2-3. INSTALLATION. 



WARNING 



Read the safety summary at the front of this manual 
before installation or removal of the 64304A. 



Procedure for installing a 64304A with the State Analyzer in the same mainframe: 

a. Turn OFF the 64000 Development System. 

b. Loosen the two hold -down screws of the 641 GOA and remove the card cage access cover. Refer to 
the 641 1 OA Mainframe Service Manual for information on removing the card cage access cover. 

This procedure is continued on the following page. 
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c. Insert the 64304A card directly behind either the General Purpose or Emulation Control card and 
before the State Analyzer Control card. See below. 

d. Connect the clock cable from the 64304A to the clock input socket of the State Analyzer Control 
board. Connect the pod cable(s) from the 64304A to the corresponding pod cable input of the State 
Aquisition card(s). Make sure that pin 1 of the pod cable is connected to pin 1 on each of the State 
Analyzer boards. See below. 

e. Install the Emulation Bus cables to the Emulation Memory Control board, either the General 
Purpose or Emulation Control board, and Emulation Bus Preprocessor board. The bus cables are 
keyed so they will connect to the edge connector in only one position. See below. 

f. Reinstall the 641 OOA card cage access cover and tighten the 2 screws. Refer to the 6411 OA 
Mainframe Service Manual for information on replacing the card cage access cover. 



NOTE: the boards listed are from the lowest available card cage slot number to the 
highest . 



60 Channel State Configuration 



1 !--> EMULATION MEMORY BOARD (lowest available slot number) 

|--> EMULATION MEMORY CONTROLLER BOARD 
c |--> GENERAL PURPOSE OR EMULATION CONTROL BOARD 4 

a |--> EMULATION BUS PREPROCESSOR BOARD = = = = = = = = = = = >| 

b STATE ANALYZER CONTROL BOARD < clock - | c 

1 STATE ACQUISITION BOARD (40 channel) < pods 3,2 | a 

e STATE ACQUISITION BOARD (20 channel) < pod 1 | b 

1 
e 
s 



40 Channel State Configuration 



1 !--> EMULATION MEMORY BOARD (lowest available slot number) 

|--> EMULATION MEMORY CONTROLLER BOARD 
c !--> GENERAL PURPOSE OR EMULATION CONTROL BOARD 

a !--> EMULATION BUS PREPROCESSOR BOARD ==«= ==================; 

b STATE ANALYZER CONTROL BOARD <- clock j c 

1 STATE ACQUISITION BOARD(s) (40 channels) < pods 1,2 | a 

e I b 

1 
e 

NOT CONNECTED < pod 3 | s 
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Procedure for installing a 64304A with the State Analyzer in a different mainframe: 



a. Turn OFF both 64000 Development Systems. 

b. Loosen the two hold-down screws of the 641 OOA and remove the card cage access covers. Refer to 
the 641 1 OA Mainframe Service Manual for information on removing the card cage access cover. 

c. Insert the 64304A card directly behind either the General Purpose or Emulation Control card of 
mainframe #1. See below. 

d. Insert the State Analysis System into mainframe #2. See below. 

e. Connect the clock cable from the 64304A to the clock input socket of the State Analyzer Control 
board. Connect the pod cable(s) from the 64304A to the corresponding pod cable input of the State 
Aquisition card(s). Make sure that pin 1 of the pod cable is connected to pin 1 on each of the State 
Analyzer boards. See below. 

f. Install the Emulation Bus cables to the Emulation Memory Control board, either the General 
Purpose or Emulation Control board, and Emulation Bus Preprocessor board of mainframe #1. The 
bus cables are keyed so they will connect to the edge connector in only one position. See below. 

g. Reinstall the 641 OOA card cage access covers and tighten the 2 screws. Refer to the 6411 OA 
Mainframe Service Manual for information on replacing the card cage access cover. 



NOTE: For ease of cabling between 64100A systems the following configurations should be 
moved towards the BACK of the card cage. 

Mainframe #1 



1 !--> EMULATION MEMORY BOARD (lowest available slot number) 

|--> EMULATION MEMORY CONTROLLER BOARD 

c |--> GENERAL PURPOSE OR EMULATION CONTROL BOARD 

a |--> EMULATION BUS PREPROCESSOR BOARD >| 3 or 4 

b I 
1 I c 

e Connect the Emulation Bus Preprocessor | a 



to the State Analyzer in mainframe #2 | b 

I 1 
I e 
I s 

Mainframe #2 (see NOTE 1) I 

(lowest available slot number) j 

STATE ANALYZER CONTROL BOARD < | 

STATE AQUISITION BOARD (20 or 40 channel) < - | 

STATE AQUISITION BOARD (optional 20 or 40 channel) < | 



NOTE 1: See the 60 and 40 channel State Analysis configurations on the previous page 
for more information. 
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2-4. OPERATING ENVIRONMENT. 



The 64304 A may be operated in environments within the following limits: 



Temperature 

Humidity 

Altitude 



.0 to +40 degrees C (+32 to +104 degrees F) 
5% to 80% relative humidity at 40 degrees C 
4 600 m (15 000 ft) 



The 64304A should be protected from temperature extremes which cause condensation within the 64000. 

2-5. STORAGE AND SHIPMENT. 

ENVIRONMENT. 

The 64304A may be stored or shipped in environments within the following limits: 



ORIGINAL PACKAGING. 

Containers and packaging materials identical to those in factory packaging are available through 
Hewlett-Packard offices. 

OTHER PACKAGING. 

The following general instructions should be used for re-packing with commercially available materials: 

a. Wrap the 64304A in heavy paper or plastic. 

b. Use a strong shipping container. A double-wall carton made of 350-pound test material is 
adequate. 

c. Use a layer of shock-absorbing material 70 to 100 mm (3 to 4 inch) thick around all sides of the 
64304A to provide firm cushioning and prevent movement inside the container. 

d. Seal shipping container securely. 

e. Mark the shipping container FRAGILE to ensure careful handling. 

f . In any correspondence, refer to the instrument by model number and full serial number. 



Temperature 

Humidity 

Altitude 



-40 to +75 degrees C (-40 to +167 degrees F) 

5% to 80% relative humidity 

15 000 m (50 000 ft) 
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SECTION III 
OPERATION 

3-1. INTRODUCTION. 

Complete operation of the 64304A is beyond the scope of this service manual. For complete operating 
instructions refer to the 64304A Operating Manual. 
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SECTION IV 
PERFORMANCE TESTS 



4-1. INTRODUCTION. 



Performance Verification for the 64304A supports two forms of State Acquisition board configurations. 
First, is the 40 channel (total channels) configuration commonly used with State Analysis of 8 bit 
Microprocessor Emulators. Second, is the 60 channel (total channels) configuration commonly used with 
State Analysis of 16 bit Microprocessor Emulators. Other total channel configurations are not supported 
with PV for the 64304A. Other configurations may cause failures during PV tests or cause bad Signature 
Analysis to occur. 



Note, the terms 64304A, Preprocessor, and EBPP will be used throughout this manual in reference to the 
64304A Emulation Bus Preprocessor. The term CPU will be used when referring to the 64000 Host 
Microprocessor. The abbreviation PV will be used when referring to Performance Verification. 



4-2. EQUIPMENT REQUIRED. 

Equipment required for troubleshooting is listed in table 1-1 Recommended Test Equipment of Section I. 
4-3. DESCRIPTION OF PV CONTROL SOFTKEYS. 



Press one of the following softkeys to control or run a PV module test: 



<end> 
<cycle> 

<run> 

<next test> 

<disp ^test> 

<start> 

<exit test> 

<print> 



This softkey will end a lest to the previous PV module or display. 

Pressing this softkey will cycle through the tests displayed in a PV module until 
either the <end> or <cycle> softkeys are pressed. 

Begins execution of the test that is selected. 

This softkey moves the inverse video bar to the next test. 

Pressing this softkey will display the PV module that is associated with the test 
that is covered by the inverse video bar. 

This inverse video softkey begins execution of a PV module test. Press this 
softkey again to stop a test while displaying that test. 

Pressing this softkey will stop a test and exit to the previous PV module or 
display. 

This softkey prints the information that is above the status line. 
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4-4. EMULATION BUS PREPROCESSOR PV OUTLINE. 

Table 4-2 is how the 64304A PV tests are structured and documented in this manual. Note that there 
are three main PV modules. Under each PV module there are sub-tests of that module. Furthermore, 
there are tests that support each sub-test. These supporting tests will get the user to an IC or a group of 
ICs that can cause a failure within a PV module. 

For example: 

PART I. EMULATION BUS PREPROCESSOR BOARD PV MODULE. < PV module 



A) BREAK CONTROL TEST < sub-test of the PV module 

1) Break Set Control < \ 

2) Break Reset Control < \ supporting tests for the sub-test 



4-5. GENERAL EMULATION BUS PREPROCESSOR PV FLOWCHART. 



Follow the PV flowchart given in figure 4-1 to determine if the 64304A is operating properly. If a 
failure occurred while running any of the PV modules refer to paragraph 4-8 Required 64304A Card 
Cage Configuration before troubleshooting. 



4-6. PROCEDURE FOR ACCESSING OPTION TEST. 

Use the following procedure to access option test: 

a. While in the monitor level display press the < ETC > softkey until the <opt test> softkey is 

displayed. 

b. Press the <opt test> softkey followed by the RETURN key. 

c. "HP 64000 Option Performance Verification" should be displayed followed by a list of all the option 
boards that are present in the card cage. 

d. To access the Performance Verification tests for a certain option board enter the slot number of the 
board. Press RETURN. 
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( START ) 



A) ENTER THE OPTION TEST 
DISPLAY, SEE NOTE 1. 



A| PRESS THE SLOT # OF THE 
EMULATION PREPROCESSOR 
(NOTE THE ID IS 1A00H|. 

B) PRESS RETURN. 



PART I. 

EMULATION BUS 
" PREPROCESSOR 
PV MODULE. 



A) PRESS THE <CYCLE> 

SOFTKEY ON 

MAINFRAME #1. 
B| ENTER OPTION TEST OF 

MAINFRAME #2. 
C) SEE NOTE 2. 




NOTE 1: THIS FLOWCHART ASSUMES THAT THE OPERATOR CAN ACCESS OPTION 
TESTS REFER TO ACCESSING OPTION TEST IN THiS SECTION FOR MORE 

INFORMATION. 

NOTE 2 MAINFRAME til CONTAINS THE EMULATION BUS PREPROCESSOR. AND THE 
GENERAL PURPOSE OR EMULATION CONTROL BOARDS. MAINFRAME #2 CONTAINS 
THE STATE ANALYSIS CONTROL AND ACQUISITION BOARDS 

NOTE 3: PRIOR TO TROUBLESHOOTING A PV RELATED FAILURE REFER TO THE 
REOUIRED 64304A CARD CAGE CONFIGURATION. 



PART I. 

EMULATION BUS 
PREPROCESSOR 
PV MODULE. 



YES 










A) PRESS THE <CYCLE> 
SOFTKEY. 







A) SELECT AND START 
"REMOTE PREPROCESSOR 
TEST #1" ON 
MAINFRAME #1. 

B) ON MAINFRAME #2 ENTER 
THE SLOT # DF THE STATE 
CONTROLLER 

C) ENTER "EXTERNAL" FOR 
EBPP LOCATION. 

D) PRESS <RUN. PREPROC, 
TEST 1>. PRESS RETURN 
TWICE. SEE NOTE 2. 



A) REFER TO THE EMULATION 
BUS PREPROCESSOR PV 
MODULE DESCRIPTION. 
SEE NOTE 3. 

B) FIX PROBLEM. 

C) RUN THE TEST AGAIN. 




A) SELECT AND START 
"REMOTE PREPROCESSOR 
TEST #2" ON 
MAINFRAME #1. 

B) ON MAINFRAME #2 PRESS 
<RUN, PREPROC, TEST 2> 
PRESS RETURN TWICE. 

C) SEE NOTE 2. 




A) REFER TO THE EMULATION 
BUS PREPROCESSOR AND 
STATE CONTROLLER PV 
MODULE DESCRIPTIONS. 
SEE NOTE 3. 

B) FIX PROBLEM AND RUN THE 
TEST AGAIN. 





A) PRESS <END> SOFTKEY 

B) ENTER THE SLOT # OF 
THE STATE CONTROLLER 

C| PRESS RETURN, 

D) PRESS SOFTKEY OF THE 

CORRECT EBPP SLOT, 

RETURN, 



A) PRESS <RUN ALL_BOARDS> 
SOFTKEYS. 

B) PRESS RETURN, 



PART II, 
STATE 

CONTROLLER 
PREPROCESSOR 
PV MODULE, 



A) REFER TO THE EMULATION 
BUS PREPROCESSOR PV 
MODULE DESCRIPTION, 
SEE NOTE 3, 

B) FIX PROBLEM. 

C) RUN THE TEST AGAIN. 




PART 
STATE 
• CONTROLLER 
PREPROCESSOR 
PV MODULE 
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A) REFER TO THE EMULATION 
BUS PREPROCESSOR AND 
STATE CONTROLLER PV 
MODULE DESCRIPTIONS, 
SEE NOTE 3, 

B) FIX PROBLEM AND RUN THE 
TEST AGAIN, 





A) PRESS <END> SOFTKEY, 

B) ENTER THE SLOT # OF THE 
GENERAL PURPOSE OR EMU 
LATION CONTROL BOARD, 

C) PRESS RETURN, 



A) PRESS THE <CYCLE> 
SOFTKEY. 

B) PRESS RETURN. 



PART III, 
EMULATION 
"ANALYSIS 
PV MODULE 




A) REFER TO THE STATE 
CONTROLLER PV MODULE 
DESCRIPTION. SEE NOTE 3, 

B) FIX THE PROBLEM, 

C) RUN THE TEST AGAIN, 




A) REFER TO THE STATE 
ANALYZER OR ACOUISITON 
BOARD SERVICE MANUALS, 

B) FIX THE PROBLEM, 

C) RUN THE TEST AGAIN, 




A) REFER TO THE EMULATION 
ANALYSIS PV MODULE 
DESCRIPTION SEE NOTE 3. 

B) FIX THE PROBLEM. 

C) RUN THE TEST AGAIN. 




A) REFER TO THE GENERAL 
PURPOSE OR EMULATION 
CONTROL SERVICE MANUAL, 

B) FIX THE PROBLEM. 

C) RUN THE TEST AGAIN. 




I 



PV IS COMPLETE. PRESS <END> 
SOFTKEY TO EXIT OPTION TEST. 



C END ) 



O 

n 

o\ 

o 
-fa. 

> 



O 
»i 

3 

3 
o 
n 

H 



Model 64304A - Performance Tests 



NOTES 
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4-7. TROUBLESHOOTING AND PV ON THE 64304A. 



4-8. REQUIRED 64304A CARD CAGE CONFIGURATION. 



Use the following hardware configuration procedure if a PV failure occurred while following the General 
Emulation Bus Preprocessor PV Flowchart (see figure 4-1): 

a. Turn OFF the 64000 and remove any boards other than the EBPP, 40 or 60 channel State Analysis 
System, and a minimum Emulation Subsystem. 

b. The following is the recommended card cage configuration for performing PV. For more detailed 
information about installing or removing the 64304A refer to Section II (Installation) in this 
manual. 



Card cage configuration for an Emulation Bus Preprocessor and a State Analyzer in tlie 
same mainframe (this setup must be used for troubleshooting). 

NOTE: The boards listed are from the lowest available card cage slot number to the 
highest . 

EMULATION MEMORY BOARD (lowest available slot number) 

EMULATION MEMORY CONTROLLER BOARD 

GENERAL PURPOSE OR EMULATION CONTROL BOARD 

EMULATION BUS PREPROCESSOR BOARD 

STATE ANALYZER CONTROL BOARD 

STATE ACQUISITION BOARD (40 channel) 

STATE ACQUISITION BOARD ( optional 20 channel) 



Card cage configurations for a Emulation Bus Preprocessor and a State Analyzer in a 
separate mainframe (this setup for verification only). 

NOTE: For ease of cabling between 64100A systems the following configurations should be 
moved towards the BACK of the card cage. 

Mainframe #1 



EMULATION MEMORY BOARD (lowest available slot number) 

EMULATION MEMORY CONTROLLER BOARD 

GENERAL PURPOSE OR EMULATION CONTROL BOARD 

EMULATION BUS PREPROCESSOR BOARD - > 

Connect the Emulation Bus Preprocessor 
to the State Analyzer in mainframe #2 

Mainframe #2 

(lowest available slot number) 

STATE ANALYZER CONTROL BOARD < 

STATE AQUISITION BOARD (40 channel) <--- 

STATE AQUISITION BOARD (optional 20) <- - 
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c. Turn ON the 64000. 

d. Press the <opt test> softkey. 

e. Prior to troubleshooting refer to table 4-1 for some quick checks of the 64304A board. 

f. Refer to the description of the PV module that failed while following the General Emulation Bus 
Preprocesor PV Flowchart. Table 4-2 is an outline of the tests in each PV module. 



Table 4-1. Preliminary Troubleshooting Information 



Ctieck the following before troubleshooting the 64304A with PV. 

a. ChecK that the Emulation Bus cables are connected and seated properly (pin 1 is 
connected to pin 1 ) . 

b. Check that the cables going to the State Control (clock) and State Acquisition 
boards (pods 1-3) are connected and seated properly (pin 1 is connected to pin 
1) . 

c. Check that the PC board is properly seated in the card cage. Note that the 
contacts connecting the 64304A to the 64000 motherboard are clean. 

d. Verify that the board is receiving +5, and -5.2 volts and that circuit ground is 
not fluctuating. 

e. Check that the board ident f icat ion number given after the option test display is 
accessed is lAOOH. If the board ID is not lAOOH the wrong PV Software will be 
loaded . 
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Table 4-2. Emulation Bus Preprocessor PV Module Outline 



PART I. EMULATION BUS PREPROCESSOR BOARD PV MODULE. 

A) BREAK CONTROL TEST 

1) Break Set Control 

2) Break Reset Control 

B) PATTERN RECOGNITION TEST 

1) Run/Load Control 

2) Data Lines 

3) Step Control 

4) Pattern Memory 

C) REMOTE PREPROCESSOR TEST #1 

1) Status: "Awaiting Initialization from external analyzer" 

2) Status: "Stimulating Interface Channels and ID Register" 

3) Status; "Awaiting Stimulus Break Check" 

4) Status: "Awaiting Halt Break Check" 

D) REMOTE PREPROCESSOR TEST #2 

1) Status: "Awaiting Initialization from external analyzer" 

2) Status: "Clocking Data into Analyzer" 

3) Status: "Awaiting Analysis of Data" 



PART II. STATE CONTROLLER PREPROCESSOR PV MODULE. 

A) SMART INTERFACE VERIFICATION TEST » 1 

1) Preprocessor ID Code 

2) Secondary ID Register and Interface Channels 

3) Status Word 

4) Master Reset 

5) Stimulus Break 

6) Stimulus Disable 

7) Halt Break 

8) Halt Disable 

B) CLOCK / DATA CHANNEL VERIFICATION TEST # 2 

1) Clock Channel 0 

2) Preprocessor Data Channels 

3) External Data Channels 



PART III. EMULATION ANALYSIS PV MODULE. 

ANALYSIS TEST 

1) Analysis Control 

2) Address, Data, Status Field 
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4-9. PART I. EMULATION BUS PREPROCESSOR BOARD PV MODULE. 

Entering the Emulation Bus Preprocessor PV Module: 

After loading the software for the 64304A use the following procedure to access the 64304A Emulation 
Bus Preprocessor PV Module: 

a. Refer to the procedure for accessing option test at the beginning of this section. 

b. Enter the Slot # of the Emulation Preprocessor (note that the ID # is lAOOH). 

c. Press RETURN. 

The previous procedure should result in the following PV module being displayed: 



Performance 
64304A Emulation Bus 


Verification 
Preprocessor Slot #4 




Test Description 


^Failures 


#Tes t s 


Break Control Test 


0 


0 


Pattern Recognition Test 


0 


0 


For Use With External Analyzer 


Only 


#Tests 


Remote Preprocessor Test #1 




0 


Remote Preprocessor Test #2 




0 



NOTE 

The Remote Preprocessor Tests are NOT used when the EBPP and the State Controller are in the same 
mainframe. Refer to the Remote Preprocessor Test descriptions in Part I and Part II of this section for 
more information. 
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A) BREAK CONTROL TEST 



Break Control Test display: 



Performance Verification 
64304A Emulation Bus Preprocessor Slot #4 
Break Control Test 

Test Description Diagnostics #Failures #Tests 



Break Set Control [0000] 0 0 

Break Reset Control [0000] 0 

SSSSSSSS:SSSSsar = = 3 = = = SB = = S = = = SSSSSSSC3SSSaSSSS3SSa8BBBSBX&ESSSBSSXSB 



1) BREAK SET CONTROL TEST. 



PURPOSE: To test the ability to set the pattern, halt, and stimulus break latches and to check that 
the associated status bits were correct from U16E, U16J, and U17G. 

PROCEDURE: The slot select routine is called to select the EBPP board. OFH is written to the Control 
Word Register (U16I) to put the board in a known state. Breaks are reset, set then reset, 
reading the status each time. 

RESULTS: A "1" in the diagnostic indicates that stimulus, halt, pattern, or "any break" could not be 
set. 

Diagnost ic 



Equals Indicates 



[0000] No failures 

[1000] St imulus fails 

[0100] .Halt fails 

[0010] Pat tern fails 

[0001] "Any Break" fails 



Note a bad status bit may cause a failure (U16J and U17G). 

FAILURE: If a failure occurred refer to table 4-3 for information about troubleshooting a Break Set 
Control Test failure. 
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A) BREAK CONTROL TEST (Cont'd) 



2) BREAK RESET CONTROL TEST. 



PURPOSE: To test the ability to reset the pattern, halt, and stimulus break latches and to check that 
the associated status bits were correct from Ul 6E, U 1 6 J, and Ul 7G. 

PROCEDURE: Included as part of the Break Set Control procedure. 

RESULTS: A "1" in the diagnostic indicates that stimulus, halt, pattern, or "any break" could not be 
reset. 

Diagnost ic 



Equals Indicates 



[0000] No failures 

[1000] St imulus fails 

[0100] Halt fails 

[0010] Pattern fails 

[0001] "Any Break" fails 



Note a bad status bit may cause a failure (U16J and U17G). 



FAILURE: If a failure occurred refer to table 4-3 for information about troubleshooting a Break 
Reset Control Test failure. 
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Table 4-3. Troubleshooting Break Control Test Diagnostic Failures 



IMPORTANT INFORMATION. 



This table is meant as an aid to the service person to quickly troubleshoot a Break Control test failure. 
This involves taking KEY signatures to verify improper operation of the circuit group that would cause 
each diagnostic failure. If the KEY signature node for a certain diagnostic is bad then that signal path is 
bad. The IC signal path is given next to each KEY signature(s) along with the signature loop table(s) that 
pertain to the signal path ICs. If the KEY signature is good then it can be assumed that signal path to 
that point is good. 

If more than one bit in the failure field is set take the key signatures from the top to the bottom of the 
chart and troubleshoot down the IC signal path of the first bad signature. 

For general information about the circuit operation of the Break Control test see the Additional 
Information section of this table. For theory of operation and schematics see Section VIII (Service) of this 
manual. 



TROUBLESHOOTING. 



SA Setup A: 
NORM MODE 



CLOCK - negative edge, TTL, located on TPl of EBPP. 



START - positive edge, 

STOP - negative edge, 
VH = 007U 



TTL, located on TP2 of 

located on TPS of 

TTL, located on TP2 of 

located on TPS of 



64100A I/O board. 
64110A CPU I/O board. 

64100A I/O board. 
64110A CPU I/O board. 



Break Set Control Troubleshooting Guide: 



Diagnostic 
Failure 



KEY Signature 
(use SA Setup A) 



IC Signal Path 



SA Table 
4-8 

4-8 

4-8 
4-8 



[1000] 

[0100] 

[0010] 
[0001] 



U16J-5 007C 

U17G-14 002P 

U17G-16 002P 

U17G-18 002P 



U16J, U17E, U15J, U17J, 
U17B 

U17G, U16E, U17E, U15J, 

U17J, U17B 

U15E, U15J, U17J, U17B 

U17G, U16E, U17E, UlSE, 

U15J, U17J, U17B 
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Table 4-3. Troubleshooting Break Control Test Diagnostic Failures (Cont'd) 



Break Reset Control Troubleshooting Guide: 



Diagnost ic 
Failure 



KEY Signature 
(use SA Setup A) 



IC Signal Path 



SA Table 
4-8 

4-8 

4-8 
4-8 



[1000] 

[0100] 

[0010] 
[0001] 



U16J-5 007C 

U17G-14 002P 

U17G-16 002P 

U17G-18 002P 



U16J, U17E, U15J, U17J, 
U17B 

U17G, U16E, U17E, U15J, 

U17J, U17B 

U15E, U15J, U17J, U17B 

U17G, U16E, U17E, U15E, 

U15J, U17J, U17B 



ADDITIONAL INFORMATION. 



NOTE 



Any data referred to in text is NEGATIVE TRUE, i.e. those 
bits are inverted in hardware. All signal levels referred to 
in CONTROL paths are the actual hardware levels. 



A WRITE TO THE CONTROL WORD REGISTER: The Control Word Register is set by writing to 
address 4200H. CONTROL path for the write is a low-true pulse on LWCW: U17C, U15J, U17B, and 
U16I. The DATA path for the write is via the System Bus (located on the mainframe motherboard), 
through U17I and U 161 of the EBPP. 

TO SET BREAKS: Breaks are set by writing to address 4600H. CONTROL path for the write is a 
low-true pulse on LBRKSET: U 1 7B, U 1 7J, U 1 5J, U 1 7E, and U 1 5E. The DATA path is not applicable. 

TO RESET BREAKS: Breaks are reset by writing to address 4000H. The CONTROL path for the write is 
a low-true pulse on LBRKRST: U17B, U17J, U15J, U17E, and U15E. The DATA path is not applicable. 

TO READ BOARD STATUS: Board status is read from host address SOxxH (via U17G and U16J), where 
XX signifies the use of the lower 8 bits to address and read the 256 locations of pattern RAM (OOH to 
FFH). The CONTROL path for reading the status is with LREAD low: U15J, U17C, U17J, U17G, and 
U 1 6J. The STATUS output path is: U 1 7G, U 1 6 J, and System Bus. 
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B) PATTERN RECOGNITION TEST 
Pattern Recognition Test display: 



sss=ss===sas3 



: a s ■ s s 



Performance Verification 
64304A Emulation Bus Preprocessor Slot #4 
Pattern Recognition Test 

Test Description Diagnostics ttFailures #Tests 



Run/Load Control 0 

Data Lines [000000] 0 

Step Control [000] 0 

Pattern Memory [000000] 0 



1) RUN/LOAD CONTROL TEST. 

PURPOSE: To test that the Run/Load Contol bit (CW7 of Ui 61) will toggle and select the Emulation 
Bus Latches (UIJ, UIH, U3J thru U7J) or the host RAM Load Buffers (U2J, U3H thru U7H) as 
the address source for the Pattern RAM (U2F thru U7F). The test assumes RAM address OAH 
is good.) 

PROCEDURE: Write ODH to the Control Word Register (load mode). Read the data from RAM 
address OAH. Write 8 OH to the Control Word Register (run mode) and write the complement 
of the RAM data back to address OAH. Write ODH to the Control Word Register (load mode) 
and read the contents of RAM address OAH. Again, write the complement of the original 
RAM data to RAM address OAH. Read the contents of address OAH. 

RESULTS: Test fails if the RAM data write in run mode (CW7 low) changed the contents of address 
OAH, or if the RAM data write in load mode (CW7 high) did not change the data. 

FAILURE: If a failure occurred refer to table 4-4 for information about troubleshooting a 
Run/Load Control test problem. 
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B) PATTERN RECOGNITION TEST (Cont'd) 



2) DATA LINES TEST. 

PURPOSE: To check that the RAM write data hnes (U17I, U2F thru U7F) will independently toggle. 
Assume RAM address OOH is good. 

PROCEDURE: While in the RAM load mode, write a "1" to RAM address OOH independently on each 
of the six RAM write data lines reading address OOH after each write. Then write all ones and 
then all zeros to all six RAMs at address OOH, reading the RAM data after each write. 

RESULTS: A failure of any RAM data bit (U17I, U2F thru U7F) to toggle will set that bit (B5 down 
to BO) in the diagnostic and increment the number of Data Line failures. 

Diagnost ic 



Equals Indicates 



B5[000000] No Failures 

[100000] Status Bit SW13 Failed 

[010000] Status Bit SW12 Failed 

[001000] Status Bit SWll Failed 

[000100] Status Bit SWIO Failed 

[000010] Status Bit SW9 Failed 

[000001] Status Bit SW8 Failed 

[111111] Most likely a RAM control problem 

(addressing and/or control). 



FAILURE: If a failure occurred refer to table 4-4 for information about troubleshooting a Data Line 
failure. 
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B) PATTERN RECOGNITION TEST (Cont'd) 



3) STEP CONTROL TEST. 

PURPOSE: To test the Pattern Found Gate (U2H), the second stage of the Timing and Break Strobe 
Generator (U17B, U9J, U9H, Ul IH, Ul IJ, R8, C30, RP32, RP33), Pattern Break Latch (Ul 5E), 
and the Pattern Break Control bit (CWl, U16I). 

PROCEDURE: While in the RAM load mode, write all zeros to RAM address OOH, reset breaks, and 
send one break strobe. Read the status word. Write all ones to RAM address OOH, reset breaks, 
and send one break strobe. Read the status word. Write OFH to the control word register, 
disabling pattern breaks. Reset breaks, send one break strobe, and read the status word. 

RESULTS: If a pattern break occurred with pattern false (RAM data all zeros) (U2H, U15E), the 
upper diagnostic bit is set. If a pattern break did not occur with the pattern true (RAM data 
all ones) (U2H, U15E), set the middle bit. If the pattern break disable (U16I, U15E) did not 
work, set the lower diagnostic bit. Increment Step Control fail if any diagnostic bit set. 

Diagnos t ic 



Equals Indicates 



[000] No Failures 

[100] Pattern break occurred with pattern false 

(RAM data all zeros ) . 
[010] Pattern break did not occur with pattern true 

(RAM data all ones ] . 
[001] Pattern break disable did not work. 



FAILURE: If a failure occurred refer to table 4-4 for information about troubleshooting a Step 
Control failure. 
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B) PATTERN RECOGNITION TEST (Cont'd) 



4) PATTERN MEMORY TEST. 



PURPOSE: To test the Pattern RAM address lines (U17A, U2J, and U3H thru U7H) and the Pattern 
RAM data cells of (U2F thru U7F). 

PROCEDURE: Write "Is" and then "Os" to every address location in each of the six Pattern RAMs. 
Then read RAM data from every address location after each write cycle (OOH thru OFFH). 

RESULTS: The upper bit of the diagnostic is set for a failure of the addressing circuitry of the Status 
RAM (U2J, U2F), the next two bits are for the addressing circuitry of the upper and lower 
Data RAMs (U3H, U3F, and U4H, U4F), and the lower three bits are for the addressing 
circuitry of the upper, middle and lower Address RAMs (U5H and U5F, U6H and U6F, U7H 
and U7F). Pattern Memory failures are incremented when any of the diagnostic bits are set. 
All bits should be set if the write address latch (Ul 7A) fails. 

Diagnos t ic 



Equals Indicates 



[000000] No Failures 

[100000] Address path of the Status RAM fails (U2J & U2F). 

[010000] Upper Data byte RAM address path fails (U3H & U3F ) . 

[001000] Lower Data byte RAM address path fails (U4H & U4F ) . 

[000100] Upper Address byte RAM address path fails (USH & U5F). 

[000010] Middle Address byte RAM address path fails (U6H & U6F). 

[000001] Lower Address byte RAM address path fails (U7H & U7F). 

[111111] Write Address Latch U17A fails. 



FAILURE: If a failure occurred refer to table 4-4 for information about troubleshooting a Pattern 
Memory failure. 
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Table 4-4. Troubleshooting Pattern Recognition Test Diagnostic Failures 



IMPORTANT INFORMATION. 

This table is meant as an aid to the service person to quickly troubleshoot a Pattern Recognition test 
failure. This involves taking KEY signatures to verify improper operation of the circuit group that would 
cause each diagnostic failure. If the KEY signature node for a certain diagnostic is bad then that signal 
path is bad. The IC signal path is given next to each KEY signature(s) along with the signature loop 
table(s) that pertain to the signal path ICs. If the KEY signature is good then it can be assumed that 
signal path to that point is good. 

For general information about the circuit operation of the Pattern Recognition test see the Additional 
Information section of this table. For theory of operation and schematics see Section VIII (Service) of this 
manual. 



TROUBLESHOOTING. 
SA Setup B: 

NORM MODE 

CLOCK - negative edge, TTL, located on TPl of EBPP. 

START - positive edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

STOP - negative edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

VH = HHU6 



Run/Load Control Test Troubleshooting Guide: 
Diagnostic KEY Signature 

Failure (use SA Setup B] IC Signal Path SA Table 



N/A U17B-9 96C8 U17B, U8J, U16I, U17I 4-9 

U8J -1 3551 

NOTE: If the key signatures for this test are good use the Data Lines 
Test Troubleshooting Guide for fixing a Run/Load Control Test problem. 
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Table 4-4. Troubleshooting Pattern Recognition Test Diagnostic Failures (Cont'd) 



Data Lines Test Troubleshooting Guide: 



Diagnost ic 
Failure 



KEY Signature 
(use SA Setup B) 



IC Signal 
U17B, U8J, 



Path 

U16I, U17I 



SA Table 
4-9 

4-9 

4-9 



[111111] 



[100000] 



[010000] 



[001000] 



[000100] 



[000010] 



[000001] 



U17B-9 96C8 
U8J -1 3551 

U16J-7 692F 



U16J-9 7143 



U16J-12 6259 



U16J-14 6392 



U16J-16 CH88 



U16J-18 P9PH 



U16J, 
U17A, 

U16J, 
U17A, 

U16J, 
U17A, 

U16J, 
U17A, 

U16J, 
U17A, 

U16J, 
U17A, 



U2F , 
U8J, 

U3F , 
U8J, 

U4F , 
U8J. 

U5F. 
U8J, 

U6F , 
U8J, 

U7F , 
U8J. 



U17I 
U16I 

U17I 
U16I 

U17I 
U16I 

U17I 
U16I 

U17I 
U16I 

U17I 
U16I 



U2J, 
U17B 

U3H, 
U17B 

U4H, 
U17B 

U5H, 
U17B 

U6H, 
U17B 

U7H, 
U17B 



4-9 



4-9 



4-9 



4-9 
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Table 4-4. Troubleshooting Pattern Recognition Test Diagnostic Failures (Cont'd) 

Step Control Test Troubleshooting Guide: 
Diagnostic KEY Signature 



Failure 


(use SA Setup B) 


IC Signal Path 


SA Table 


[100] 


U17G-16 78P4 


U15E, U2H, UllJ, U9H, 
UllH, U9J, U16I, U17B 


4-9 


[010] 


U17G-16 78P4 


U15E, U2H, U16I, U17B, 
UllJ, U9H, UllH, U9J 


4-9 


[001] 


U17G-16 78P4 


U15E, U2H, U16I, U17I, 
U17B 


4-9 


Pattern Memory Troubleshooting Guide: 






Diagnos t ic 
Failure 


KEY Signature 
(use SA Setup B) 


IC Signal Path 


SA Table 


[100000] 


U16J-7 692F 


U16J, 
U2J, 


U2F, U17I, U17A, 
U8J, U16I 


4-9 


[010000] 


U16J-9 7143 


U16J, 
U3H. 


U3F, U17I, U17A. 
U8J, U16I 


4-9 


[001000] 


U16J-12 6259 


U16J, 
U4H, 


U4F, U17I, U17A, 
U8J, U16I 


4-9 


[000100] 


U16J-14 6392 


U16J, 
U5H, 


U5F, U17I, U17A, 
U8J, U16I 


4-9 


[000010] 


U16J-16 CH98 


U16J, 
U6H, 


U6F, U17I, U17A. 
U8J, U16I 


4-9 


[000001] 


U16J-18 P9PH 


U16J, 
U7H, 


U7F, U17I, U17A, 
U8J, U16I 


4-9 


[111111] 


N/A 


U17A, 


U17C, UllJ 


4-9 
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Table 4-4. Troubleshooting Pattern Recognition Test Diagnostic Failures (Cont'd) 



ADDITIONAL INFORMATION. 

NOTE 

Any data referred to in text is NEGATIVE TRUE, i.e. those 
bits are inverted in hardware. All signal levels referred to 
in CONTROL paths are the actual hardware levels. 



A WRITE TO THE CONTROL WORD REGISTER: The Control Word Register is set by writing to 
address 4200H. CONTROL path for the write is a low-true pulse on LWCW: U17C, U15J, U17B, and 
U16I. The DATA path for the write is via the System Bus (located on the mainframe motherboard), 
through U 1 71 and U 1 61 of the EBPP. 

TO READ BOARD STATUS: Board status is read from host address SOxxH (via U17G and U16J), where 
XX signifies the use of the lower 8 bits to address and read the 256 locations of pattern RAM (OOH to 
FFH). The CONTROL path for reading the status is with LREAD low: U 1 5J, U 1 7C, U 1 7J, U 1 7G, and 
U 1 6J. The STATUS output path is: U 1 7G, U 1 6J, and System Bus. 

TO SEND A BREAK STROBE: Pattern break is strobed by writing to address 47xxH, where xx signifies 
the use of the lower 8 bits to address a pattern in one of the 256 locations (00 to FFH) of the pattern 
RAM. When the Control Word Register is configured to set CW7 high (LOAD mode) RAM is addressed 
by the host (xx is ignored in the RUN mode). The CONTROL path for writing to RAM is a low-true 
pulse on LPVSTB to PBRKSTB: U17C, U17B, U9J, U9H, UUH, UllJ, and 15E. ADDRESS path for 
writing to RAM in the LOAD mode is: System Bus, U17A, U2J, U3H thru U7H, and U2F thru U7F. 
DATA path is not applicable. 

TO WRITE DATA TO RAM: Pattern RAM (U2F thru U7F) is loaded by writing to address 41xxH, where 
XX signifies the use of the lower 8 bits to address the 256 locations (00 to FFH) of the pattern RAM. 
When the control word register is configured to set CW7 high (LOAD mode) RAM is addressed by the host 
(xx is ignored in the RUN mode). The CONTROL path for writing to RAM is a low-true pulse on 
LWBREAK: U17C, U17B, to U2F thru U7F. The ADDRESS path for the write in the LOAD mode is: 
System Bus, U17A, U2J, U3H thru U7H, to U2F thru U7F. The DATA path for writing to RAM is: 
System Bus, U17I, U2F thru U7F. 

TO READ RAM DATA: When control word register bit seven (CW7) is high the RAM address LOAD 
mode is asserted, allowing the write address latch to present data to RAM via the RAM load buffers. The 
ADDRESS path for reading RAM in the LOAD mode is: System Bus, U17A, U2J, U3H thru U7H, and 
U2F thru U7F. The DATA out path is: Ul 6J, and System Bus. The CONTROL path for reading RAM is 
a high level on the LWBREAK: Ul 5J, System Bus, Ul 7B, and U2F thru U7F. 
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C) REMOTE PREPROCESSOR TEST #1 



Remote Preprocessor Test #1 display: 

SS=Sr=SaSSSBSSS=S3SSS3;=S==SS3SSS==SSSXSSSS==3£3SSSSSSSSSSKXSXBSS=SaS 

Performance Verification 
64304A Emulation Bus Preprocessor Slot #4 
Remote Preprocessor Test il 

This test enables the user to execute State Analyzer Performance 
Verification - Preprocessor Test #1 when the Emulation Bus Prepro- 
cessor in this mainframe is connected to a State Analyzer in a dif- 
ferent mainframe. The test must always be started before the assoc- 
iated State test and status should be "Awaiting initialization... ". 
The test may also be halted at this point. All results are still 
displayed in the State test. 



Test Status .. . #Tests 
Awaiting initialization from external analyzer 0 
Stimulating Interface Channels and ID register 
Awaiting Stimulus Break Check 
Awaiting Halt Break Check 



NOTE 

This test is provided for ease of testing the State 
Analyzer/Preprocessor interface when the analyzer is in a 
different mainframe. It is NOT intended as a complete 
diagnostic tool for servicing purposes. For servicing, the 
64304A should be tested in the SAME mainframe with a State 

Analyzer . 

1) Status: "Awaiting Initialization from external analyzer" 

PURPOSE: To synchronize the start of this test and the associated Preprocessor Test #1 in the 
external mainframe. 

PROCEDURE: Slot select the EBPF. Write OFH to the Control Word Register (load mode). Reading 
board status, wait for breaks to be reset by the external test, or wait for user input to halt or 
exit test. 

RESULTS: If user input a halt or exit then service the input. If all breaks are set, then, the break 
drive latches are reset and testing is resumed. 

See the associated test in Part II (State Analyzer Preprocessor PV Module) for any procedure explanation. 
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C) REMOTE PREPROCESSOR TEST #1 (Cont'd) 



2) Status: "Stimulating Interface Channels and ID Register". 

PURPOSE: To provide the EBPP stimulus of the Smart Interface channels for Preprocessor Test #1 
(PT #1), and testing of the data lines and Processor ID register. 

PROCEDURE: Write OFH to the Control Word Register. Delay for 1 0 msec to allow PT # 1 to read 
EBPP status. Write OOH to the Processor ID Register, and set breaks. Reading status, delay 
until breaks are reset by PT #1 or for 20 msec. If break reset is received then delay for 
another 10 msec. Write OFH to the Control Word Register (reset from PT #1 clears the 
Control Word Register). Repeat this entire procedure, writing a "walking 1" (a "1" in data bit 
7, then bit 6, then bit 5, down to bit 0) to the Processor ID Register and then once more, 
writing OFFH. Wait for break reset or 100 msec on the last cycle. 

RESULTS: No results; move on to the next part of the test. 



3) Status: "Awaiting Stimulus Breal< Check". 

PURPOSE: To determine if stimulus break logic and halt break disable are operating correctly. 

PROCEDURE: Write 07H to the Control Word Register. Wait for a stimulus break from Preprocessor 
Test # 1 (PT #1) or 100 msec. Delay for 10 msec more if stimulus break received. Set breaks 
and delay for 10 msec. Reset breaks. Wait for halt break (should NOT occur) or 100 msec. 
Write OBH to the Control Word Register and set breaks, delay 1 0 msec and reset breaks. 

RESULTS: No results; move on to the next part of the test. 



4) Status: "Av\/aiting IHalt Breal< Check". 

PURPOSE: To determine if the halt break logic and stimulus break disable is operating correctly. 

PROCEDURE: Wait for halt break from Preprocessor Test #1 (PT#1) or 100 msec. IF break occurs 
delay 10 msec more. Set breaks. Delay 10 msec and reset breaks. Wait for stimulus break 
(should NOT occur) or 100 msec. Set breaks. Delay 10 msec and reset breaks. Wait for halt 
break from PT #1 or 100 msec. If break occurs, delay 10 msec more. Set breaks. Wait breaks 
to be reset or for 200 msec. 

RESULTS: All results are still displayed in Preprocessor Test #1 (PT #1). 
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D) REMOTE PREPROCESSOR TEST #2 

Remote Preprocessor Test #2 display: 



Performance Verification 
64304A Emulation Bus Preprocessor Slot #4 
Remote Preprocessor Test *2 

This test enables the user to execute State Analyzer Performance 
Verification - Preprocessor Test #2 when the Emulation Bus Prepro- 
cessor in this mainframe is connected to a State Analyzer in a dif- 
ferent mainframe. The test must always be started before the assoc- 
iated State test and status should be "Awaiting initialization... ". 
The test may also be halted at this point. All results are still 
displayed in the State test. 



Test Status . . . #Tests 
Awaiting initialization from external analyzer 0 
Clocking data into analyzer 
Awaiting analysis of data 



NOTE 

This test is provided for the ease of testing the State 
Analyzer/Preprocessor interface when the analyzer is in a 
different mainframe. It is NOT intended as a complete 
diagnostic tool for servicing purposes. For servicing, the 
64304A should be tested in the SAME mainframe with a State 

Analyzer . 

1) Status: "Awaiting Initialization from external analyzer" 

PURPOSE: To synchronize the start of this test and the associated Preprocessor Test #2 (PT #2) in the 
external mainframe. 

PROCEDURE: Slot select the EBPP. Write OFH to the Control Word Register (load mode). Reading 
board status, wait for breaks to be reset by the external test, or wait for user input to halt or 
exit test. 

RESULTS: If user input a halt, or exit, then service the input. If any breaks occur reset then proceed 
with testing. 

See the associated test in Part II (State Analyzer Preprocessor PV Module) for any procedure explanation. 
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D) REMOTE PREPROCESSOR TEST #2 (Cont'd) 



2) Status: "Clocking Data into Analyzer". 

PURPOSE: To test multiplexors, TTL-to-ECL translators, and data lines to the analyzer. 

PROCEDURE: Call routines to initialize and run the State analyzer. Slot select the EBPP. Read the 
Write Status Buffer and reset breaks. Write OOH to the Control Word Register. Clock a "0" to 
the State Analyzer. Write OlFH to the Control Word Register. Clock a "0" to the State 
Analyzer. Write a 02FH to the Control Word Register. Clock a "0" to the State Analyzer. 
Clock a "walking I's" ( a "1" in bit 0, then bit 1,...) pattern into the State Analyzer, clocking in 
each data pattern twice, once after writing OFH to the Control Word Register and again after 
writing 03FH to the Control Word Register. Write OFH to the Control Word Register and 
clock OFFH into the State Analyzer. Write 03FH to the Control Word Register and clock 
OFFH into the State Analyzer. Stop the State Analyzer and compare trace data with the data 
that was sent. 

RESULTS: All results are displayed in Preprocessor Test #2. 



3) Status: "Awaiting Analysis of Data". 

PURPOSE: To synchronize end of this test with end of Preprocessor Test #2 (PT#2). 

PROCEDURE: Set breaks. Wait for break reset from PT #2 or 800 msec. Write OFH to the Control 
Word Register. 

RESULTS: N/A 
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4-10. PART II. STATE CONTROLLER PREPROCESSOR PV MODULE 

Entering the State Controller PV Module: 

Use the following procedure to access the State Controller PV Module: 

a. Refer to the procedure for accessing Option Test at the beginning of this section. 

b. Enter the Slot # of the State Controller board. Press return. 

c. A "Select preprocessor board for test: slot X" will be displayed. X = the slot number of the EBPP. 

NOTE: The system should default to the slot number of the EBPP if it is the only preprocessor in the 

card cage. However, pressing the <slot X> softkey indicating the slot location of the EBPP may also 

be done. 

d. Press RETURN. 

The previous procedure should result in the following PV module being displayed: 



10 MHz State Test: Configuration 



Slot ID Description Part Number 



10 MHz boards included 

6 1100 State Control and Clock 64621A STATE-CT 

7 1200 40 Channel Acquisition 64622A STATE-40 

8 1200 40 Channel Acquisition 64622A STATE-40 
preproc 81 Emulation Bus Preprocessor 64304A EBPP 



10 MHz boards excluded 



Boards for 1MB testing 



The procedures for executing the Emulation Bus Preprocessor interface tests are on the following page. 
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PART II. STATE CONTROLLER PREPROCESSOR PV MODULE (Cont'd) 



The following procedures explain how to access the Emulation Bus Preprocessor PV Module of the State 
Controller PV module to verify proper operation of the State Controller to Emulation Bus Preprocessor 
interface. 



State Controller and Emulation Bus Preprocessor in separate mainframes: (NOTE: This 
setup for verification only) 

NOTE 

This test is provided for ease of testing the State 
Analyzer/Preprocessor interface when the analyzer is in a 
different mainframe. It is NOT intended as a complete 
diagnostic tool for servicing purposes. For servicing, the 
64304A should be tested in the SAME mainframe with a State 

Analyzer . 



a. With the State Controller in mainframe #1 enter the State Controller PV module. Answer 
"external" to the "Select preprocessor board for test:" message that is displayed. Press RETURN. 

b. Press these softkeys in sequence <run>, and <preproc>. 

NOTE 

To run each interface test separately press in sequence 

<run>, <preproc>, <test>, then enter either a "1" or "2" for 

the desired interface test. The descriptions of each of the 

interface test modules are given in the remainder of the 

documentation for the State Controller Preprocessor PV 

Module . 



c. Press RETURN. The Emulation Bus Preprocessor automatic interface PV module will be displayed. 
A WARNING message will be displayed above the status line before each interface test prompting 
the user to start the corresponding Remote Preprocessor test before continuing the test. 

d. Enter the Emulation Bus Preprocessor PV module in mainframe #2. Refer to the description of the 
Emulation Bus Preprocessor PV module for a procedure on entering this test. 

e. Press the <next test> softkey until the inverse video bar covers Remote Preprocessor Test #1 or #2. 

f . Press the <disp test> softkey to display the selected test. 

g. Press <start> softkey on mainframe #2 to start the Remote Preprocessor Test. 

h. Press RETURN on mainframe #1 to start the test. 
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PART II. STATE CONTROLLER PREPROCESSOR PV MODULE (Cont'd) 



State Controller and Emulation Bus Preprocessor In the same mainframe: (NOTE: This 
setup Is required for troubleshooting) 



a. To perform the Emulation Bus Preprocessor automatic interface tests press in sequence, while in the 
State Controller PV module display, <run> and <preproc>. NOTE: To repeat this test continuously 
press <run, preproc, repeat> softkeys in sequence. 



NOTE 



To run each interface test separately press in sequence 
<run>, <preproc>, <test>, then enter either a "1" or "2" for 
the desired interface test. The descriptions of each of the 
interface test modules are given in the remainder of the 
documentation for the State Controller Preprocessor PV 

Module . 



b. Press RETURN to begin the automatic interface tests. 
The previous procedure should result in the following PV module being displayed: 



10 MHz State Test: Preprocessor Tested: 
Test Preproc: Emulation Bus Preprocessor 

Automatic Tests 

1 Smart Interface Verification 

2 Clock / Data Channel Verification 



0 Failed: 0 
Tested Failed 
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A) SMART INTERFACE VERIFICATION TEST # 1 
Emulation Bus Preprocessor Interface Test #1 display: 



IXSSSBSSSSSSSSBSBaiSSBXSSSSSSBaXSE 



10 MHz state Test: Preprocessor Pass Tested: 1 Failed: 0 

Preproc: Emulation Bus Preprocessor Location: Slot #6 

Test 1: Smart Interface Verification 

Diagnost ics 
76543210 Test Description 



00000000 Preprocessor ID code (l=Error) 

00000000 Secondary ID register and Interface channels(l*Error) 

Pass Status Word 

Pass Master Reset 

Pass Stimulus Break 

Pass Stimulus Disable 

Pass Halt Break 

Pass Halt Disable 



1) PREPROCESSOR ID CODE TEST. 

PURPOSE: To re-test the Preprocessor ID Buffer (tests would not be loaded if problem exists) (Ul IJ, 
U13J, and U12J) for data 81H. 

PROCEDURE: Select State control board. Read preprocessor ID over smart interface. 

RESULTS: Set diagnostic bits not corresponding to 1000000 IB. (failure of Ul IJ, U13J, and U12J). 



For Example: 

Diagnostic equals: 00100100 Indicates bits 5 and 2 of the internal 

data bus LIDO-7, from the EBPP, were read 
as a "1" instead of a "0" as expected. 
However, bits 7 and 0 are opposite this. 

FAILURE: If a failure occurred refer to table 4-5 for information about troubleshooting a 
Preprocessor ID Code failure. 
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A) SMART INTERFACE VERIFICATION TEST # 1 (Cont'd) 



2) SECONDARY ID REGISTER AND INTERFACE CHANNELS TEST. 

PURPOSE: To test the Processor ID Register and excercise the the interface data channels (UllJ, 
U13J, U15I, andUlSG). 

PROCEDURE: Slot select the EBPP. Write OFH to the Control Word Register. Set breaks. Write OOH 
to the Processor ID Register. Slot select the State Control Board and read the processor ID over 
the Smart Interface. Slot select the EBPP, write a "walking 1" (a "1" in bit 7, then bit 6, bit 5, 
...down to bit 0) while selecting the State Control board and reading the ID over the Smart 
Interface after each write. Repeat the procedure once more writing OFFH to the Control Word 
Register. 

RESULTS: Bits are set in the diagnostic corresponding to the bad register bit or data line (bit 7 thru 
bit 0) (UllJ, U13J,U 151, andUlSG). 

FAILURE: If a failure occurred refer to table 4-5 for information about troubleshooting a Secondary 
ID Register and Interface Channels test failure. 



3) STATUS WORD TEST. 

PURPOSE: To test the Write Preprocessor Status Buffer of the Analysis Smart Interface (UllJ, Ul 3J, 
and U16G). 

PROCEDURE: Slot select the State Control board. Read EBPP status over the Smart Interface. Slot 
select the EBPP and read status. Set breaks. Slot select the State Control board and read the 
EBPP status. Slot select the EBPP and reset breaks. Slot select the State Control board and 
read the EBPP status. 

RESULTS: Test will fail if lower 8 bits of Smart Interface status are not the same as the board status, 
or if the smart interface status doesn't correctly show that the breaks were set or reset (Ul IJ, 
U13J, and U16G). 

FAILURE: If a failure occurred refer to table 4-5 for information about troubleshooting a Status 
Word test problem. 
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A) SMART INTERFACE VERIFICATION TEST # 1 (Cont'd) 



4) MASTER RESET TEST. 

PURPOSE: To test the smart interface master reset of the EBPP (UllJ, U13J, U17J, U15J, U15I, 
U16I, U15E, andU17E). 

PROCEDURE: Slot select the EBPP. Set breaks and write OOH to the Processor ID Register. Slot 
select the State Sontrol board and assert master reset over the Smart Interface. Read the 
Processor ID Register and EBPP status over the Smart Interface. 

RESULTS: Test fails if processor ID is not reset to OFFH, or breaks are not reset. 

FAILURE: If a failure occurred refer to table 4-5 for information about troubleshooting a Master 
Reset test problem. 



5) STIMULUS BREAK TEST. 

PURPOSE: To test the stimulus break logic of U 1 1 J, and U 1 7E. 

PROCEDURE: Call routines to set up the State Analyzer and load the hardware to assert stimulus on a 
trigger. Slot select the EBPP. Write 07H to the Control Word Register. Reset breaks. Call 
routines to execute a trace of the State Analyzer. Read status. 

RESULTS: Test fails if stimulus break does not occur via UllJ, and Ul 7E. 

FAILURE: If a failure occurred refer to table 4-5 for information about troubleshooting a Stimulus 
Break test problem. 



6) STIMULUS DISABLE TEST. 

PURPOSE: To test stimulus break control bit CW3 of U16L NOTE: this test is done during a Halt 
Break test. 

PROCEDURE: Load the State Analyzer to assert the stimulus line on a trigger. Slot select the EBPP. 
Write OBH to the Control Word Register. Reset breaks. Execute a trace of the State Analyzer. 
Read the status of the EBPP. 

RESULTS: Test fails if Stimulus Break test fails or if stimulus break could not be disabled (U16I). 

FAILURE: If a failure occurred refer to table 4-5 for information about troubleshooting a Stimulus 
Disable test problem. 
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A) SMART INTERFACE VERIFICATION TEST # 1 (Cont'd) 



7) HALT BREAK TEST. 
PURPOSE: To test the Halt Break logic. 

PROCEDURE: Load State Analyzer to assert the halt line on trace point. Slot select the EBPP. Write 
OBH to the Control Word Register. Reset breaks. Slot select the State Control board. Assert 
preprocessor clear over the Smart Interface. Execute a trace of the State Analyzer again. 
Read the status of the EBPP. Perform Stimulus Disable test, then repeat procedure again. 

RESULTS: Test fails if halt break did not occur both times (U 1 IJ, U 1 3J, U 1 5E, U 1 7E, and U 1 OJ). 

FAILURE: If a failure occurred refer to table 4-5 for information about troubleshooting a Halt 
Break test problem. 



8) HALT DISABLE. 

PURPOSE: To test halt break control bit CW2 of U 161. NOTE: this test is done after the Stimulus 
Break test. 

PROCEDURE: Load the State Analyzer to assert the halt line on trace point. Slot select the EBPP. 

Write 07H to the Control Word Register. Reset breaks. Execute a trace of the State Analyzer. 
Read the status of the EBPP. 

RESULTS: Test fails if Halt Break test fails or if the halt break could not be disabled (U16I, UIOJ, 
and U15E). 

FAILURE: If a failure occurred refer to table 4-5 for information about troubleshooting a Halt 
Disable test problem. 
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Table 4-5. Troubleshooting Smart Interface Test #/ Diagnostic Failures 



IMPORTANT INFORMATION. 

This table is meant as an aid to the service person to quickly troubleshoot a Smart Interface verification 
test # 1 failure. This involves taking KEY signatures to verify improper operation of the circuit group 
that would cause each diagnostic failure. If the KEY signature node for a certain diagnostic is bad then 
that signal path is bad. The IC signal path(s) is given next to each KEY signature(s) along with the 
signature loop table(s) that pertain to the signal path ICs. If the KEY signature is good then it can be 
assumed that signal path to that point is good. 

For general information about the circuit operation of the Smart Interface test see the Additional 
Information section of this table. For theory of operation and schematics see Section VIII (Service) of this 
manual. 



TROUBLESHOOTING. 
SA Setup C: 

CLOCK - negative edge, TTL, located on UllJ-12 of EBPP. 

START - positive edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

STOP - negative edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

VH = 399F 



SA Setup D: 

CLOCK - negative edge, 
START - positive edge, 

STOP - negative edge, 

VH = 99FA 



TTL, located on TPl 

TTL, located on TP2 

located on TPS 

TTL, located on TP2 

located on TPS 



of EBPP. 

of 64100A I/O board. 

of 64110A CPU I/O board. 

of 64100A I/O board. 

of 64110A CPU I/O board. 
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Table 4-5. Troubleshooting Smart Interface Test §1 Diagnostic Failures (Cont'd) 



Preprocessor ID Code Test Troubleshooting Guide: 

Diagnostic KEY Signatures sK 

Failure (use SA Setup C) IC Signal Path SA Table 



00000001 


U16G- 


18 


2FP9 


U2J, 


U13J, UllJ 


00000010 


U16G- 


16 


HCH3 




II II 


00000100 


U16G- 


14 


HA50 






00001000 


U16G- 


12 


FHUH 




•1 II 


00010000 


U16Q- 


9 


FCU2 




II II 


00100000 


U16G- 


7 


Pulsing 


probe 




01000000 


U16G- 


5 


Puis ing 


probe 




10000000 


U16G- 


3 


Pulsing 


probe 


II II 
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t NOTE: Key signatures are given on U16Q due to easy accessability of its 
pins. U16Q and U15G should be tri-stated during the Preprocessor ID Code 
test . 



Secondary ID Register and Interface Channels Troubleshooting Guide: 
Diagnostic KEY Signatures 

Failure (use SA Setup C) IC Signal Path * SA Table 



00000001 
00000010 
00000100 
00001000 
00010000 
00100000 
01000000 
10000000 



U15G-18 
U15G-16 
U15G-14 
U15G-12 
U15G- 9 
U15G- 7 
U15G- 5 



2FP9 
HCH3 
HA50 
FHUH 
FCU2 

Pulsing probe ) 
Pulsing probe } 



} There are two IC 
} Signal Paths available 
) for this test. Follow the 
} paths in the order given: 
) 

U15G, U13J, UllJ 
t hen 



U15G- 3 Pulsing probe } U15I, U17B, U17I 
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Table 4-5. Troubleshooting Smart Interface Test #/ Diagnostic Failures (Cont'd) 



Status Word Test Troubleshooting Guide: 
Diagnost ic 



Failure KEY Signature IC Signal 


Path 




SA Table 


Fail N/A U16G, U13J, 

t hen 
U17G 


UllJ 




4-10 
4-11 


Master Reset Test Troubleshooting Guide: 








Diagnost ic 

Failure KEY Signature IC Signal 


Path 




SA Table 


Fail N/A U15G, U15I, 

U13J, UllJ, 
U15E, U17E, 


U15J, 
U16G, 
U16I 


U17J, 
U16E, 


4-10 


Stimulus Break Test Troubleshooting Guide: 








Diagnostic KEY Signature 

Failure (use SA Setup D) IC Signal 


Path 




SA Table 



Fail U17E- 7 46A3 U17E, UllJ 4-11 



Stimulus Disable Test Troubleshooting Guide: 
Diagnostic KEY Signature 

Failure (use SA Setup D) IC Signal Path SA Table 



Fail U17E- 7 46A3 U17E , U16I, U17I, U17B 4-11 



Halt Break Test Troubleshooting Guide: 

Diagnostic KEY Signature 

Failure (use SA Setup D) IC Signal Path SA Table 



Fail U17E- 9 44C7 U17E , U15E, UIOJ, UllJ 4-11 

t hen 

U13J 4-10 
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Table 4-5. Troubleshooting Smart Interface Test #/ Diagnostic Failures (Cont'd) 



Halt Disable Test Troubleshooting Guide: 



Diagnost ic 
Failure 



KEY Signature 
(use SA Setup D) 



IC Signal Path 



SA Table 



Fail 



U17E- 9 44C7 



U17E, U15E, UIOJ, U16I, 
U17I, U17B, U13J, UllJ 
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ADDITIONAL INFORMATION. 



NOTE 



Any data referred to in text is NEGATIVE TRUE, i.e. those 
bits are inverted in hardware. All signal levels referred to 
in CONTROL paths are the actual hardware levels. 



READING PREPROCESSOR ID OVER SMART INTERFACE: With the State Control board selected, a 
read from address 6000H reads the EBPP ID code over the Preprocessor Interface Bus (PPIB, clock cable to 
State Analyzer). The CONTROL path is a low -true pulse on LWID: State Analyzer, PPIB, UllJ, U13J, 
and U12J. ADDRESS path not applicable. The DATA path is: U12J, PPIB, State Analyzer, and System 
Bus. 

WRITE TO THE PROCESSOR ID REGISTER: The Processor ID Register is set by writing to address 
4300H. The CONTROL path for the write is a low-true pulse on LWEMID: U17C, U15J, U17B, and 
Ul 51. The DATA path for the write is: System Bus, Ul 71, Ul 51, Ul 5G, PPIB, and State Analyzer. 

READ THE PROCESSOR ID OVER THE SMART INTERFACE: With the State Control board selected, a 
read from address 6002H reads the processor ID register over the PPIB. CONTROL path is a low-true 
pulse on LWED: State Analyzer, PPIB, Ul IJ, Ul 3J, and Ul 5G. The ADDRESS path is not applicable. 
The DATA path is: Ul 51, Ul 5G, PPIB, State Analyzer, and System Bus. 

READING STATUS OVER SMART INTERFACE: With the State Control board selected, a read from 
address 600 IH reads the EBPP status register over the PPIB. CONTROL path is a low-true pulse on 
LWPS: State analyzer, PPIB, UllJ, U13J, and U16G. The ADDRESS path is not applicable. The DATA 
path is: Ul 6G, PPIB, State Analyzer, and System Bus. 

ASSERT MASTER RESET OVER SMART INTERFACE: With the State Control board selected, a write 
to address 6003H resets EBPP breaks. Control Word Register, Processor ID Register, and host address latch 
over the PPIB. The CONTROL path is a low -true pulse on LIMRST: State Analyzer, PPIB, UllJ, U13J, 
U17J, and Ul 5J. The ADDRESS path is not applicable. The DATA path is not applicable. 

ASSERT PREPROCESSOR CLEAR OVER SMART INTERFACE: With the State Control board selected, 
a write to address 6000H sends a preprocessor clear pulse to the EBPP, over the PPIB, to qualify the State 
Analyzer loading of the Halt line hardware on the EBPP. The CONTROL path is a low-true pulse on 
LWHQCLK: State Analyzer, PPIB, Ul IJ, Ul 3J, and Ul 5E. The ADDRESS path is not applicable. The 
DATA path is not applicable. 
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B) CLOCK / DATA CHANNEL VERIFICATION TEST # 2 



Emulation Bus Preprocessor Interface Test #2 display: The following is displayed for 
16 bit State Analysis configurations using 60 channels of State Acquisition. 



10 MHz State Test: Preprocessor Pass Tested: 1 Failed: 0 

Preproc: Emulation Bus Preprocessor Location: Slot #6 

Test 2: Clock / Data Channel Verification 



Diagnostics Test Description 

Pass Clock Channel 0 

Pass Preprocessor Data Channels [ Pods 1,2,3 ] 

N/A External Data Channels 

Slot 19 Channels 0 19 Channels 0 



9 Pod 1: 00000000000000000000 

8 Pod 2: 00000000000000000000 Pod 3: 00000000000000000000 



Emulation Bus Preprocessor Interface Test #2 display: The following is displayed for 8 
bit State Analysis configurations using 40 channels of State Acquisition. 



10 MHz State Test: Preprocessor Pass Tested: 1 Failed: 0 

Preproc: Emulation Bus Preprocessor Location: Slot #6 

Test 2: Clock / Data Channel Verification 



Diagnostics Test Description 

Pass Clock Channel 0 

Pass Preprocessor Data Channels [ Pods 1,2 ] 

N/A External Data Channels 

Slot 19 Channels 0 19 Channels 0 



8 Pod 1: 00000000000000000000 Pod 2: 00000000000000000000 
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B) CLOCK / DATA CHANNEL VERIFICATION TEST # 2 (Cont'd) 



1) CLOCK CHANNEL O TEST. 

PURPOSE: To determine that the second stage of the Timing and Break Strobe Generator can create 
clocks for the State Analyzer. 

PROCEDURE: After the data has been clocked into the State Analyzer for the Preprocessor Data 
Channels test, the State Control board is selected and the current value of the State Counter is 
read. 

RESULTS: Test fails if the number of clocks received by the State Analyzer (current value of the 
State Counter) was not equal to the 21 clock pulses from Ul IH. 

FAILURE: If a failure occurred refer to table 4-6 for information about troubleshooting a Clock 
Channel 0 test problem. 



2) PREPROCESSOR DATA CHANNELS TEST. 

PURPOSE: To test the Data Multiplexors and TTL-to-ECL translators (UIOJ, U8H, U8F thru Ul IF, 
U2D, U3D, and U6D thru U15D). 

PROCEDURE: Call routines to initialize and run the State analyzer. Slot select the EBPP. Read the 
Write Status Buffer and reset breaks. Write OOH to the Control Word Register. Clock a "0" to 
the State Analyzer. Write OlFH to the Control Word Register. Clock a "0" to the State 
Analyzer. Write a 02FH to the Control Word Register. Clock a "0" to the State Analyzer. 
Clock a "walking I's" ( a "1" in bit 0, then bit 1,...) pattern into the State Analyzer, clocking in 
each data pattern twice, once after writing OFH to the Control Word Register and again after 
writing 03FH to the Control Word Register. Write OFH to the Control Word Register and 
clock OFFH into the State Analyzer. Write 03FH to the Control Word Register and clock 
OFFH into the State Analyzer. Stop the State Analyzer and compare trace data with the data 
that was sent. 

RESULTS: Bits are set in the pod diagnostics in each bit where incorrect data was received by the 
State Analyzer. Any bit set in the diagnostic will cause the test to fail. 

FAILURE: If a failure occurred refer to table 4-6 for information about troubleshooting a 
Preprocessor Data Channels test problem. 
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B) CLOCK / DATA CHANNEL VERIFICATION TEST # 2 (Cont'd) 



3) EXTERNAL DATA CHANNELS. 

PURPOSE: To test the threshold functionality of any General Purpose Probe(s) connected to extra 
channels of the State Analyzer. This test has NOTHING to do with the Emulation Bus 
Preprocessor test. The test will fail if any State Analyzer data channels not used by the 
64304 A are not connected to a General Purpose Probe. 

PROCEDURE: The General Purpose Probe thresholds are set in the maximum positive position. The 
State Analyzer then executes a trace and one analyzer PV strobe is sent to clock in the data. 
Probe thresholds are then set in the maximum negative position and another PV strobe is sent. 
The State Analyzer is stopped and the trace data is read. 

RESULTS: Diagnostic bits are set for any EXTERNAL channel bit that did not toggle and the test 
will fail when a bit is set. 

FAILURE: If a bit is set in the diagnostic refer to the service manual for that General Purpose Probe. 
The mainframe slot number of the State Acquisition board that the failing G. P. Probe is 
connected to is displayed under "Slot". 
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Table 4-6. Troubleshooting Clock/ Data Channel Test #2 Diagnostic Failures 



IMPORTANT INFORMATION. 

This table is meant as an aid to the service person to quickly troubleshoot a Clock/Data Channel 
verification test # 2 failure. This involves taking KEY signatures to verify improper operation of the 
circuit group that would cause each diagnostic failure. If the KEY signature node for a certain diagnostic 
is bad then that signal path is bad. The IC signal path(s) is given next to each KEY signature(s) along with 
the signature loop table(s) that pertain to the signal path ICs. If the KEY signature is good then it can be 
assumed that signal path to that point is good. 

For general information about the circuit operation of the Clock/Data Channel test see the Additional 
Information section of this table. For theory of operation and schematics see Section VIII (Service) of this 
manual. 



TROUBLESHOOTING. 
SA Setup E: 
CLOCK - negative edge, 
START - positive edge, 

STOP - negative edge, 

VH = 2C34 



TTL, located on TPl of 

TTL, located on TP2 of 

located on TPS of 

TTL, located on TP2 of 

located on TPS of 



EBPP. 

64100A I/O board. 

64110A CPU I/O board. 

64100A I/O board. 

64110A CPU I/O board. 



Clock Channel O Test Troubleshooting Guide: 
Diagnostic KEY Signature 

Failure (use SA Setup E) IC Signal Path SA Table 

Fail UllH-7 TOTLZ=0021 ECL UllH, U9H, U9J, U17B 4-12 
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Table 4-6. Troubleshooting Clock/Data Channel Test #2 Diagnostic Failures 



Preprocessor Data Channels Test Troubleshooting Guide PART 1 of 2: 

Diagnostic KEY Signature 

Failure (use SA Setup E) IC Signal Path SA Table 



If a pod is not Pod 1: U17G-11 low J6 , U17G 4-12 

not recognized Pod 2: U17G-15 low J5 , U17G 4-12 

all data Pod 3: U17G-13 low J4 , U17G 4-12 
channels fail 
"[Pods X, X]". 



Preprocessor Data Channels Test Troubleshooting Guide PART 2 of 2: 



Diagnostic KEY Signature 
Failure (use SA Setup E) 



A "1" set in N/A 
diagnost ic 
for a bad 
channel ( s ) . 



IC Signal Path SA Table 



U2D-U15D, U8F-U11F 4-12 
U8H, UIOJ, U2J, U3H-U7H, 
U17A. U8J, U17B, U16I, U17I 



ADDITIONAL INFORMATION. 



CLOCKING DATA TO THE ANALYZER: Data is strobed to the State analyzer by writing to address 
47xxH, where xx signifies the byte pattern of data sent to the State Analyzer. The byte pattern is 
generated across each byte of the 48 channels sent to the State Analyzer, except for the high data byte 
which is inverted. Again, xx is only meaningful in the LOAD mode, CW7 high. The CONTROL path for 
the write is a low-true pulse on LPVSTB to HCKO and LCKO: U17C, U17B, U9J, U9H, Ul IH, PPIB, State 
Analyzer. The ADDRESS path for the write in LLOAD mode is: System Bus, U17A, U2J and U3H thru 
U7H, U8F thru UllF, U2D thru Ul 5D, PPIB, State Analyzer. The DATA path is not applicable. 
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4-11. PART III. EMULATION ANALYSIS PV MODULE. 

Entering the Emulation Analysis PV Module: 

Use the following procedure to access the Emulation Analysis PV Module: 

a. Refer to the procedure for accessing Option Test at the beginning of this section. 

b. Enter the Slot # of either the Emulator or the General Purpose Control board. 

c. Press RETURN. A "Select analysis board for test:" message should be displayed. 

d. Input the <slot #> of the Emulation Preprocessor, note that the ID # is (lAOOH). Press RETURN> 
The previous procedure should result in the following PV module being displayed: 




XXXXXX Emulator Performance Verification 



xxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxx 
xxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxx 



Test 



« Fail 



» Test 



Control board 



0 



0 



Pod register 



0 



0 



Pod functionality 



0 



0 



Analysis 



0 



0 



f . Press the <cycle> softkey to verify that the Emulator will pass PV. 



NOTE 



ONLY the "Analysis" test in the Emulator PV Module is of 
concern for verifying the operation of the Emulation Bus 
Preprocessor. However, it is most likely that the "Analysis" 



test will fail if any of the other Emulator PV tests fail. 



The remainder of this procedure is on the following page. 
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PART III. EMULATION ANALYSIS PV MODULE (Cont'd). 



f. If only the "Analysis" test fails press the <cycle> softkey to stop testing. Press the <next test> 

softkey until the inverse video bar covers the "Analysis" test. Press the <disp test> softkey and the 

following PV module should be displayed. 

The Analysis Test display with preprocessor selected. 



XXXXXX Emulation System Performance Verification 

xxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxx 
xxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxxx 

Analysis Test - Emulation Bus Preprocessor 

Diagnostics (Cumulative) # Fail # Test 
Analysis Control Control : 000(000) 0 0 

Address Field Address : 000(000) 0 

Data Field Data : 00(00) 0 

Status Field 0 



The reminder of the documentation for the Emulation Analysis PV Module examines each of the tests 
displayed above. 
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1) ANALYSIS CONTROL TEST. 

PURPOSE: To test the EBPP emulation break and break control logic (UID, and CWO of U16I), and 
the first stage of the Timing and Break Strobe Generator (U8J, U9J, U9H, UllH, R12, R7, 
C29, RP32, and RP33). 

PROCEDURE: Slot select the EBPP. Write a OCFH to the Control Word Register. Reset breaks. Call 
routines to configure, load and run the Emulator. Slot select the EBPP. Write a OCEH to the 
Control Word Register. Set breaks. Call routine to read emulator status. Slot select the EBPP. 
Write OCFH to the Control Word Register. Reset breaks. Call routine to configure, load and 
run the Emulator. Slot Select the EBPP. Set breaks. Call a routine to read emulator status. 
Slot select the EBPP. Write a OFH to the Control Word Register. Load Pattern RAM with a 
don't care pattern (this will make the pattern out always true). Write a OCFH to the Control 
Word Register and reset breaks. Call routines to configure, load and run the Emulator. Slot 
select the EBPP. Write OCCH to the Control Word Register. Call a routine to read emulator 
status. Slot select the EBPP. Write 08FH to the Control Word Register and reset breaks. Call 
routines to configure, load and run the Emulator. Slot select the EBPP. Write 08CH to the 
Control Word Register. Call routine to read emulator status. 

RESULTS: Upper diagnostic bit is set if no break is received by the emulator (U16I, and UID). 

Middle bit is set if break can't be disabled (U16I, and UID). Lower bit is set if pattern break 
could not be clocked by the emulator (timing strobe LANAL U8J, U9J, U9H, Ul IH, R12, R7, 
C29, RP32, and RP33), or if pattern break could not be disabled (U16I, and U9J). Test fails if 
any bit is set in the diagnostics. 



Diagnost ic 

Equals Indicates 



Control : 000(000) No failures 

100( 100) No break from the EBPP was received by the 

emulat 0 r . 

010(010) Break could not be disabled. 

001(001) Pattern break could not be clocked by the 

emulator or disabled by the host processor. 
If the Address, Data, Status Field tests 
fail then a pattern break could not be 
clocked by the emulator or vice versa. 



The failures in parenthesis are the cumlative failures for that test. 



FAILURE: If a failure occurred refer to table 4-7 for information about troubleshooting an Analysis 
Control test problem. 
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2) ADDRESS, DATA. STATUS FIELD TEST 

PURPOSE: To test the Address, Data, and Status field input latches on the emulation bus. 

PROCEDURE: Slot select the EBPP. Write OFH to the Control Word Register and reset breaks. Call 
routines to configure, load and run the Emulator. Slot select the EBPP. Read emulator cycle 
data. If new bits are tested by this cycle, write OFH to the Control Word Register and then 
load pattern RAM with cycle data using don't cares for a byte if entire byte not defined. Reset 
breaks and write OCDH to the Control Word Register. Read status, delay for 1 msec or until a 
pattern break occurs. If pattern break doesn't occur, then load RAM with don't care patterns 
(looking for the faulty latch) until the pattern break occurs. Repeat until all cycles have been 
checked. 

RESULTS: Set bits in the diagnostics corresponding to the latches that did not pass correct data; 
upper, middle and lower byte Emulation Address latches (U5J, U6J, and U7J), upper and lower 
byte Emulation Data latches (U3J, and U4J), and Emulation Status byte latch (UIH). Test fails 
if associated diagnostic bit is set. 



Diagnostic 

Equals Indicates 



Address: 000(000) No failures 

100(100) Emulation Address Latch U5J wrote bad data. 

010(010) Emulation Address Latch U6J wrote bad data. 

001(001) Emulation Address Latch U7J wrote bad data. 

Data: 00(00) No failures 

10(10) Emulation Data Latch U3J wrote bad data. 

01(01) Emulation Data Latch U4J wrote bad data. 

Status : 0 No failure 

1 Emulation Status Latch UIH wrote bad data. 



FAILURE: If a failure occurred refer to table 4-7 for information about troubleshooting a Address, 
Data, Status Field test problem. 
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Table 4-7. Troubleshooting Analysis Test Diagnostic Failures 



IMPORTANT INFORMATION. 

This table is meant as an aid to the service person to quickly troubleshoot a Analysis test failure. The IC 
signal path is given next to each KEY node. If the KEY node is good then it can be assumed that signal 
path to that point is good. 

For theory of operation of the circuitry that is tested by the Analysis test see Section VIII (Service) of this 
manual. 



TROUBLESHOOTING. 

Analysis Control Test Troubleshooting Guide: 
Diagnost ic 

Failure KEY Node IC Signal Path SA Table 

100 UlD-3 Pulsing probe UID, U16I 

010 UlD-1 Pulsing probe UID, U16I 

001 TP2 See PBRKSTB Timing procedure below. 

a. Trigger the oscilloscope on the rising edge of U8J-12 (LANAL). 

b. Measure the following typical timing relationships between LANAL, TP2 (PBRKSTB) 
and UlD-3 (LBRK) 



U8J-12 LANAL 



TP2 PBRKSTB 



UlD-3 LBRK 



35.40 nS 



1 J 



90 nS - 
110 nS 



c. If the above timing relationships are not occurring note that the following 
nodes are pulsing (follow the node order given): 

U8J-12, 13, U9J-4 ECL, U9H-2 ECL, UllH-15 ECL, U9H-14 ECL, 
UllJ-13 (TP2), U15E-6, UlD-3 
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Table 4-7. Troubleshooting Analysis Test Diagnostic Failures (Cont'd) 



NOTE: The data on the Emulation Bus changes with the Emulator Controller being used. Therefore, 
accurate SA signatures on the outputs of the Emulation Bus Latches, of the EBPP, are not available. Use 
the following troubleshooting guides instead. 

Address Field Test Troubleshooting Guide: 

Diagnostic Failure Troubleshooting Guide 

100 Swap U5J with U6J. If the diagnostic failure followed U5J 

replace U5J. If the same diagnostic failure occurs 
troubleshoot the data and control paths to and from U5J. 

010 Swap U6J with U5J. If the diagnostic failure followed U6J 

replace U6J. If the same diagnostic failure occurs 
troubleshoot the data and control paths to and from U6J. 

001 Swap U7J with U6J. If the diagnostic failure followed LI7J 

replace U7J. If the same diagnostic failure occurs 
troubleshoot the data and control paths to and from U7J. 



Data Field Test Troubleshooting Guide: 

Diagnostic Failure Troubleshooting Guide 

10 Swap U3J with U4J. If the diagnostic failure followed U3J 

replace U3J. If the same diagnostic failure occurs 
troubleshoot the data and control paths to and from U3J. 

01 Swap U4J with U3J. If the diagnostic failure followed U4J 

replace U4J. If the same diagnostic failure occurs 
troubleshoot the data and control paths to and from U4J. 



Status Field Test Troubleshooting Guide: 

Diagnostic Failure Troubleshooting Guide 

1 Swap UIH with U4J. If the diagnostic failure followed UIH 

replace UIH. If the same diagnostic failure occurs 
troubleshoot the data and control paths to and from UIH. 
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4-12. TROUBLESHOOTING USING SIGNATURE ANALYSIS (SA). 



The 64304A has been designed to use signature anlysis for troubleshooting to component level. Signature 
analysis is a technique that enables the signature analyzer to display a compressed, four digit "fingerprint" 
or signature of the data stream at a given node. Any fault associated with a device on that node will force 
a change in the data stream and, therefore, result in an erroneous signature. 

The troubleshooting consists of connecting the signature analyzer and tracing signatures back through 
gates and memory elements until a part with correct inputs and faulty outputs is isolated. Signatures are 
determined good or bad by comparison to the good signatures given in this section. 



KEY SIGNATURES (+). 



While using SA on the 64 304 A some of the loops may contain key signatures. The use of the key 
signatures will reduce troubleshooting time considerably. A key signature is indicated with a "+" next to 
the node on the SA table. The key signatures should be checked before doing all of a given loop. If all of 
the key signatures are good then the rest of the signatures in that loop are good. 



SIGNATURE KEY. 



VH = Setup verification signature taken on +5 volts, 
high = A VH signature without a blinking probe, 
low = A constant low signal without a blinking probe. 

ECL = When this label is next to a signature "DATA THRESHOLD" of the signature analyzer must be set 
to "ECL". All others are TTL. 

TOTLZ= When a totalize signature is given in an SA loop it indicates that the "TOTLZ" key on the 
signature analyzer should be pressed and the node sampled again. 

Pulsing=While the signature for this node may not be valid, logic activity can be detected by observing if 
the logic probe light is pulsing. 



NOTE 

The VH signature WILL NOT be valid until the PV test is executing. 
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Table 4-8. Signature Analysis Loop A 



TEST: Break Control Test of the EBPP PV Module. 
SA SETUP: 
NORM MODE 

CLOCK - negative edge, TTL, located on TPl of EBPP. 

START - positive edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

STOP - negative edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64H0A CPU I/O board. 

-•- = key signature 
VH X 007U 



u 


15E- 


6 


0073 


U 


17C- 


10 


007U 


u 


15E- 


7 


OOOF 


U 


17C- 


13 


0015 


u 


15J- 


1 


0015 


U 


17E- 


7 


0073 


u 


15J- 


2 


006A 


U 


17E- 


9 


0073 


u 


ISJ- 


6 


0000 










u 


15J- 


10 


005H 


U 


17G- 


1 


0000 










U 


17G- 


2 


OOOF 


u 


16E- 


6 


OOOF 


U 


17G- 


4 


OOOF 


u 


16E- 


12 


OOOF 


U 


17G- 


6 


OOOF 










U 


17G- 


14 


002P 


u 


16J- 


1 


006A 


U 


17G- 


16 


002P 


u 


16J- 


5 


007C + 


U 


17G- 


18 


002P 


u 


16J- 


15 


0073 


U 


17G- 


19 


006A 


u 


16J- 


19 


006A 


















U 


171- 


1 


low 


u 


17B- 


1 


007U 


U 


171- 


3 


002P 


u 


17B- 


2 


0037 


U 


171- 


5 


002P 


u 


17B- 


3 


0077 


U 


171- 


7 


002P 


u 


17B- 


4 


0000 


U 


171- 


9 


002A 


u 


17B- 


5 


0000 


U 


171- 


12 


006A 


u 


17B- 


6 


006A 


U 


171- 


14 


006A 


u 


17B- 


7 


005H 


U 


171- 


16 


006A 


u 


17B- 


9 


high 


U 


171- 


18 


006A 


u 


17B- 


10 


high 


U 


171- 


19 


low 


u 


17B- 


11 


high 










u 


17B- 


12 


high 


U 


17J- 


3 


006A 


u 


17B- 


13 


high 


U 


17J- 


4 


high 


u 


17B- 


14 


0077 


U 


17J- 


5 


high 


u 


17B- 


15 


high 


U 


17J- 


6 


low 










u 


17J- 


8 


0022 
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Table 4-9. Signature Analysis Loop B 

TEST: Pattern Recognition Test of the EBPP PV Module. 

SA SETUP: 
NORM MODE 

CLOCK - negative edge, TTL, located on TPl of EBPP. 

START - positive edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

STOP - negative edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

+ = key signature 
VH = HHU6 



u 


2F- 6 


4U2F 


U 


5F- 6 


3ASF 


u 


2H- 9 


1UP8 


U 


5H- 3 


4C12 








U 


SH- 5 


6A7C 


u 


2J- 3 


4C12 


U 


5H- 7 


SCHl 


u 


2J- 5 


6A7C 


U 


SH- 9 


P320 


u 


2J- 7 


SCHl 


U 


SH-12 


P380 


u 


23- 9 


P320 


U 


5H-14 


C91F 


u 


2J-12 


P380 


U 


5H-16 


UF02 


u 


2J-14 


C91F 


U 


5H-18 


F437 


u 


2J-16 


UF02 








u 


2J-18 


F437 


U 


6F- 6 


P456 


u 


3F- 6 


288H 


U 


6H- 3 


4C12 








U 


6H- S 


6A7C 


u 


3H- 3 


A3C5 


U 


6H- 7 


SCHl 


u 


3H- 5 


82HF 


U 


6H- 9 


P320 


u 


3H- 7 


C376 


U 


6H-12 


P380 


u 


3H- 9 


0C87 


U 


6H-14 


C91F 


u 


3H-12 


0C27 


U 


6H-16 


UF02 


u 


3H-14 


SlCC 


U 


6H-18 


F437 


u 


3H-16 


14AS 








u 


3H-18 


2F90 


U 


7F- 6 


C023 


u 


4F- 6 


28A7 


U 


7H- 3 


4C12 








U 


7H- 5 


6A7C 


u 


4H- 3 


4C12 


u 


7H- 7 


SCHl 


u 


4H- 5 


6A7C 


u 


7H- 9 


P320 


u 


4H- 7 


SCHl 


u 


7H-12 


P380 


u 


4H- 9 


P320 


u 


7H-14 


C91F 


u 


4H-12 


P380 


u 


7H-16 


UF02 


u 


4H-14 


C91F 


u 


7H-18 


F437 


u 


4H-16 


UF02 








u 


4H-18 


F437 


u 


8J- 1 


3551 
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Table 4-9. Signature Analysis Loop B (Cont'd) 
TEST: Pattern Recognition Test of tlie EBPP PV Module. 



u 


9J- 1 


low 


U 


17B- 


1 


AP26 








U 


17B- 


2 


7UAH 


u 


9H-14 


0000 ECL 


U 


17B- 


3 


P568 


u 


9H-14 


TOTLZ=0003 


U 


17B- 


4 


HHU6 








U 


17B- 


5 


0000 


u 


9J-12 


389P ECL 


U 


17B- 


6 


9828 


u 


9J-12 


TOTLZ=0003 


U 


17B- 


7 


AFFC 








U 


17B- 


9 


9608 


u 


IIH- 3 


0000 ECL 


U 


17B- 


10 


4733 


u 


IIH- 3 


TOTLZ=0003 


U 


17B- 


11 


HHU6 


u 


IIH- 7 


0000 ECL 


U 


17B- 


14 


HHU6 


u 


IIH- 7 


TOTLZ=0003 


U 


17B- 


15 


P568 








U 


17B- 


15 


TOTLi 


u 


llJ-13 


HHU6 










u 


llJ-13 


TOTLZ=0003 


U 


17G- 


1 


9828 








u 


17G- 


14 


4979 


u 


15E- 6 


1U55 


U 


17G- 


16 


78P4 


u 


15E- 7 


F2A3 


U 


17G- 


18 


FOHH 








U 


17G- 


19 


9828 


u 


161- 1 


high 










u 


161- 2 


high 


U 


171- 


3 


FOHH 


u 


161- 5 


CFPH 


U 


171- 


5 


78P4 


u 


161- 6 


high 


U 


171- 


7 


4979 


u 


161- 9 


high 


u 


171- 


9 


H0P4 


u 


161-12 


high 


u 


171- 


12 


F2CU 


u 


161-15 


high 


u 


171- 


14 


76PU 


u 


161-16 


high 


u 


171- 


16 


9828 


u 


161-19 


P8A7 


u 


171- 


18 


H4PC 


u 


16J- 5 


HHU6 










u 


16J- 7 


692F 










u 


16J- 9 


7143 










u 


16J-12 


6259 










u 


16J-14 


6392 










u 


16J-16 


CH98 










u 


16J-18 


P9PH 










u 


17A- 1 


high 










u 


17A- 2 


F437 










u 


17A- 5 


HA63 










u 


17A- 6 


C91F 










u 


17A- 9 


F5P1 










u 


17A-12 


P320 










u 


17A-15 


5CH1 










u 


17A-16 


6A7C 










u 


17A-19 


4C12 
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Table 4-10. Signature Analysis Loop C 



TEST: Smart Interface Test #1 of the State Controller PV Module. 



SA Setup C: 

CLOCK - negative edge, TTL, located on UllJ-12 of EBPP. 



START - positive edge, 
STOP - negative edge. 



TTL, located on TP2 of 

located on TP5 of 

TTL, located on TP2 of 

located on TPS of 



64100A I/O board. 
64110A CPU I/O board. 

64100A I/O board. 
64110A CPU I/O board. 



+ = key signature 
VH = 399F 



u 


IIJ- 


2 


Pulsing 


ECL 


u 


IIJ- 


3 


Pulsing 


ECL 


II 


117- 
1 1 u 


A 
** 


Puis ing 




u 


ilJ- 


4 


T0TLZ=0002 


u 


IIJ- 


5 


Pulsing 




u 


IIJ- 


5 


T0TLZ=0005 


u 


IIJ- 


6 


Puis ing 


ECL 


u 


IIJ- 


7 


Pulsing 


ECL 


u 


IIJ- 


10 


Pulsing 


ECL 


u 


IIJ- 


11 


Puis ing 


ECL 


u 


IIJ- 


12 


Pulsing 




u 


12J- 


16 


1851 




u 


12J- 


18 


2FP9 




u 


13J- 


1 


4F07 




u 


13J- 


2 


80 PA 




u 


13J- 


3 


3C16 




u 


13J- 


7 


FP67 




u 


13J- 


9 


4P92 




u 


13J- 


10 


827U 




u 


13J- 


12 


3983 




u 


13J- 


15 


3C09 




u 


15E- 


5 


3C09 




u 


15E- 


6 


281F 




u 


15E- 


7 


1180 




u 


15G- 


3 


Pulsing 


+ 


u 


15G- 


5 


Pulsing 


+ 


u 


15G- 


7 


F7PF + 




u 


15G- 


9 


FCU2 + 




u 


15G- 


12 


FHUH + 




u 


15G- 


14 


HA50 + 




u 


15G- 


16 


HCH3 + 




u 


15G- 


18 


2FP9 + 





11 


1 >; T- 


c 


028A 






U 


15J- 


6 


3C09 






u 


15J- 


10 


3C09 






u 


16E- 


6 


1180 






II 
u 


1 RF - 


1 "> 


1180 






u 


16G- 


3 


Pulsing 


+ 


u 


16G- 


5 


Pulsing 


+ 


u 


16G- 


7 


Pulsing 


+ 


u 


16G- 


9 


FCU2 


+ 




u 


16G- 


12 


FHUH 


+ 




u 


16G- 


14 


HA50 


+ 




u 


16G- 


16 


HCH3 


+ 




u 


16G- 


18 


2FP9 


+ 




u 


161- 


1 


3C09 






u 


161- 


2 


low 






u 


161- 


5 


low 






u 


161- 


6 


F057 






u 


161- 


9 


0018 






u 


161- 


12 


F565 






u 


161- 


15 


F565 






u 


161- 


16 


F565 






u 


161- 


19 


F565 






u 


17E- 


1 


3C09 






u 


17E- 


7 


281F 






u 


17E- 


9 


281F 






u 


17E- 


15 


3C09 






u 


17J- 


3 


399F 






u 


17J- 


5 


high 






u 


17J- 


6 


0000 






u 


17J- 


8 


0295 
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Table 4-11. Signature Analysis Loop D 
TEST: Smart interface Test #1 of the State Controller PV Module. 
SA Setup D: 

CLOCK - negative edge, TTL, located on TPl of EBPP. 

START - positive edge, TTL, located on TP2 of 64100A I/O board. 

located on TP5 of 64110A CPU I/O board. 

STOP - negative edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

+ = key signature 
VH - 99FA 



u 


lOJ- 


4 


A069 




U 


17E- 


1 


09A3 


u 


lOJ- 


5 


4407 




U 


17E- 


2 


07FF 


u 


lOJ- 


6 


8APU 




U 


17E- 


3 


07FF 












U 


17E- 


4 


0000 


u 


IIJ- 


2 


Pulsing 


ECL 


u 


17E- 


5 


0000 


u 


IIJ- 


3 


Pulsing 


ECL 


U 


17E- 


7 


46A3 + 


u 


IIJ- 


4 


Pulsing 




U 


17E- 


9 


44C7 + 


u 


IIJ- 


5 


Pulsing 




U 


17E- 


11 


160U 


u 


IIJ- 


6 


Pulsing 


ECL 


U 


17E- 


12 


O0U8 


u 


IIJ- 


7 


Pulsing 


ECL 


U 


17E- 


13 


high 












U 


17E- 


14 


0000 


u 


15E- 


10 


0000 




U 


17E- 


15 


09A3 



U 15E-11 high 



u 


15E-12 


99FA 


U 


17G- 1 


FP74 


u 


15E-13 


00U8 


U 


17G- 2 


HU78 


u 


15E-14 


00U8 


U 


17G- 4 


HH6F 


u 


15E-15 


8APU 


U 


17G- 6 


HU78 








U 


17G- 8 


low 


u 


16E- 6 


HU78 


U 


17G-11 


low 


u 


16E-12 


HU78 


U 


17G-13 


low 








U 


17G-15 


low 


u 


161- 1 


99FA 


U 


17G-19 


FP74 


u 


161- 6 


A069 








u 


161- 9 


07FF 


U 


171- 1 


low 


u 


161-11 


HC3C 


U 


171- 7 


1UC2 








U 


171- 9 


962H 


u 


17B- 1 


0AP3 


U 


171-19 


low 


u 


17B- 2 


F7H7 








u 


178- 3 


160U 








u 


178- 4 


0000 








u 


17B- 5 


0000 








u 


17B- 6 


FP74 








u 


17B- 7 


09A3 








u 


17B- 9 


high 








u 


17B-10 


HC3C 








u 


17B-11 


0AP3 








u 


17B-14 


160U 








u 


17B-15 


high 
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Table 4-12. Signature Analysis Loop E 



TEST: Clock/Data Channel Test #2 of the State Controller PV Module. 
SA Setup E: 

CLOCK - negative edge, TTL, located on TPl of EBPP. 

START - positive edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

STOP - negative edge, TTL, located on TP2 of 64100A I/O board. 

located on TPS of 64110A CPU I/O board. 

* = key signature 
VH = 2C34 



u 


2D- 1 


2H72 


ECL 


U 


4H- 3 


2C61 


u 


2D- 2 


4U0H 


ECL 


U 


4H- 5 


2P39 


u 


2D- 3 


0646 


ECL 


U 


4H- 7 


7CCH 


u 


2D- 4 


6439 


ECL 


U 


4H- 9 


23U1 


u 


2D-12 


F061 


ECL 


U 


4H-12 


A737 


u 


2D-13 


8F03 


ECL 


U 


4H-14 


PCSS 


u 


2D-14 


A737 


ECL 


U 


4H-16 


2H72 


u 


2D-15 


PCSS 


ECL 


U 


4H-18 


4U0H 


u 


2J- 3 


2C61 




U 


5H- 3 


2C61 


u 


2J- S 


2P39 




U 


5H- 5 


2P39 


u 


2J- 7 


7CCH 




U 


5H- 7 


7CCH 


u 


2J- 9 


23U1 




U 


5H- 9 


23U1 


u 


2J-12 


A737 




U 


SH-12 


A737 


u 


2J-14 


PCSS 




U 


5H-14 


PCSS 


u 


2J-16 


2H72 




U 


5H-16 


2H72 


u 


2J-18 


4U0H 




U 


5H-18 


4U0H 



U 


3D- 1 


7CCH 


ECL 


U 


6D- 1 


7CCH 


ECL 


u 


3D- 2 


23U1 


ECL 


U 


6D- 2 


23U1 


ECL 


u 


3D- 3 


S089 


ECL 


U 


6D- 3 


5089 


ECL 


u 


3D- 4 


08FS 


ECL 


U 


6D- 4 


08F5 


ECL 


u 


3D-12 


050H 


ECL 


U 


6D-12 


OSOH 


ECL 


u 


3D-13 


0055 


ECL 


U 


6D-13 


0055 


ECL 


u 


3D-14 


2C61 


ECL 


U 


6D-14 


2C61 


ECL 


u 


3D-1S 


2P39 


ECL 


U 


6D-1S 


2P39 


ECL 


u 


3H- 3 


O0S5 




U 


6H- 3 


2061 




u 


3H- S 


050H 




U 


6H- 5 


2P39 




u 


3H- 7 


5089 




U 


6H- 7 


7CCH 




u 


3H- 9 


08F5 




U 


6H- 9 


23U1 




u 


3H-12 


8F03 




U 


6H-12 


A737 




u 


3H-14 


F061 




U 


6H-14 


PCSS 




u 


3H-16 


0646 




U 


6H-16 


2H72 




u 


3H-18 


6439 




U 


6H-18 


4U0H 
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Table 4-12. Signature Analysis Loop E (Cont'd) 
TEST: Clock/Data Channel Test #2 of the State Controller PV Module. 



u 


7D- 1 


49U0 


ECL 


U 


9H-12 


0000 


ECL 




u 


7D- 2 


2F8U 


ECL 


u 


9H-12 


TOTLZ 


=0021 


ECL 


u 


7D- 3 


65F4 


ECL 


u 


9H-14 


0000 


ECL 




u 


7D- 4 


07CC 


ECL 


u 


9H-14 


TOTLZ 


=0021 


ECL 


u 


7D-12 


A3P3 


ECL 


u 


9H-15 


2C34 


ECL 




u 


7D-13 


PU81 


ECL 












u 


7D-14 


F4C5 


ECL 


u 


9J-10 


P816 






u 


7D-15 


88H7 


ECL 


u 


9J-10 


TOTLZ 


= 0021 












u 


9J-12 


F322 


ECL 




u 


7H- 3 


2C61 




u 


9J-12 


TOTLZ 


=0021 


ECL 


u 


7H- 5 


2P39 














u 


7H- 7 


7CCH 




u 


lOD- 1 


07P2 


ECL 




u 


7H- 9 


23U1 




u 


lOD- 2 


659H 


ECL 




u 


7H-12 


A737 




u 


lOD- 3 


2FH6 


ECL 




u 


7H-14 


PC55 




u 


lOD- 4 


4PA9 


ECL 




u 


7H-16 


2H72 




u 


lOD-12 


PAUl 


ECL 




u 


7H-18 


4U0H 




u 


lOD-13 


A693 


ECL 












u 


lOD-14 


8HA7 


ECL 




u 


8D- 1 


183U 


ECL 


u 


lOD-15 


F1F5 


ECL 




u 


8D- 2 


4073 


ECL 












u 


8D- 3 


330C 


ECL 


u 


lOF- 4 


0961 






u 


8D- 4 


6C47 


ECL 


u 


lOF- 7 


512H 






u 


8D-12 


668U 


ECL 


u 


lOF- 9 


04A9 






u 


8D-13 


63H7 


ECL 


u 


lOF-12 


OlUl 






u 


8D-14 


48P3 


ECL 












u 


8D-15 


4HCC 


ECL 


u 


lOJ- 3 


low 






u 


8F- 4 


2F8U 




u 


IID- 1 


2H72 


ECL 




u 


8F- 7 


4PU0 




u 


IID- 2 


4U0H 


ECL 




u 


8F- 9 


88H7 




u 


IID- 3 


0646 


ECL 




u 


8F-12 


F4C5 




u 


IID- 4 


6439 


ECL 












u 


llD-12 


F061 


ECL 




u 


8H- 3 


48C6 




u 


llD-13 


8F03 


ECL 




u 


8H- 6 


high 




u 


llD-14 


A737 


ECL 












u 


llD-15 


PC55 


ECL 




u 


8J- 1 


low 






















u 


IIF- 4 


659H 






u 


9D- 1 


512H 


ECL 


u 


IIF- 7 


07P2 






u 


9D- 2 


0961 


ECL 


u 


IIF- 9 


F1F5 






u 


9D- 3 


7A19 


ECL 


u 


llF-12 


8HA7 






u 


9D- 4 


2255 


ECL 












u 


9D-12 


2U9H 


ECL 


u 


IIH- 3 


0000 


ECL 




u 


9D-13 


2AF5 


ECL 


u 


IIH- 3 


TOTLZ 


=0021 


ECL 


u 


9D-14 


OlUl 


ECL 


u 


UH- 7 


0000 


ECL 




u 


9D-15 


04A9 


ECL 


u 


IIH- 7 


TOTLZ 


= 0021 


ECL 


u 


9F- 4 


4073 














u 


9F- 7 


183U 














u 


9F- 9 


4HCC 















U 9F-12 48P3 
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Table 4-12. Signature Analysis Loop E (Cont'd) 
TEST: Clock/Data Channel Test #2 of the State Controller PV Module. 



u 


12D- 


1 


7CCH 


ECL 


U 


17A- 


1 


high 


u 


12D- 


2 


23U1 


ECL 


U 


17A- 


2 


4U0H 


u 


12D- 


3 


5089 


ECL 


U 


17A- 


5 


2H72 


u 


12D- 


4 


08F5 


ECL 


U 


17A- 


6 


PC55 


u 


12D- 


12 


050H 


ECL 


U 


17A- 


9 


A737 


u 


12D- 


13 


0055 


ECL 


U 


17A- 


12 


23U1 


u 


12D- 


14 


2C61 


ECL 


U 


17A- 


15 


7CCH 


u 


12D- 


15 


2P39 


ECL 


U 


17A- 


16 


2P39 












U 


17A- 


19 


2C61 


u 


13D- 


1 


2H72 


ECL 










u 


13D- 


2 


4U0H 


ECL 


U 


17B- 


1 


27CH 


u 


13D- 


3 


0646 


ECL 


u 


17B- 


2 


6P52 


0 


13D- 


4 


6439 


ECL 


u 


17B- 


3 


P816 


u 


13D- 


12 


F061 


ECL 


u 


17B- 


4 


2C34 


u 


13D- 


13 


8F03 


ECL 


u 


178- 


5 


0000 


u 


13D- 


14 


A737 


ECL 


u 


17B- 


6 


159A 


u 


13D- 


15 


PC55 


ECL 


u 


17B- 


7 


C463 












u 


17B- 


9 


P49U 


u 


14D- 


1 


7CCH 


ECL 


u 


17B- 


10 


AH70 


u 


14D- 


2 


23U1 


ECL 


u 


17B- 


11 


high 


u 


14D- 


3 


5089 


ECL 


u 


17B- 


14 


high 


u 


14D- 


4 


08F5 


ECL 


u 


17B- 


15 


P816 


u 


14D- 


12 


050H 


ECL 










u 


14D- 


13 


0055 


ECL 


u 


17G- 


3 


159A 


u 


14D- 


14 


2C61 


ECL 


u 


17G- 


5 


ISSA 


u 


14D- 


15 


2P39 


ECL 


u 


17G- 


7 


OAIU 












u 


17G- 


9 


8H97 


u 


15D- 


1 


2H72 


ECL 


u 


17G- 


12 


93HP 


u 


15D- 


2 


4U0H 


ECL 


u 


17G- 


14 


93HP 


u 


15D- 


3 


0646 


ECL 


u 


17G- 


16 


93HP 


u 


15D- 


4 


6439 


ECL 


u 


17G- 


18 


93HP 


u 


15D- 


12 


F061 


ECL 


u 


17G- 


19 


159A 


u 


15D- 


13 


8F03 


ECL 










u 


15D- 


14 


A737 


ECL 


u 


171- 


3 


93HP 


u 


15D- 


15 


PC55 


ECL 


u 


171- 


5 


93HP 












u 


171- 


7 


93HP 


u 


15J- 


2 


159A 




u 


171- 


9 


93HP 


u 


15J- 


6 


high 




u 


171- 


12 


8H97 












u 


171- 


14 


3401 


u 


161- 


2 


low 




u 


171- 


16 


159A 


u 


161- 


5 


low 




u 


171- 


18 


159A 


u 


161- 


6 


low 












u 


161- 


9 


low 












u 


161- 


12 


48C6 












u 


161- 


15 


2A90 












u 


161- 


16 


high 












u 


161- 


19 


high 
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SECTION V 
ADJUSTMENTS 



5-1. INTRODUCTION. 



The 64 304 A Emulation Bus Preprocessor board has no adjustments. 
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Model 64304A - Replaceable Parts 

SECTION VI 
REPLACEABLE PARTS 

6-1. INTRODUCTION. 

This section contains information needed to order replacement parts. Table 6-1 lists reference 
designators and abbreviations used throughout the manual. Table 6-2 lists all 64304 A replaceable 
parts in reference designator order. Table 6-3 contains a list of manufacturers' five digit code numbers 
and their corresponding names and addresses. 

6-2. REFERENCE DESIGNATORS AND ABBREVIATIONS. 

Table 6-1 lists reference designators and abbreviations used in the parts list, schematics and throughout 
the manual. Both designators and abbreviations are presented in upper case letters and their descriptions 
are lower cased. 

6-3. REPLACEABLE PARTS LIST. 

Table 6-2 is a list of replaceable parts organized in alphanumeric order by their reference designations. 
Information given for each part consists of the following: 

a. The Hewlett-Packard Part Number and a check digit (for HP Internal Use). 

b. The total quantity in the instrument. The total quantity for each part is given only once - at the 
first appearance of the part number in the list. 

c. A description of the part. 

d. A five -digit code indicating the manufacturer. 

e. The manufacturer's part number. 

6-4. MANUFACTURERS' CODES. 

Table 6-3 lists the manufacturers' codes arranged in the order they appear in the replaceable parts list. 
Included with each code is the name and address of the manufacturer. 
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Model 64304A - Replaceable Parts 



6-5. ORDERING INFORMATION. 



To order a part listed in the replaceable parts table, quote the Hewlett-Packard part number and check 
digit, indicate the quantity required, and address the order to the nearest Hewlett-Packard Sales/Service 
Office. 

To order a part that is not listed in the replaceable parts table, include the instrument model number, 
repair number, a description and function of the part, and the number of parts required. Address the 
order to the nearest Hewlett-Packard Sales/Service Office. 



6-6. DIRECT MAIL ORDER SYSTEM. 



Within the USA, Hewlett-Packard can supply parts through the direct mail order system. Advantages of 
using the system are outlined below. 

a. Direct ordering and shipment from the Hewlett-Packard Parts Center in Mountain View, 
California. 

b. No maximum or minimum on any mail order (there is a minimum order amount for parts 
ordered through a local HP office when the orders require billing and invoices). 

c. Prepaid transportation (there is a small handling charge for each order). 

d. No invoices - to provide these advantages, a check or money order must accompany each order. 

Mail-order forms and specific ordering information are available through your local HP office. 
Addresses and phone numbers are located at the back of this manual. 
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Model 64304A 



- Replaceable Parts 



Table 6-1. Reference Designators and Abbreviations 

REFERENCE DESIGNATORS 



A 


= assembly 


F 




fuse 


MP 


— mechanical part 




— 1 1 1 Icy 1 aloU L» P 1 U Ul L 


B 


=" motor 


FL 




filter 


P 


= plug 




— vacuum, tube, neon 


BT 


- battery 


IC 




integrated circuit 


0 


— transistor 




UUIU, pilUlL'l^tfn. ULU 


C 


= capacitor 


J 




\acW 


R 


= resistor 


VP 


— vuiictyo it^^uioLui 


CP 


- coupler 


K 




relay 


RT 


= thermistor 






CR 


^ diode 


L 




inductor 


S 


— switch 


X 


— socket 


DL 


= delay line 


LS 




loud speaker 


T 


= transformer 


Y 


= crystal 


DS 


= device signaling (lamp) 


M 




meter 


TB 


— terminal board 


z 


— tuned cavity network 


E 


^ misc electronic part 


MK 




micropfione 


TP 


- test point 














ABBREVIATIONS 








A 


= amperes 


H 




henries 


N/O 


^ normally open 


RMO 


= rack mount only 


AFC 


^ automatic frequency 


HDW 




fiardware 


NOM 


= nominal 


RMS 


- root-mean square 




control 
















AMPL 


= amplifier 


HEX 




fiexagonal 


NPO 


= negative positive zero 


RWV 


— reverse working 






HG 




mercury 




(zero temperature 




voltage 


BFO 


- beat frequency oscillalor 


HP 




hour(s) 




coefficient* 






BE CU 


- beryllium copper 


HZ 




hertz 


NPN 


— negative-positive- 


S-B 


— slow-blow 


BH 


= binder head 










negative 


SCR 


= screw 


BP 


= bandpass 








NRFR 


= not recommended for 


SE 


= selenium 


BRS 


= brass 


IF 




intermediate freq 




field replacement 


SECT 


^ section(s) 


BWO 


= backward wave oscillator 


IMPG 




impregnated 


NSR 


= not separately 




— sem icond ucto r 






INCD 




incandescent 




replaceable 


SI 


= silicon 


CCW 


— counter-clockwise 


INCL 




include(s) 






SIL 


- silver 


CER 


- ceramic 


INS 




insulation(ed) 


OBD 


= order by description 


SL 


- s 1 e 


CMC 


= cabirret mount only 


INT 




internal 


OH 


= oval head 


SPG 


— sprmg 


COEF 


~ coeficient 








OX 


= oxide 


SPL 


= special 


COM 


= common 


K 




kilo=1000 






SST 


— stainless steel 


COMP 


= composition 












SR 


= split ring 


COMPL 


= complete 


LH 




left hand 


P 


= peak 


STL 


- steel 


CONN 


~ connector 


LIN 




linear taper 


PC 


= printed circuit 






CP 


= cadmium plate 


LK WASH 




lock washer 


PF 


= picofarads= IO-12 


TA 


= tantalum 


CRT 


= cathode-ray tube 


LOG 




logarithmic taper 




farads 


TD 


= time delay 


CW 


^ clockwise 


LPF 




low pass filter 


PH BRZ 


= phosphor bronze 


TGL 


= toggle 












PHL 


= phillips 


THD 


= thread 


DEPC 


= deposited carbon 


M 




milli=10^ 


PIV 


— peak inverse voltage 




= titanium 


DR 


= drive 


MEG 




meg=106 


PNP 


= positive-negative- 


TOL 


= tolerance 






MET FLM 




metal film 




positive 


TRIM 


= trimmer 


ELECT 


- electrolytic 


MET OX 




metallic oxide 


P/0 


= part of 


TWT 


= traveling wave tube 


ENCAP 


- encapsulated 


MFR 




manufacturer 


POLY 


^ polystyrene 






EXT 


= external 


MHZ 




mega hertz 


PORC 


= porcelain 


U 


= micro=10-6 






MINAT 




miniature 


POS 


= position(s) 






F 


= farads 


MOM 




momentary 


POT 


= potentiometer 


VAR 


^ variable 


FH 


^ flat head 


MOS 




metal oxide substrate 


PP 


= peak-to-peak 


VDCW 


= dc working volts 


FIL H 


= fillister head 


MTG 




mounting 


PT 


= point 






FXD 


^ fixed 


MY 




"mylar" 


PWV 


^ peak working voltage 


W/ 


= with 
















w 


^ watts 


G 


= giga 1109) 


N 




nano (10-91 


RECT 


^ rectifier 


WIV 


= working inverse 


GE 


= germanium 


N/C 




normally closed 


RF 


= radio frequency 




voltage 


GL 


= glass 


NE 




neon 


RH 


= round head or 


WW 


^ wi rewound 


GRD 


= ground(ed) 


Nl PL 




nickel plate 




right hand 


W/O 


^ without 
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Model 64304A - Replaceable Parts 



Table 6-2. Replaceable Parts 



neTBrBncc 
Designation 


up Part 
nr rail. 

Number 


c 

D 


Qtv 


Description 


Mfr 

IVI 1 1 

Code 


Mfr Part Number 


Al 


64304-66501 


1 


1 


CTMlll AT'rriM DlIC 
fc.nULHt iUN x>Un 


PREPROCESSOR 






284B0 


64304-66501 


CI 


0180-1746 


5 


2 


CAPACITOR FXD 


1 5ilF 1- 


10X 20VDC TA 




56289 


1 5 0 D 1 5 6X90 2 0 B 2 


C.Z 


0 1 90 -l 746 


5 




CAPACITOR-I-XI) 


1 5UE t™ 


lOX 20VDC TA 




56289 


1 5 0 D 1 5 6 X S' 0 2 0 B 2 


C3 


1)1 6 1) - 5321 


8 


37 


CAPACITOR FXD 


. 0 1 HE 


+80 -aox 


1 OOVDC 


CER 


2843 0 


0 160 -5321 


C4 


0 160 5321 


8 




CAPACITOR-FXB 


. 0 1 UF 


+BO-aQX 


lOOWDC 


CER 


2P4B0 


0160-5321 


C6 


Ij 1 60-5321 


8 




t.'Hi h).,.1. I UK r XU 


, 01 OF 


180~20X 


lOOUDC 




2848 0 


0160-5321 


C7 


0 160-5321 


8 




CAPACITOR-FXD 


. 0 1 UF 


+ 80 -2 OX 


lOOVDC 


CER 


28480 


0160-5321 


C8 


'1160-5321 


8 




CAPflClTOR-FXI) 


, 0 1 OF 


180 2 OX 


lOOWBC 


CER 


2848 0 


0160-5321 


C9 


0 160-5321 


8 




CflPAClTOR-FXD 


. 0 1 UF 


+8 0-2 OX 


lOOWDC 


CER 


28480 


0160-5321 


CI a 


0160-S3ai 


8 




CflPACITBR-FXB 


. OIUF 


+80-20X 


lOOVDC 


CER 


234 8 0 


0160-5321 


CI 1 


0 1 60-5321 


8 




t<HrHLi lUrf — rXi) 


. 0 1 UF 


+BO-aox 


lOOVDC 


CER 


28480 


0 1 60-5321 


C13 


0160-5321 


B 




CAPACITOR FXD 


, OIUF 


+80 -20% 


lOOWDC 


CER 


284B0 


f\-i'A Kr"'jr'3i 
0 1 o 0-5,^21 


CI 4 


0 1 60-5321 


8 




CAPACITOR-FXI) 


. 0 1 UF 


+B0~20X 


lOOWDC 


CER 


a 8 480 


0160-5321 


C15 


1)160-5321 


8 




CAPACITOR-FXB 


. 0 1 UF 


180 2 OX 


1 OOUDC 


CER 


28480 


0160-5321 


Ct6 


0160-5321 


a 




CAPACITOR-FXD 


, 0 1 UF 


+ao-20x 


lOOVDC 


CER 


20480 


0160-5321 


CI 7 


0 1 60-1^321 


8 




CAPACITOR -FXD 


, 0 1 ! )F 


+80 -aox 


1 OOUDC 


i-;er 


28480 


0 1 6 0-5321 


CI a 


I) 161) - 5321 


8 




CAPACITOR-FXD 


. 0 1 UF 


+80-20X 


lOOUDC 


CFR 


28480 


0160-5321 


C19 


0 1 60 ■ 5321 


8 




CAPACITOR-FXD 


. 0 1 UF 


ISO 20X 


inouDc 


CER 


2848 0 


0160-5321 


can 


0 160 -5321 


8 




CAPACITOR-FXD 


. 0 1 UF 


+8Q-20X 


lOOUDC 


CER 


28480 


0160-5321 


cai 


0160-5321 


8 




CAPACITOR FXD 


. 0 1 UF 


i8o-aox 


1 OOVDC 


CER 


28480 


0160-5321 


caa 


0 160-5321 


8 




CAPACITOR-FXD 


.OIUF 


+BO-aox. 


lOOUDC 


CER 


28480 


0160-5321 


ca3 


0 1 60-5321 


8 




CAPACITOR FXD 


, OIUF 


>S0 20% 


1 OOUDC 


CER 


2B480 


0 1 60-532 1 


ca4 


0160-'S321 


8 




CAPACITOR-FXD 


.OIUF 


+80-aox 


lOOWDC 


CFR 


28480 


0160-5321 


cas 


1)160-5321 


8 




CAPACITOR -FXD 


.OIUF 


+80 -aox 


lOOVDC 


CER 


2B4B0 


0160-5321 


ca<. 


0160 -S321 


8 




CAPACITOR-FXD 


.OIUF 


+BO-aox 


lOOVDC 


CER 


28480 


O160-S3ai 


ca7 


0160-5321 


8 




CAPACITOR -F'XD 


. OIUF 


+B0-20X 


1 OOVDC 


CER 


28480 


0 1 60-5321 


can 


0160-5321 


B 




CAP ACTTOI^ —FXD 


. 0 1 UF 


+8 0-2 ox 


lOOVDC 


CER 


28480 


01ftO-53ai 


C29 


014 0-0200 


0 




CAPACITIIR FXD 


390PF 


+ -5X 300yDC MICA 


72^ 136 


DM1 5F391 ,1 03 OOUU 1 CR 


c;5i) 


0140-0200 


0 




CAPACITOR-FXD 


390PF 


+ 5X 300gDC MICA 


72136 


DM15F391 J0300UV1CR 


C31 


0160-5321 


8 




CAPACITOR-FXD 


. 0 1 UF 


+B0~2OX 


lOOVDC 


CER 


28430 


0160-5321 


caa 


0160-5321 


8 




CAPACITOR-FXD 


, OIUF 


+80-20% 


lOOUDC 


CER 


28480 


0160-5321 


C33 


0160-5321 


8 




CAPACITOR-FXD 


. OIUF 


+80 -2 07. 


1 OOUDC 


i:;ER 


2848 0 


0 1 6 0-532 1 




0 160 -5321 


8 




CAPACITOR-FXD 


.OIUF 


+ao-aox 


lODVDC 


cr R 


28480 


0160-5321 


C35 


0160 5321 


8 




CAPACITOR-FXB 


, OIUF 


+80 -aox 


lOOVDC 


CER 


28480 


0160-5321 




0 160-5321 


a 




CAPACITOR-FXD 


.OIUF 


+8 0-2 ox 


lOOVDC 


CER 


28480 


0160-53ai 


C37 


0160-5321 


8 




CAPACITOR-FXD 


.OIUF 


+80 20X 


lOOVDC 


CER 


2B4B0 


0160-5321 


C38 


0160-5321 


8 




CAPACITOR-FXD 


. 0 1 UF 


+80 -aox 


lOOVDC 


CER 


28480 


0160-5321 


C39 


0160-5321 


8 




CAPACITOR-FXD 


. 0 1 UF 


+B0-20X 


1 OOVDC 


CER 


284B0 


0160-5321 


C40 


0 1 60 -5321 


8 




CAPACITOR-FXD 


. n 1 UF 


+80-207. 


lOOUDC 


CER 


28480 


0160-5321 


C41 


0 1 60- 5321 


8 




CAPACITOR FXD 


. OIUF 


+80 20X 


lOOUDC 


CER 


28480 


0 1 60-5321 


042 


0 1 60-5321 


a 




CAPACITOR-FXD 


. OIUF 


+8o-aox 


lOOUDC 


CER 


284B0 


0160 5321 


C43 


0160-5321 


8 




CAPACITOR-FXD 


. OIUF 


+80 -aox 


1 OOUDC 


CER 


28480 


0160-5321 


HI 


2200-0103 




2 


SCREW MACH 4-40 .25- 


IN-LG PAN-HD-P07I 


2f)4aO 


22 0 0 0103 


na 


220 0-01 05 


4 


1 


SCRFU MACH 4-40 .31? 


-IN -LG PAN-HD POZI 


0 0 0 0 0 


ORDER BY DESCRIPTION 


H3 


3050-0235 


3 


1 


WASHER-FL MTLC 


NO. 4 


. 117-IN 


-ID 




28480 


3050-0235 


H4 


64304-85001 


6 


1 


EXTRACTOR 64304A 








28480 


64304-85001 




64304-850 0 2 


7 


1 


EXTRACTOR -EBPP 










28480 


643 0 4-850 02 


H6 


1480-0116 


8 


a 


PIN CRU ,062-IN DIA 


.as- IN "I 


G STL. 




28480 


1 480-0 1 1 6 


J4 


1251-4428 


8 


3 


CONNECTOR 50-PIN M POST TYPE 




28480 


1251-4428 


J5 


1251-4428 


8 




CONNECTOR gO-PTN M POST TYPE 




28480 


1 251-4428 


J<i 


1251 -4438 


8 




CONNECTOR 50-PIN M POST TYPE 




28480 


1251-4428 


J 7 


1251-70 05 


3 


1 


CONNECTOR 50 -P 


IN M |: 


OST TYPE 






2 84 BO 


1 ;-51-70 05 


MPl 


64304-0i;'ni 




1 


CADIE CLAMP 3 


WIDE 








28480 


64304- 01201 


Mfa 


1400-0017 


0 


1 


Cl.AHP CABLE .312 DIA 


. 375 m 


NYL 




2B480 


1400-0017 


Rl 


0757-0427 


0 


4 


RESISTOR 1 .5I< 


IX .12 


5U F TC= 


0+-100 




24546 


C4 1 /8-TO -1501 -F 


R2 


0757-0427 


0 




RESISTOR 1.5K 


IX .12 


5U F TC = 


0+ -1 0 0 




24546 


C4 -1/S~T0-1S01 E 


R3 


0757-0283 


6 


6 


RESISTOR aK 17. 


. 125U 


F TC=0-! 


-10 0 




24546 


C4- 1/8-TO- 2001 -F 


R4 


0757-0283 


6 




RESISTOR 2i< IX 


. 125W 


F TC=M)i 


-10 0 




24546 


C4- 1/8-TO-2001 F 


RS 


0757-0283 


6 




RESISTOR 2K 1% 


, 1 asw 


F TC==01 


-10 0 




24546 


C4- 1/8-T0-2O01-F 


RS 


0757-0427 


0 




RESISTOR 1 .SK 


1 X .12 


SU F TC= 


0+-100 




24546 


C4 1 /8~TO-150 1 -F 


R6 


0 757-02B3 


6 




RESISTOR aK IX 


. 1 25U 


F TC=0 1 


-10 0 




24546 


C4 1/B-TO-2001-F 


R7 


0757-0346 




2 


RESISTOR 10 17. 


.125U 


F TC = 0 1 


-10 0 




24546 


C4 -1/8-TO-lORO-F 


REl 


0757-0346 






RESISTOR 10 1% 


. 1 25U 


F TC='0 + 


-10 0 




24546 


C4 l/B-TO-IORO-E 


R9 


0757 0385 


9 




RESISTOR 22,1 


1 X , 1 2 


5U F TC^' 


0+ 100 




19701 


MF4C1/8-T0-22R1 F 


Rl 0 


0757-0385 


9 




RESISTOR aa.i 


IX ,12 


5U F TC'= 


0+-1 0 0 




19701 


ME4C1/B-T0-22R1-F 


R 1 1 


0757 0 427 


0 




RES i i )[i i . 5i< 


1 X , 1 r 


SU E ri:- 


0 1 -10 0 




24546 


C4 1,'8-T0-1501-F 


R13 


0 757-0 283 


6 




RfSIKTOB 2K \7. 


, 125U 


F TC:=Oi 


- 1 0 0 




24546 


C4--1/8-T0- 2001-F 


R14 


0757- 0 203 


6 




RITSTSIOR 2I< IX 


, 125U 


F TC=0( 


100 




24546 


C4- 1/a-To-aooi -f 


RPl 


1 81 0- 0475 


3 


24 


NLTUaPK-RFS 8 


3 ):P22 . 


0 OUM X 


4 




28480 


1B1 0-0475 


RP2 


1 01 0-0475 


3 




NETWORK RES fl 


iIP22 , 


0 DHM X 


4 




2841! 0 


) Rl 0- 0 475 


R P 3 


1810-0475 


3 




NETUORK -RES 8 


SIP22 , 


0 OHM X 


4 




2H4G0 


1 81 0 -0 475 


RP4 


181 0-0475 


3 




NETWORK -RES 8- 


;ilP22. 


0 OHM X 


4 




2848 0 


131 0-0475 


RP9 


lBlO-0475 


3 




NETMORK-RES B- 


SIP2a.O OHM X 


4 




284E0 


1810" 0475 



See introduction to this section for ordering information 
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Model 64304A - Replaceable Parts 



Table 6-2. Replaceable Parts (Cont'd) 



ncTcfcnot; 

liAPi #m o^i 

UcSIQnallOn 


up P'xrf 




Qty 


Description 


Mfr 

IVI 1 1 


Mfr Part Number 


RF* 1 0 


101 0-04/5 


3 




NETWORK RE;S 


8 -SIPaS. 0 OHM X 4 




.,-848 


1!31 0-'O475 




RP M 


1 E:110-0475 


3 




NETWORK-RtS 


a -SIPHS.O OHM X 4 




28480 


1 BIO ■■■0475 






ini 0-0475 


3 




NETUORK-RTS 


B- SIPfT! . 0 OHM X 4 




2848 0 


IBl 0-0 475 




RP'13 


1 01 O- 0475 


3 




NF 


TWORK-RI: S 


8 -51 P?? . 0 OHM X 4 




29480 


lBlO-0475 




R F 1 4 


1 Et 1 0" 0475 


3 




NETUORK RES 


S !) 1 1' :'P . 0 0! iM X 4 




2(34(3 0 


■i m fi- r\A"?^'\ 

A i.> ^ *J U *T / \J 




R P 1 5 


"181 0 - 047J:i 


3 




NE 


IWORK-RES 


8--SIP;!;;. o ohm x 4 




2rt4ri 0 


1810 -047S 




RP 1 6 


1 01 0475 


3 




NE 


TUORK RES 


8 sip;;';;. n ohm x 4 




/' i:J4n 0 


1 81 0-0 475 




RP17 


IBIO- 1)475 


3 




NE 


TMORK-RES 


8' SIP22. 0 OHM X 4 




2Vi480 


1810-047S 




RPlfl 


IBIO 0475 


3 




NE 


TWORK -RES 


8-STP22.0 OHM X 4 




213480 


181 0-0475 




R P 1 9 


1 i:ll 0 -0475 


3 




Nl 


TWORK-RES 


ci..-cr rt 'DO (1 ni.'M v a 
xs-\i\.\ Cil 1 W Ulin A *T 




28480 


1 i:l 1 U ■ ■ U *t / ^.^ 




RP2() 


1 B 1 0 — 047 J 


3 




NETWORK RES 


8 -SIPaa, 0 OHM X 4 




2(3480 


181 0-0475 




R P (2 1 


1 Bl 0-0 475 


3 




NETWORK-RES 


B-SIPaa. 0 OHM X 4 




2(3480 


1810-0475 




RP22 


1(31 0- 0475 


3 




NETWORK RES 


8-SIPaa. 0 OHM X 4 




2848 0 


181 0-0475 




RP23 


1810-0475 


3 




NE 


TWORK-RFS 


8- SIPaa. 0 OHM X 4 




28480 


1810-0475 




RP24 


IBl 0-0475 


3 




NE 


rWORK -RES 






?(34l-f 0 


■\ (1) in r\ A'f''-^. 
1 o A U \i / 1.) 




RP25 


1310- ()47S 


3 




Nf 


TWORK-RES 


a- r.:i r ;.■.';? . o ohm x 4 




2 ?< ■<! B l"i 


101 0 04 75 




RP26 


1 iin 0 - n 475 


3 




NETWOSK RES 


OHM X 4 




2848 [1 


1 11 1 0-047B 




RPa? 


1810- H475 


3 




( 


TUI)RK-RES 


B SI pa?, 0 OHM X 4 




2B400 


IB 1 0 0 475 




RP2B 


IBi 0 ■ [)475 


3 




NETUniiK RES 


11 STl'aa, 11 OHM X 4 




2B4B11 


1 ill 0- (1 475 




RP 29 


1 81 0-- 0277 


3 




NE 


TWORK-RES 


1 0 -STP;.' .?K OHM X 9 




0 1 1 2 1 






RP3() 


1 0 1 0 — 0280 


(H 


7 


NE 


TWORK -RES 


1 0 -SIPl I) . OK OHM X 9 




Oil '?. ") 


210A1 03 






1 U 1 U"-U f - // 


3 




NE 


TWORK-RES 


10-SlP2.aK OH,M X 9 




0 1 121 


ai0A222 




RP32 


181 0- 0273 


9 


1 


NETWORK -RES 


1 0 StP470 . 0 OHM X 9 




0 1 1 2 1 


21 0A471 




RP;53 


1810-0219 


3 


1 


NETUORK-RES 


8- SlPaao . 0 OHM X 4 




(11121 


20E1B221 




RP34 


1 W i U U to 11 


B 




NETWORK-RES 


1 0 "SIPl 0 , OK OHM X 9 




Oil 2 1 


210A1 03 




pp-?'" 


-t □ i rl mo J» 

101 l}~-Utia U 


o 




NE 


rWORK- RES 


ID' SIPl 0 , OK OHM X 9 




0 1 1 2 1 


2' 1 0 A 1 0 3 






•t D -1 n m CI n 
1 o 1 U Uc-W IJ 






NETWORK -RES 


10-SIPl 0 . OK OHM X 9 




01121 


21 OAl 03 




RP17 


■1 f* 1 rt n 'DO 

1 Ul U'"U ':;tH) 


8 




NETWORK-RES 


10-SIPlO . OK OHM X 9 . 




0 1121 


aiOAlOS 




RP3B 


■I n n n ft r> n 






NETWORK-RES 


1 0-SIPl 0 . OK OHM X 9 




Oil 2. 1 


aiOAl 03 




RP39 


lt;il0--0280 


(3 




NETWORK-RES 


10-SIPlO , OK OHM X 9 




01121 


21 OAl 03 




Tpi 






6 


TERHINAL TEST PniNT PCB 




0 0 0 0 0 


n T R T Y r 


1 IT 1 1 ON 




0 360— 0'-'*i35 


Q 




TERMINflE TE! 


T pn;iNT pen 




0 0 0 0 0 




1 1 ft n N 


TP 7 








TERMINfll... TEST POINT PCB 




0 0 0 0 0 




- (■■■ r> •!■ DTI' n H 


TP + J 


0 ,560 ~ 0^.■J3J 


0 




TERMINfiL TEJ 


T POINT pen 




0 0 0 0 0 


n ) r R PY DI 


V CPT TON 


TP GND 




" 




TERMINAL TEST POTNT PCB 




00 0 0 0 


ORDER BY »Ei 


ICRIPTION 


UID 


1 1321) 1168;;' 


5 


1 


IC 


GATE TTL 


S NAND OIIAD a INP 




01295 


SN74S03N 




U 1 II 


10.'! 0-1997 


7 


7 


tc 


VV TIL l: 


D -TYPE PCS EDGE TlilG 


PRE IN 


0 1 295 


SN74LS:574N 






1 WtiU 1 vv/ 


7 




IC 


FE TTL L! 


B-TYPE POS-EDGE-TRIG 


PRL- IN 


0 1 295 


SN74I..S374N 




M^n 


■1 n f> 1 I '7 '7 

1 diJU- 1 1 /»S 


' 




IC 


XLTR ECL 


TTL-TO-ECL lJUAB a-lNP 




0471 3 


MCI Oia4L 




1 iTi'r- 
ii-^lj 


1 l:llb"" 1 yiTC. 


4 


6 


IC 


TTL LS 


6-BIT STAT RAM 35-NS 




28480 


1 1 1 W:i — 1 U V 2 






1 (!) 2 0 -■ 1131) 


0 


1 


IC 


GATE TTL 


S NANB i;i;-INP 




0129S 


SN74S133N 




l l'T' T 

■■■ 




3 


1 1 


IC 


DRVR TTL 


LS LINE BRVR OCTL 




0 1 295 


SN741 sa44N 






1820- 1 173 


1 




TC 


XLTR ECl 


TTL TO ECL OllAI) J'-TNP 




0 471 3 


MCI 0124L 




u:sr 


1 816 "l 092 


4 




IC 


TTL LS 


(.-PTT STAT RAM 35-NS 


3 G 


2il4fl 0 


1016 109a 






1 iJt'U I V 1 / 


1 


1 


TC 


DFR TTl,. 1 


S LINE DRVR DCIL 




1) 1 295 


SN74LS240N 






1 41)20 — 1 997 


7 




IC 


EE TTL L! 


D- TYPE POS-- EDGE-TRIG 


PRE- IN 


01295 


SN7TI S374N 






i !:! 1 (;» 1 \l / i. 


4 




IC 


TTL LS 2^ 


fc BIT STAT RAM 35 -NB 


3 -S 


2B48 0 


1 I'M 6-1 1172 






1 (i20 "21)24 


3 




ic: 


DRWR TTL 


LS LINE DRUR OCTL 




(1 1 295 


SN 741 S244N 






in.'O 199? 


7 




ic 


FE ITL l: 


0 TYPE POE EDGE TRIG 


PRl.. IN 


1) \ ".'"'K.! 


SN741.S374N 




ycrp 


J '3 1 / 109"' 






IC 


TTL LS a; 


<.-riIT STAT RAM 35 Nfi 


3- ;.; 


2 1:1 -\ B 0 


1016-1 092 




IJ5H 


li;t2 0 2 0 24 


3 




ic 


»RUR TTL 


I S LINE DRyR GCTL 




0 1 ;?95 


SN74LS244N 




U5J 


1B20- 1997 


7 




IC 


EE TTL ir 


B-TYPE PITS EBGi: -TRIG 


PRI -IN 


0 1295 


GN74LS374N 




U6D 




^ 




IC 


XLTR ECL 


TTL TO ECL QUAD a- INP 




0 471 3 


MCI 0124L 






■1 ("lit 1 fl 0'"> 


4 




IC 


TTi_ LS k; 


6-I)IT STAT RAH 35 -NS 


3- S 


2B480 


1816-1092 




u6H 


1 1!}20 — 2024 


3 




IC 


DRWR TTL 


LS LINE DRUI) DCTl. 




0 1 295 


SN:''4LS2'44N 




1 16 J 




V 




IC 


EE TTL ir 


B- TYPE POS-EDGE-TRIG 


PRL-IN 


0 1 295 


SN74I S374N 




l.)7D 


1 020 - 1 1 73 


1 




IC 


XLTR ECL 


TT L -TD -ECL QUAD 2 INP 




0 47 1 3 


liCl 0124L 




U7F 


l!.:iU-1092 


4 




IC 


TTl. LS K 


6-BIT STAT RAM 35-NS 


3- ••; 


284B0 


1016-1092 




U7H 


1!)20 2 024 


3 




It: 


DRUR TTL 


I S TIME DR'v'R OCIL 




0 1 295 


SN74LSa44,'l 




11 7 J 


1820-1997 


7 




IC 


EE TTL L! 


B TYPE POS -EDGE-TRIG 


PRl -IN 


01295 


SN74LS374N 




t.lOD 


J G2 [) 1 1 7^^ 


1 




I c 


XLTR !;i:;l 


TTl TO FCl QUAB 2 INP 




0471 3 


MCI (I124L 




U f;) P 


1 !:)20 - 2654 


5 


4 


IC 


MUXR/DATfi 


-STL TTl F 2- TO 1-LINF 


QUAB 


07263 


74E157PC 




U 0 H 


1 1!! 2 0 2690 


9 


1 


IC 


GATE TTL 


F OR GIIAD a TNP 




07263 


74E32PC 






1 820— 1 1 44 


6 




ic: 


GATE TTL 


LS NOR qilAD 2 fNP 




(i I ;.-'95 


SrJ741 Stl2N 




UVD 


in2f)-ri73 


1 




I n 


XI TR ECL 


TT l. - TO ECL QUAD 2-INP 




0 4713 


MC 1 0 1 2:41 




09 F 


1 82 0-2654 






in 


miXR/BATA 


■ SFl TTl F 2- TO- 1-LIN[ 


QUAB 


07263 


74E157PC 




U?H 


li;!2 0 0017 


l!t 


1 


1 (;: 


FT ECL I) 


M/S DUAL 




0 4713 


MCI 01 31 P 




I.) 9 J 


1 820 -l 173 


1 




IC 


XLTR ECL 


TTL-TO-ECL QUAD 2-INP 




04713 


MCI 01 241 




UIOD 


1820-1173 


1 




IC 


XLTR ECL 


TT l. -TO -ECL BI.1AB 2 INP 




!)47r3 


MC10124L 




Ul OF 


1820-2654 






IC 


MUXR/BATA 


-SEE TTL F 2-TO 1-LINE 


QUAD 


07263 


74E157PC 




IJIOJ 


1820 "26B6 


3 


1 


IC 


GATE TTL 


F ANB r^UAB a INP 




.0 7263 


74F0 8PC 




UllI) 


1820-1173 


\ 




IC 


XLTR ECL 


TTL- TO FCL BUAD 2-INP 




0 4713 


MC: 1 0 1 241 




UllF 


1(320-2654 






TC 


MUXR/DATA 


-SEL TTL E 2 TD-1 -LINT 


QUAD 


0 7263 


74FT57PC 




Ul IH 


1G20-QQ10 


1 


1 


IC 


RCVR ECL 


LINE RCyR TPl 2 INP 




0 47 1 3 


MC10116P 




UllJ 


11320 1052 




1 


tc 


XLTR ECL 


FCL. TO -TTL QUAD a-INP 




0 4713 


MCI 0125L 




UlSD 


1820-1173 


1 




IC 


XLTR ECL 


TTL-TO ECL QUAD 2~INP 




04713 


MC101241 




U12J 


1020-2024 


3 




IC 


DRUR TTL 


LS LINE DRWR OCTL 




0 1 295 


SN74LSa44N 





See introduction to this section for ordering information 
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Table 6-2. Replaceable Parts (Cont'd) 



Reference 
Designation 



HP Part 
IMumber 



Qty 



Description 



Mfr 
Code 



Mfr Part Number 



IJ)3B 
U13J 
U14D 
U15D 

uise; 

IIISG 
111 5 1 
IJISJ 

U16E 
U1[6G 
Ul&I 
U16J 
U17A 
U17B 
IJ17C 
1.1170 
U17E 
LI17Q 
U17I 
U17J 

U3 
U4 

US 
U<:> 

XUIOJ 
XLIllH 



1820-1173 
1820-12U 
1820 1 173 
1820-1173 
1320-2673 
1 920-2 024 
1820 -1730 
1820-1199 

laao 1202 
1820-2024 
1320-1730 
1820-2024 
1820-1730 
1820-1216 
1020 1144 
1820-0269 
1820-269:3 
1820-2024 
1820-2024 
1820-1197 

64304-61602 
64304-61603 
64304 61603 
64304-61601 

120 0-0638 
1200-0607 



IC XLTft ECL TTL. TD-ECL QUAD a-INP 
IC DCDR TTL US 3 TD-8-LINE 3-INP 
IC X1..TR ECL TTL TO-ECL QUAD 2 INP 
IC XLTR ECL TTL -TO-ECL ai.lAI) 2-INP 
IC FE TTL F J-K BAR POS-EBGE-TRIC 
IC DRVR TTL LS LINE DRUR OCTL 
IC I f TIL I-.S B-TrPE POS-EBGE-TRIG COM 
IC INV TTL LS HEX 1-INP 

IC GATE TTL LB NANB TPL 3-INP 
IC DRVR TTL LS LINE DRUR OCTL 
IC FF TTL LS B-TYPE POS-EBGE-TRIG COM 
IC BRVR TTL LS LINE BRWR OCTL 
IC FF TTL LS B-TYPE POS-EBGE-TRIG COM 
IC BCBR TTL IS 3-T0-8-LINE 3~INP 
LS NOR OUAB 2-INP 
NANB BUAB 2~INP 
J-K BAR POS-EBGE TRIG 
LS LINE BRVR OCTL 
IC BRVR TTL LE LINE DRUR OCTL 
IC GATE TTL LS NAND QUAD 2-INP 



IC GATE TTL 
IC GATE TTL 
IC FF TTL 
IC DRUR TTL 



CABLE EBPP (DATA) 
CABLE DATA LONG 
CABLE BATA LONG 
CABLE EBPP (CLOCK) 

SDCKET-IC 14-CONT DIP BIP-GLBR 
SOCKET~IC 16-CONT BIP DIP SLBR 



04713 


MC10124L 


0 1 295 


SN74LS138N 


04713 


MCI I1124L 


04713 


MCI 01 241 


07263 


74F1()7PC 


0 1 295 


•jN74LS244N 


01295 


SN74LS273N 


01295 


SN74LS04N 


01295 


SN74LS1 ON 


01295 


SN74LS244N 


01295 


SN74LS273N 


01295 


SN74LS244N 


0 1 295 


SN74LS273N 


01295 


SN74LS13aN 


0129S 


SN74LS02N 


01 295 


SN7403N 


07263 


74F109PC 


0 1 295 


SN74LS244N 


0129S 


SN74L8244N 


01295 


SN74LS00N 


28480 


643 04-61602 


28480 


64304-61603 


2B4S0 


64304-61603 


26480 


64304-61601 


28480 


1200 -0638 


284B0 


1200-0607 
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Model 64304A - Replaceable Parts 



Table 6-3. Manufacturer's Codes 



Mtr 
No. 


Manufacturer Name 


Address 


Zip 
Code 


0 0 0 11 0 


ANY SATISFACTORY SUPl'LIFR 








0 1. 121 


AILEN -IIRADLEY CO 


MILWAUKEE 


Ml 


53204 


Oi;;!9S 


TEXAS INGTf INC SEMICOND CMPNT DIV 


DALLAS 


TX 


75222 


0 4 713 


MOTOROLA SEMICONDUCTOR PRODUCTS 


PHOENIX 


AZ 


850 0 8 


ii7;;63 


FAIRCHIII; SEMICONDUCTOR BIV 


MOUNTAIN MIEU 


CA 


94 0 42 


1V701 


MEPCO/ELECTRA CORP 


MINERAL HELLS 


TX 


76067 


24546 


CORNING GLASS WORKS (BRADFORD) 


SRABFORD 


PA 


16701 


204BO 


HEWLETT-PACKARD CO CORPORATE HO 


PALO ALTO 


CA 


94304 


56289 


BPRAGUE ELECTRIC CO 


NORTH ADAMS 


HA 


01247 


72136 


ELECTRO MOTIVE CORP 


FLORENCE 


SC 


06226 
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SECTION VII 
MANUAL CHANGES 



7-1. INTRODUCTION. 



This section contains information for adapting this manual to ET 19776 units with earlier serial prefix 
numbers. 



7-2. MANUAL CHANGES. 



This manual applies directly to the instrument having the same serial prefix shown on the manual title 
page. If the serial prefix of the instrument is not the same as the one on the title page, find your serial 
prefix in table 7-1 and make the changes to the manual that are listed for that serial prefix. When 
making changes listed in table 7-1, make the change with the highest number first. Example: if 
backdating changes 1, 2, and 3 are required for your serial prefix, do change 3 first, then change 2, and 
finally change 1 . If the serial prefix of the instrument is not listed either on the title page or in table 
7-1, refer to an enclosed MANUAL CHANGES sheet for updating information. Also, if a MANUAL 
CHANGES sheet is supplied, make all indicated ERRATA corrections. 



Table 7-1. Serial No. vs Manual Change No. 



Serial Prefix 



Make Changes 



Affects 



This manual has no backdating information for the mainframe as of the publication date of this 
manual. 
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SECTION VIII 
SERVICE 



8-1. INTRODUCTION. 



This section contains reference information for servicing the 64304A Emulation Bus Preprocessor. 
Included is block and component level theory of operation, definitions of the mnemonics used throughout 
this manual, and schematics. Refer to Section IV for information on verifying proper operation of the 
64304A. 

Note, the terms 64304A, Preprocessor, and EBPP will be used throughout this manual in reference to the 
64304A Emulation Bus Preprocessor. The term CPU will be used when refering to the 64000 Host 
Microprocessor. 



8-2. SAFETY CONSIDERATIONS. 



Read the Safety Summary at the front of this manual before servicing the 64304A. Before performing 
each procedure, review it for cautions and warnings. For example, when working around the power 
supply circuitry, caution should be taken to avoid potentially lethal voltages. 



8-3. BLOCK DIAGRAM THEORY (see Figure 8-1). 

Write Status Buffer. The CPU enables this buffer when it requires the lower byte of (low true) status 
information from the EBPP. 

Write Data Buffer. The CPU uses this buffer to load control information into the Control Word 
Register, Emulator identification information to the Analyzer, and to load data into the Pattern RAM. 

Write Address Latch. This latch captures the lower address byte on the host bus. This information is 
then used to address Pattern RAM or simulate Emulation Bus cycles to the Analyzer data channels during 
PV. 

Preprocessor Write Decoder. Used by the CPU to control Preprocessor programming functions. 
These functions include break reset, Pattern RAM and Control Word Register loading. Emulator ID 
loading, break set, and a PV strobe. 

Control Word Register. The CPU uses this latch to select the operating modes of the 64304A through 
the use of CWO-7: run/load. Status and Data field multiplexing, and break drive enable/disable. 
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Preprocessor Control Decoder. The Analyzer controls interfacing between the Preprocessor and the 
Analyzer. The Analyzer controls the operations of the Smart Interface, the Break Drive Latches, and 
reseting and clearing of the Preprocessor. The Analyzer can provide itself with the the ID of the 
Preprocessor, the lower byte of Preprocessor status, and identification of the Emulator the EBPP is 
attached to. 

Timing and Brealc Strobe Generator. This circuitry generates a delayed clock signal for the 
Analyzer and for pattern breaks. This circuit can be driven by the Emulation Analysis Clock (LANAL) or 
the PV Strobe from the CPU. CW6 determines which signal drives this circuit. 

Analysis Smart Interface. The Analyzer uses this circuitry to provide itself the identification and 
status of the Preprocessor, and identification information about the Emulator Controller that the EBPP is 
connected to. This allows the Analyzer to configure it's input channels for analysis of 8 or 16 bit 
processors. 

RAM Load Buffers. The CPU uses these buffers to load Pattern RAM and for simulation of emulation 
bus cycles during PV. When LLOAD is asserted the RAM Load Buffers are enabled. 

Emulation Status, Data, and Address Latches. Information on the Emulation Bus is captured by 
these latches on the leading edge of the Emulation Analysis Clock (LANAL). The Emulation Latches are 
enabled by a low on LRUN. 

Status, Data, and Address Pattern RAM. The Pattern RAM is used for recognizing data, status, and 
address patterns during an Emulation Bus cycle. The pattern data is used for the single-step feature in 1 6 
bit Emulators. 

Pattern Found Gate and Write Upper Status Byte Buffer. Each of the six Pattern RAM will 
output a "1" to the Pattern Found Gate when the specified (by the user) data pattern was found. The 
output level of the Pattern Found Gate is then clocked into the Pattern Break Drive Latch. The CPU can 
read Pattern RAM data, determine if a Stimulus Break occurred, or if the upper or lower byte of 
emulation data is being output to the Analyzer by reading the Write Upper Status Byte Buffer. 

Break Drive Latches. This circuitry is used to drive the emulation break line (LBRK) on signals from 
the Analyzer or pattern detection circuitry. 

Data/Status Multiplexors. When the EBPP is connected to a 16 bit Processor Emulator the upper byte 
of Emulation Bus Data will be sampled by the Analyzer. With an 8 bit Emulator the Emulation Bus 
Status lines will be sampled by the Analyzer. 

Upper /Lower Byte Data Multiplexors. This circuitry is used to arrange the Emulation Bus Data into 
State Analyzer format for 8 and 16 bit Processor Emulators. 

Status, Data, and Address Translators. Used to translate TTL Emulation Bus information into 
ECL logic levels required for the inputs to the State Analyzer. 
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Figure 8-1. 

Emulation Bus Preprocessor Block Diagram 
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NOTES 
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8-4. THEORY OF OPERATION (see Figure 8-3). 



Emulation software controls the Preprocessor by writing to the Control Word Register (U16I), and also 
loads the ID of the Processor Emulator into the Write Emulator ID Register (U51G). In the RUN mode, 
Emulation Bus cycles of Address, Data, and Status are latched onto the Preprocessor Bus by the Emulation 
Bus Latches (UIJ, and U3J-U7J) on the rising edge of LANAL. Also latched are the signals LEBYTE and 
LEBUP by UIH. 

The Analyzer reads the Preprocessor ID (via U2J) and then the Processor Emulator ID (Ul 5G) in order to 
properly format itself for a particular Emulator. The host CPU reads the Preprocessor Board ID to 
determine which card option is in which card cage slot. This infomation is used by other options and to 
load the correct Performance Verification software for Option Test. 

The Data/Status Multiplexors (UllF and UIOF) format the Emulation Bus Data and Status fields to 
either the 8 or 16 bit Analyzer format according to the configuration of the Control Word Register. 
LEBYTE and LEBUP are then used to select the proper byte of Emulation Bus Data being multiplexed by 
the Upper/Lower Byte Data Multiplexors (U8F and U9F) in either the 8 or 16 bit format. Buffered 
Emulation Bus Address, Data, and Status bits are then shifted from TTL to ECL logic levels and are sent 
out on the Preprocessor Interface Bus (PPIB) to the State Analyzer. 

The Preprocessor Bus (LBAO-23, LBDO-1 5, and LBSO-7) also goes to six 256x1 Pattern RAM (U2F-U7F) 
which are used for Emulation Bus cycle pattern recognition for 16 bit emulator single -stepping. The 
Emulation software writes either a logical "0" or "1" to each address in each of the Pattern RAM (using 
the RAM Load Buffers (U2J, U3H-U7H), Write Address Latch (U17A), and Write Data Buffer (U17I)). 
Each Pattern RAM corresponds to a byte of data on the Emulation Bus which will be routed to that 
RAM. When each RAM is addressed by that particular byte of Emulation Bus information, the 
information stored in the addressed cell is inverted at the output of the RAM indicating the addressing 
pattern is true or false. All of the RAM outputs are then gated together (U2H) to form one "Pattern 
True" signal which is clocked into the Pattern Break Drive Latch (U15E) by PBRKSTB. The break signal 
(LBRK) is then gated onto the Emulation Bus, and will be cleared immediately after the emulator detects 
it. Pattern break is enabled by the emulation software only during single-step mode. 

LANAL is also used to trigger the Timing and Break Strobe Generator, which consists of two discrete ECL 
monostable circuits (U9H and Ul IH), to generate a clock for the Analyzer with enough delay to allow for 
any on-board processing of the Emulation Bus data (Analyzer data formatting or Pattern Recognition). 
The PBRKSTB signal is a TTL output of the Timing and Break Strobe Generator with the ECL output 
being used to clock the Analyzer. 
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8-4. THEORY OF OPERATION (Cont'd). 



The Preprocessor may also drive the Emulation Break line (LBRK) using signals on the Stimulus and Halt 
Lines (PSTIM and PHALT) from the State Analyzer. The Stimulus Line signal is a pulse generated when 
the Analyzer recognizes a trigger or a data sequence. This pulse is used as the clock to latch a Stimulus 
Break (U17E). The Halt Line signal is a low to high transition generated by an analysis trigger or 
measurement completion and must be first qualified in order to recognize the correct transition. If the 
Halt Line is to be driven by the Analyzer during a measurement it will be at a logical "1" after the State 
Analyzer hardware has been configured. The LWHQCLK signal, which is generated by the Analyzer just 
before a measurment starts but just after the State Analyzer hardware is configured, is used to latch 
(U15E) the Halt qualifying level. The Halt break is then clocked into U17E by the next positive 
transition on the Halt Line where it is gated onto the Emulation Bus. When the Halt break is driven, the 
qualifier latch (U15E) is immediately reset to await proper re-qualification. Emulation software enables 
or disables either of these breaks according to user input during configuration, and again will reset a break 
immediately after it is detected. 

The Pod Sense logic (U8J, R13, R14, RP29, RI, R2, R5 and Rll) is used during PV to determine what 
Analyzer Pods and Emulation Bus cables are connected to the Preprocessor. 



8-6 



Model 64304A - Service 



8-5. LOGIC CONVENTION. 

Logic states are defined as follows: 

0 False, negated, inactive, or unasserted state. 

1 True, active, or asserted state. 

Voltage levels representing logic states: 

LOW (L) The more negative of two voltage levels. 

HIGH (H) The more positive of two voltage levels. 

Signals may be either HIGH true, or LOW true, as indicated by the mnemonics on the schematics. 

The 64304A includes both TTL and ECL ICs. Worst case voltage levels for troubleshooting and signature 
analysis purpose are as follows: (IC data sheet specifications may be more accurate) 



TTL Voltage Levels 

Level Voltage 

LOW less than 0.8 V 

HIGH greater than 2.0 V 



ECL Voltage Levels 

Level Voltage 

LOW less than -1.50 

HIGH greater than -1.10 



8-6. ECL ATTRIBUTES. 

Because ECL inputs are pulled down inside the IC, an unconnected ECL input is LOW. 

ECL outputs may be tied together in the same way as open -collector TTL outputs. Thus, they may be 
wire-ANDed or wire-ORed. 
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Table 8- 1. Logic Symbols, sheet 1 of 3 



GENERAL 

All signals flow from left to right, relative to the symbol's orientation with inputs on the left side of the symbol, and 
outputs on the right side of the symbol (the symbol may be reversed if the dependency notation is a single term.) 

All dependency notation is read from left to right (relative to the symbol's orientation). 

An external state is the state of an input or output outside the logic symbol. 

An internal state is the state of an input or output inside the logic symbol. All internal states are True = High. 
SYMBOL CONSTRUCTION 

Some symbols consist of an outii ne or combination of outlines together with one or more qualifying symbols, and the 
representation of input and output lines. 



INPUTS 





& 

U98 

















■ OUTPUTS 



Some have a common Control Block with an array of elements: 

CHIP 

FUNCTION 



COMMON 
CONTROL-*- 

INPUTS 



ARRAY 
ELEMENTS 



INPUTS 




3 ^ 


7D [0] 


— ^ 14 


4 


13 


7D [1] 


5 


12 


7D [2] 


6 


11 


7D [3] 







CONTROL 
BLOCK 



COMMON 
OUTPUT 



DEPENDENCY 
NOTATION 

LEAST 

SIGNIFICANT 
ELEMENT 



OUTPUTS 



MOST 

SIGNIFICANT 
ELEMENT 



CONTROL BLOCK - All inputs and dependency notation affect the array elements directly. Common outputs are 
located in the control block. (Control blocks may be above or below the array elements.) 



ARRAY ELEMENTS -All array elements are controlled by the control block as a function of the dependency notation. 
Any array element is independent of all other array elements. Unless indicated, the least significant element is always 
closest to the control block. The array elements are arranged by binary weight. The weights are indicated by powers 
of 2 (shown in [ 1). 

LS-04-08-83 - 1 
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Table 8-1. Logic Symbols, sheet 2 of 3 
INPUTS - Inputs are located on the left side of the symbol and are affected by their dependency notation. 

Common control inputs are located in the control block and control the inputs/outputs to the array elements 
according to the dependency notation. 

Inputs to the array elements are located with the corresponding array element with the least significant element 
closest to the control block. 

OUTPUTS - Outputs are located on the right side of the symbol and are effected by their dependency notation. 
Common control outputs are located in the control block. 

Outputs of array elements are located in the corresponding array element with the least significant bit closest to 
the control block. 

CHIP FUNCTION - The labels for chip functions are defined, i.e., CTR - counter, MUX - multiplexer. 
DEPENDENCY NOTATION 

Dependency notation is always read from left to right relative to the symbol's orientation. 

Dependency notation indicates the relationship between inputs, outputs, or inputs and outputs. Signals having a 
common relationship will have a common number, i.e., C7 and 7D....C7 controls D. Dependency notation 
2,3,5,6-^/1 ,C7 is read as when 2 and 3 and 5 and 6 are true, the input will cause the counter to increment by one 
count. ...or (/) the input (07) will control the loading of the input value (7D) into the D flip-flops. 

The following types of dependencies are defined: 



a. AND (G), OR (V), and Negate (N) denote Boolean relationship between inputs and outputs in any 
combination. 

b. Interconnection (Z) indicates connections inside the symbol. 

c. Control (O) identifies a timing input or a clock input of a sequential element and indicates which inputs are 
controlled by it. 

d. Set (S) and Reset (R) specify the internal logic states (outputs) of an RS bistable element when the R or S 
input stands at its internal 1 state. 

e. Enable (EN) identifies an enable input and indicates which inputs and outputs are controlled by it (which 
outputs can be in their high impedance state). 

f. Mode (M) identifies an input that selects the mode of operation of an element and indicates the inputs and 
outputs depending on that mode. 

g. Address (A) identifies the address inputs. 

h. Transmission (X) Identifies bi-directional inputs and outputs that are connected together when the 
transmission input is true. 



DEPENDENCY NOTATION SYMBOLS 



A Address (selects inputs/outputs) (indicates binary range) 

C Control (permits action) 

EN Enable ( permits action) 

G AND (permits action) 

M Mode (selects action) 



N Negate (complements state) 

R Reset Input 

S Set Input 

V OR (permits action) 

Z Interconnection 

X Transmission LS-04-08-83 
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Table 8-1. Logic Symbols, sheet 3 of 3 



OTHER SYMBOLS 



n 


Analog Signal 




Inversion 


& 


AND 


0 


Negation 


M 


Bit Grouping 


-X- 


Nonlogic Input/Output 




Buffer 




Open Circuit (external resistor) 


1 


Compare 




Open Circuit (external resistor) 


t> 


Dynamic 


>1 


OR 


=1 


Exclusive OR 




Passive Pull Down (internal resistor) 


T. 


Hysteresis 




Passive Pull Up (internal resistor) 


? 


Interrogation 


n 


Postponed 




Internal Connection 




Shift Left (or up) 



—■ Shift Right (or down) 

/ Solidus (allows an input or output to have 
more than one function) 

V Three State 

, Causes notation and symbols to effect 
inputs/outputs in an AND relationship, and to 
occur in the order read from left to right 

/ \ Used for factoring terms using algebraic 
^ ' techniques. 

[ ] Information not defined. 

4> Logic symbol not defined due to complexity. 



BG Borrow Generate 

81 Borrow Input 

BO Borrow Output 

BP Borrow Propagate 

CO Carry Generate 

CI Carry Input 



LABELS 

CO Carry Output 

CP Carry Propagate 

CT Content 

D Data Input 

E Extension (input or output) 

F Function 



J 
K 
P 
T 
+ 



J Input 
K Input 
Operand 
Transition 
Count Up 
Count Down 



MATH FUNCTIONS 



V 

ALU 

COMP 

DIV 



Adder 

Arithmetic Logic Unit 
Comparator 
Divide By 
Equal To 



> Greater Than 

< Less Than 

CPG Look Ahead Carry Generator 

77 Multiplier 

P-Q Subtractor 



CHIP FUNCTIONS 



BCD Binary Coded Decimal 

BIN Binary 

BUF Buffer 

CTR Counter 

DEC Decimal 



DIR 

DMUX 

FF 

MUX 
OCT 



Directional 

Demultiplexer 

Flip-Flop 

Multiplexer 

Octal 



RAM Random Access Memory 

RCVR Line Receiver 

ROM Read Only Memory 

SEG Segment 

SRG Shift Register 



DELAY and MULTIVIBRATORS 



XLTL Astable 

j 100 i:s j Delay 

in. Nonretriggerable Monostable 



NV Nonvolatile 

I State of initial power up 

_r~L_ Retriggerable Monostable 



LS-04-08-83 - 3 
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Table 8-2. Schematic Diagram Notes 



ETCHED CIRCUIT BOARD 



(925) yviRE COLORS ARE GIVEN 

BY NUMBERS IN PARENTHESES 
USING THE RESISTOR COLOR 
CODE 



I 

. J 



FRONT PANEL MARKING 



REAR-PANEL MARKING 



[ (925) IS WHT-RED-GRN j 



0- BLACK 
1 - BROWN 

2- RED 

3 - ORANGE 

4- YELLOW 



5- GREEN 

6 - BLUE 

7 - VIOLET 

8 - GRAY 

9 - WHITE 



9 

I 

(^TPI 



MANUAL CONTROL 



SCREWDRIVER ADJUSTMENT 



ELECTRICAL TEST POINT 
TP (WITH NUMBER) 



NUMBERED WAVEFORM 
NUMBER CORRESPONDS TO 
ELECTRICAL TEST POINT NO. 

LETTERED TEST POINT 
NO MEASUREMENT AID 
PROVIDED 



OPTIMUM VALUE SELECTED 
AT FACTORY, TYPICAL 
VALUE SHOWN; PART MAY 
HAVE BEEN OMITTED. 



UNLESS OTHERWISE INDICATED: 
RESISTANCE IN OHMS 
CAPACITANCE IN PICOFARADS 
INDUCTANCE IN MICROHENRIES 



)LIP 
P/O 
NC 
CW 



MICROPROCESSOR 

PART OF 

NO CONNECTION 

CLOCKWISE END OF VARIABLE 

RESISTOR 



COMMON CONNECTIONS. ALL LIKE-DESIGNATED POINTS ARE CONNECTED. 
NUMBER ON WHITE BACKGROUND = OFF-PAGE CONNECTION. 

LARGE NUMBER ADJACENT = SERVICE SHEET NUMBER FOR OFF-PAGE CONNECTION. 

CIRCLED LETTER = OFF-PAGE CONNECTION BETWEEN PAGES OF SAME SERVICE 
SHEET. 

INDICATES SINGLE SIGNAL LINE 
NUMBER OF LINES ON A BUS 




V 

© 3 

© 



STD-20-09-81 
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8-7. MNEMONICS (see Table 8-3). 

Signals on the 64304A board have been assigned mnemonics in alphabetical order that describes the active 
state and function of the signal (see table 8-1 Logic Symbols). A prefix letter (H, or L) is used to indicate 
the active state of the signal and the remaining letters indicate its function. An "H" prefix indicates that 
the function is active in the "high" state; an "L" prefix indicates that the function is active in the "low" 
state. Table 8-3 is a listing of the mnemonics used on the schematics and throughout this manual. 



Table 8-3. Mnemonics 



Mnemonic Description 



CWO-7 CONTROL WORD 0-7. The host processor uses these bits to control 

various operations of the EBPP. These 8 bits control the following 
functions: NOTE: these lines are represented with low true logic!! 

CWO GLOBAL BREAK ENABLE--mus t be enabled to allow any breaks 

0 = enable break 

1 ' disabled 

CWl PATTERN BREAK (for 'step') 

0 - enable pattern break 

1 - disabled 

CW2 BREAK ON ANALYSIS HALT (for 'break on analysis_halt ' ) 

0 = enable analysis halt break 

1 " disabled 

CW3 BREAK ON ANALYSIS STIMULUS (for 'break on analys is_st imulus ' ) 

0 = enable analysis stimulus break 

1 = disable 

CW4 FORMAT FOR DEMUXULTIPLEXING DATA 

0 = pod 2 bits H/LD4-11 always emulation data bits 0-7 

(16 bit format) 

1 = pod 2 bits H/LD4-11 multiplexed by byte status 

(8 bit format) 
CW5 FORMAT FOR 8 BIT/16 BIT STATUS 

0 = pod 2 bits H/LD12-19 are emulation data bits 8-lS 

(16 bit format ) 

1 = pod 2 bits H/LD12-19 are emulation status 

(8 bit format) 
CW8 CLOCK SOURCE 

0 = clock driven by PV strobe (load mode) 

1 = clock driven by emulation analysis clock (run mode) 
CW7 DATA SOURCE 

0 = load address (load mode) 

1 = emulation data (run mode) 
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Table 8-3. Mnemonics (Cont'd) 



Description 



GROUND SENSE. These lines are tied to circuit ground on the 
General Purpose or Emulation Control cards; used to determine if the 
Emulation bus cables are connected to the EBPP. 

HIGH CLOCK 0. Differential (LCLKO) clock signals or qualifier bits 

to the State Analyzer Control board. 

HIGH DATA 0-19. Differential data signals (LDO-19) sent to the 
State Analyzer Aquisition cards for analysis. 

LOW STROBE. A signal originating in the mainframe. When low 
and the CPU is in the write mode (LWRT low), LSTB indicates the 
Data Bus has valid information on it. When low and the CPU is in the 
read mode, LSTB indicates that the CPU is not driving the Data Bus, 
and the device addressed may now drive it. 

HIGH START MEMORY. When high, clocks the valid information 
on the mainframe address bus into the Write Address Latch. 

HIGH TRANSFER CLOCK. A differential clock (LTCLK) from the 
State Analyzer Control board. When HTCLK goes from a low to a 
high state, data is transferred to/from the State Analyzer and the 
Preprocessor. 

LOW ADDRESS O-IO. Used by the CPU to address various devices on 
the EBPP. The Address Bus is transmit only from the CPU. 

LOW ANALYSIS. A rising edge on this line clocks data present on 
the emulation address, data, and status buses into the Emulation Bus 
Latches. 

LOW BUFFERED ADDRESS 0-23. Same as LEAO-23 with 
additional buffering. 

LOW BUFFERED DATA 0-15. Same as LEDO-15 with additional 
buffering. 

LOW BREAK. When low indicates to the General Purpose or 
Emulator Control board to do a hardware break. This causes the 
emulator to stop processing and allow the user to analyze the cause of 
the break condition. This line may be asserted when the analyzer 
completes a requested trace. 
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Table 8-3. Mnemonics (Cont'd) 



Description 



LOW BREAK RESET. When this hne or LRESET are low the Break 
Drive Latches are reset. 

LOW BREAK SET. When this hne is low the Break Drive Latches 
are set. 

LOW BUFFERED STATUS 0-9. Same as LESO-7, LEBUP, and 
LEBYTE with additional buffering. 

LOW CLOCK 0. Differential (HCLKO) clock signals or qualifier bits 
to the State Analyzer Control board. 

LOW DATA 0-12. The bidirectional bus used to transfer data to and 
from the CPU. When LSTB is low, the data on the bus is valid. Data 
bits 9-12 are used to generate the Preprocessor board ID number 
(lAOOH). 

LOW DATA 0-19. Differential data signals (HDO-19) sent to the 
State Analyzer Aquisition cards for analysis. 

LOW EMULATION ADDRESS 0-23. These lines are the address 
outputs of the General Purpose or Emulator Control boards. These 
lines specify an active low address for memory or input/output 
location. 

LOW EMULATION BYTE UPPER. This line is output to the 
Emulation Bus. When low, indicates that a byte of data data will be 
transferred on the upper 8 bits of the Emulation Data Bus. This 
signal becomes LBS 9. 

LOW EMULATION BYTE. This line is output to the Emulation Bus. 
When low, indicates that all data transactions on the bus are byte 
instead of word transactions. This signal becomes LBS8. 

LOW EMULATION DATA 0-15. This is a bidirectional, 16 bit bus. 
The analyzer uses this active low bus to trace both emulation memory 
transactions, and user memory and I/O transactions. 

LOW EMULATION STATUS 0-7. These lines are output from 
various circuits on the General Purpose or Emulation Control boards 
to the Emulation Bus. 

LOW INTERFACE ADDRESS 0 and 1 . Signals used for writing an 
address to the Preprocessor Control Decoder to control various 
operations. 
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Table 8-3. Mnemonics (Cont'd) 



Description 



LOW INTERFACE DATA 0-7. A data bus that the State Analyzer 
Control board uses read data from the CPU, and status and 
preprocessor ID information from the 64304A. 

LOW INTERFACE MASTER RESET. A low on this line will reset 
the Preprocessor. 

LOW INTERFACE WRITE. The State analyzer Control board uses 
this line to address the Preprocessor Control Decoder. 

LOW LOAD. When low, this signal enables the RAM Load buffers 
and allows the CPU to drive the address, data, and status buses. When 
high, the information stored in the Emulation Latches is allowed to 
drive the address, data, and status buses. 

LOW PATTERN FOUND. A low on this line indicates that the 
Emulation Bus pattern was found. 

LOW PERFORMANCE VERIFICATION STROBE. The CPU uses 
this line to stimulate the second stage of the Timing and Break Strobe 
Generator during performance verification tests. 

LOW POWER ON PULSE. Normally high signal that will go low 
when the power supply shuts off. LPOP will pulse low shortly after 
the power supply turns on. 

LOW READ. When asserted by the CPU this signal enables the CPU 
to read the Upper Status Byte Buffer. 

LOW RESET. When this line is low the Preprocessor is disabled. 
When this line is high the CPU and the State Analyzer can control 
operations on the EBPP. A reset is asserted by a master reset 
(LIMRST) from the analyzer or a LPOP from the power supply. 

LOW SELECT. A signal originating in the mainframe. When low, 
LSEL allows the Preprocessor board Identification Code (ID # lAOOH) 
to be returned over the CPU's Data Bus. This allows the CPU to 
determine the Preprocessor installed in the mainframe, and which 
card cage slot it is installed in. This line is also used to enable the 
EBPP. 
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Table 8-3. Mnemonics (Cont'd) 



Description 



LOW STROBE. A signal originating in the mainframe. When low 
and the CPU is in the write mode (LWRT low), LSTB indictes the 
Data Bus has valid information on it. When low and in the read mode, 
LSTB indicates that the CPU is not driving the Data Bus, and the 
device addressed may now drive it. 

LOW START MEMORY. A signal originating in the mainframe. 
When low, LSTM indicates that the information on the CPU's Address 
Bus is valid. 

LOW TRANSFER CLOCK. A differential clock (HTCLK) from the 
State Analyzer Control board. When LTCLK goes from a high to a 
low state, data is transferred to/from the State Analyzer and the 
Preprocessor. 

LOW WRITE ADDRESS 0-7. Low true address lines the CPU uses to 
address and control devices on the EBPP. 

LOW WRITE ENABLE. When low, the CPU is writing to the Pattern 
RAM. When high, the CPU is reading from the Pattern RAM. 

LOW WRITE CONTROL WORD. The CPU uses this line to clock 
control information into the Control Word Register of the 
Preprocessor. See CWO-7 for more information. 

LOW WRITE DATA 0-7. These lines are the CPU Data Bus after 
buffering. Data bits LWDO-5 are also used as the data for the Pattern 
RAM. 

LOW WRITE HALT QUALIFY CLOCK. The analyzer uses this line 
to clock in the level on the PHALT line. This line will be clocked 
prior to an analyzer trace. 

LOW WRITE IDENTIFICATION. The State Analyzer Control board 
selects this line when the Emulation Bus Preprocessor ID (81H) is 
required. Also, used during PV. 

LOW WRITE EMULATOR DATA. The State Analyzer Control 
board selects this line when it requires data. The data is emulator 
information sent from the CPU. 

LOW WRITE EMULATOR IDENTIFICATION. This line clocks the 
identification information of the Microprocessor Emulator that is 
attached to the General Purpose or Emulation Control board. The 
analyzer can then configure it's data channels accordingly. 
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Table 8-3. Mnemonics (Cont'd) 



Description 



LOW WRITE PREPROCESSOR STATUS. The State Analyzer Control 
board selects this line when the status of the Preprocessor is required. 

MULTIPLEXOR OUTPUTS 1-8. These lines are the outputs of the 
Upper /Lower Data Byte Multiplexors that become bits H/LD4-1 1 of 
Pod 2. Used for routing data information for analysis of 16 or 8 bit 
Emulators. 

MULTIPLEXOR OUTPUTS 9-16. These lines are the outputs of the 
Data/Status Multiplexors that become bits H/LD12-19 of Pod 2. 
Used for routing data or status information for analysis of 16 or 8 bit 
Emulators. 

NEGATIVE INTERFACE HALT. A differential signal (PIHALT) 
sent to the Preprocessor, from the analyzer, to qualify or disable a halt 
break (see PHALT). 

NEGATIVE INTERFACE STIMULUS. A differential signal (PISTIM) 
sent to the Preprocessor, from the analyzer. NISTIM goes from a high 
to a low state when a Trigger Event or Sequence Event occurs if 
enabled by the user (see PSTIM). 

POSITIVE BREAK STROBE. Clock signal from the Timing and 
Break Strobe Generator used to clock in the information on the 
output of the Pattern Found Gate. 

POSITIVE HALT. When high, indicates that a Halt Break has been 
qualified. When low. Halt Breaks are disabled. 

POSITIVE INTERFACE HALT. A differential signal (NIHALT) sent 
to the Preprocessor, from the analyzer, to qualify or disable a halt 
break (see PHALT). 

POSITIVE INTERFACE STIMULUS. A differential signal (NISTIM) 
sent to the Preprocessor, from the analyzer. PISTIM goes from a low 
to a high state when a Trigger Event or Sequence Event occurs if 
enabled by the user (see PSTIM). 
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Table 8-3. Mnemonics (Cont'd) 



Mnemonic 



Description 



PSTIM 



SWO-15 



POSITIVE STIMULUS. The positive edge of PSTIM will clock the 
value of CW3 when a Trigger Event or Sequence Event occurs (see 
CW3). 

STATUS WORD 0-15. The Preprocessor generates sixteen status bits 
that the Analyzer and the CPU can read. These lines show the status 
of the following functions: NOTE these lines are represented with 
low true logic !! 



STATUS WORD BIT 
SWO 



ANY BREAK 

0 > A BREAK OCCURRED 

1 > NO BREAK 



SWl PATTERN BREAK 

0 = PATTERN BREAK OCCURRED 

1 > NO BREAK 

SW2 ANALYSIS BREAK (either HALT or STIMULUS) 

0 = ANALYSIS BREAK OCCURRED 

1 s NO BREAK 

SW3 CLOCK POD SENSE (used for PV) 

0 = NO CLOCK POD 

1 > CLOCK POD CABLE IS PRESENT 

SW4 DATA POD 1 SENSE (used for PV) 

0 = NO POD 1 

1 = POD 1 CABLE IS PRESENT 

SW5 DATA POD 3 SENSE (used for PV) 

0 = NO POD 3 

1 = POD 3 CABLE IS PRESENT 

SW6 DATA POD 2 SENSE (used for PV) 

0 = NO POD 2 

1 = POD 2 CABLE IS PRESENT 



SW7 EMULATION BUS SENSE (used for PV) 

0 = EMULATION BUS IS CONNECTED 

1 = NO EMULATION BUS CONNECTED 
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Table 8-3. Mnemonics (Cont'd) 



Mnemonic Description 



SWO- 1 5 STATUS WORD 0- 1 5 (Con't) 



SW8 LOW ADDRESS PATTERN 

0 = TRUE 

1 = FALSE 

SW9 MID ADDRESS PATTERN 

0 = TRUE 

1 - FALSE 

SWIO HIGH ADDRESS PATTERN 

0 ' TRUE 

1 = FALSE 

SWll LOW DATA PATTERN 

0 = TRUE 

1 = FALSE 

SW12 HIGH DATA PATTERN 

0 = TRUE 

1 ' FALSE 

SW13 STATUS PATTERN 

0 = TRUE 

1 = FALSE 

SW14 STIMULUS BREAK 

0 = NO BREAK 

1 - STIMULUS BREAK OCCURRED 

SW15 HIGH TO LOW MULTIPLEX 

0 = NORMAL 

1 - MULTIPLEXED 
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Figure 8- 



2. 64304A Component Locator (sheet I of 5) 
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P/O EMULATION BUS PREPROCESSOR (64304-66501) 
INTERFACE 




REF DES 



ICS ON THIS SCHEMATIC 



HP PART NO. MFG PART NO. 



+5 



GND 



-5.2 



U12J, U15G, 
U16G, U17G, 
U17I 

U15I, U16I, 
U17A 

U15J 

U17B 

U17C 

U17D 

U17J 



1820-2024 

1820-1730 

1820-1199 
1820-1216 
1820-1144 
1820-0269 
1820-1197 



SN74LS244N 

SN74LS273N 

SN74LS04N 

SN74LS138N 

SN74LS02N 

SN7403N 

SN74LS00N 



20 

20 

14 
16 
14 
14 
14 



10 

10 

7 
8 
7 
7 
7 



PARTS ON THIS SCHEMATIC 



Cl-4, 6-11, 13-28, 32 
TP GND. TP +5, TPl, TP3 



Figure 8-3. 
64304A Schematic (sheet 1 of 5) 
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Figure 8-2. 64304A Component Locator (sheet 2 of 5) 



/ 



TO/FROM STATE ANALYSIS BOARD 
I 



(CLOCK POD) 



ICS ON THIS SCHEMATIC 
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W6 (_ 



REF DES 



HP PART NO. MFG PART NO. 



+5 



QND 



n 00 oi , 




CONNECTION SYMBOL 



RP » 


HP 


P/N 


RESISTOR 


POWER PIN AND 








VALUE 


VOLTAGE LEVEL 


32 


1810- 


0273 


470 X 9 


1 -5.2 



SEF_ RP VALUE TABLE 
FOR MORE INFORMA- 
TION 

PIN NUMBER OF RESISTOR 
PACK 

■ RESISTOR PACK NUMBER (RP)I 



■ ECL LINE BEING PULLED DOWN 



-5.2 



Figure 8-3. 
64304A Schematic (sheet 2 of 5) 
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Figure 8-2. 64304 A Component Locator (sheet 3 of 5) 
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FROM EMULATION BUS 



FROM EMULATION BUS 




REF OES 



ICS ON THIS SCHEMATIC 



HP PART NO. MFG PART NO. 



+5 



GND 



-5.2 



UIH. UIJ, 1820-1997 SN74LS374N 
U3J-U7J 

U2J, U4H-U7H 1820-2024 SN74LS244N 

U3H 1820-1917 SN74LS240N 

U8J 1820-1144 SN74LS02N 



20 

20 
20 
14 



10 

10 
10 
7 



PARTS ON THIS SCHEMATIC 



R13, 14 
RP30, 34-39 



3 



Figure 8-3. 
64304A Schematic (sheet 3 of 5) 
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Figure 8-2. 64304A Component Locator (sheet 4 of 5) 
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P/O HI CD 



P/0 EMULATION BUS PREPROCESSOR 
(64304-66501) BREAK DETECT/DRIVE 
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I 1 
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REF DES 



ICS ON THIS SCHEMATIC 



HP PART NO. MFG PART NO. 



+5 



GND 



-5.2 



UID 

U2F-U7F 

U2H 

UIOJ 



1820-0682 
1816-1092 
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Figure 8-3. 
6 4 30 4 A Schematic (sheet 4 of 5) 
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Model 64304A - Service 
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Figure 8-2. 6 430 4 A Component Locator (sheet 5 of 5) 
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Model 643 04A - Service 



TO/FROM POD 3 



TO/FHOM POD 2 



TO/FROM POD 1 




REF DES 



ICS ON THIS SCHEMATIC 



HP PART NO. MFG PART NO. 



+5 



GND 



-5.2 



U2D, 

U6D-U15D 
U8F-U11F 
U8H 
UIOJ 



1820-1173 MC10124L 

1820-2654 74F157PC 

1820-2690 74F32PC 

1820-2686 74F08PC 



16 
14 
14 



16 

8 
7 
7 



PARTS ON THIS SCHEMATIC 



Rl-6 

RPl-4, 9-29 
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Figure 8-3. 
6 4 30 4 A Schematic (sheet 5 of 5) 
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SALES & SUPPORT OFFICES [7] 

Arranged alphabetically by country 



Product Una SalM/Support Key 

Kay Product Um 

A Analytical 

CM Componanti 

C ComputarSyalaimSalatonly 

CH ComputarSyitaimHardwaraSalMandSarvlcat 

CS ComputarSyttaimSoltwataSalaaaiidSanicu 

E Electronic InstrumantadtetniranaiitSyitaiiia 

M MadlcalProdMU 

MP MadlcalProdgcta Primary SRO 

MS Madical Product) Saeondary SRO 

P PanonalComputatioA Product* 

Sales only tor ipeclltc product Una 

Support only lor ipaclflc product line 

IMPORTANT: Thaia (ymbolt designate general product Una capatjWty. Tlwy do not 
insure sales or support availability tor an products witliln a Ine, at all locatkm*. 
Contact your local saia* oHIca lor information regarding location) where HP 
support Is available lor specific products. 

HP cUslribulors are printed in HaUcs. 



ANGOLA 

Telecira 

Empresa TMca de Equipammtos 
R. Barbosa Rodrigues, 4 1-1 DT. 
Cabta Postal 6487 
UUMDA 

Tel: 3SS 15,355 16 
EM,P 

ARGENTINA 

Hewlett-Packard Argentina S.A. 
Avenida Santa Fe 2035 
Ivlartinez 1640 BUENOS AIRES 

Tel: 798-5735, 792-1293 
Telex: 17595 BIONAR 
Cable: HEWPACKAflG 
A,E,CH,CS,P 
Biotron S.A.C.IM e I. 
Av Paseo Colon 22 1, Piso 9 
1399 BUENOS AIRES 
Tel: 30-4846, 30- mi 
Telex: 17595 BIONAR 
U 

AUSTRALIA 

Adelaide, South Australia 
Office 

Hewlett-Packard Australia Ltd. 

153 Greenhlll Road 

PARKSIDE, S.A. 5063 

Tel: 272-5911 

Telex: 82536 

Cable: HEWPARD Adelaide 

A*,CH,CM,.E,MS,P 

Brisbane, Queensland 
Office 

Hewlett-Packard Austrata Ltd. 

10 Payne Road 

THE GAP, Queensland 4061 

Tel: 30-4133 

Telex: 42133 

Cable: HEWPARD Brisbane 

A,CH,CM,E.M,P 

Canberra, Australia 
Capital Territory 
Office 

Hewlell-Packard Australia Ltd. 
121 Wollongong Street 
FVSHWICK, A.C.T. 2609 
Tel: 80 4244 
Telex: 62650 
Cable: HEWPARD Canberra 
CH,CM,E,P 



Melbourne, Victoria Office 

Hewlett-Packard Austrate Ltd. 

31-41 Josepli Street 

BUCKBURN, Victoria 3130 

Tel: 890 6351 

Telex: 31-024 

Cable: HEWPARD Melbourne 

A,CH,Clkl,CS,E,MS,P 

Pertli, Western Australia 
Office 

Hewlett-Packard Australia Ltd. 

261 Stirling Highway 

CLAREMONT, W.A. 6010 

Tel: 383-2188 

Telex: 93859 

Cable: HEWPARD Perth 

A,CH,CM„E,MS,P 

Sydney, New Soutii Wales 
Office 

Hewlett-Packard Australia Ltd. 

17-23 Talavera Road 

P.O. Box 308 

NORTH RrDE,N.S.W. 2113 

Tel: 887-1611 

Telex: 21561 

Cable: HEWPARD Sydney 

A,CH,Cli/l,CS,E,k/IS,P 

AUSTRIA 

Hewlett-Packard Ges.m.b.h. 

Grottenhofstrasse 94 

Verkaufsburo Graz 

A-8052 GRAZ 

Tel: 291-5-66 

Telex: 32375 

CH,E* 

Hewlell-Packard Ges.m.b.h. 

Lieblgasse 1 

P.O. Box 72 

A-1222 VIENNA 

Tel: (0222)23-65-11-0 

Telex: 134425 HEPA A 

A,CH,CM,CS.E,MS,P 

BAHRAIN 

Green Salon 
P.O. Box 557 
BAmn 

Tel: 255503-255950 
Telex: 84419 
P 

Wael Pharmacy 

P.O. Box 848 

BAimiM 

Tel: 256123 

Telex: 8550 WAEL BN 

E,U 



BELGIUM 

Hewlett-Packard Belgium S.A./N.V. 

Blvd de la Woluwe, 100 

Woiuwedai 

B-1200 BRUSSELS 

Tei: (02) 762-32-00 

Telex: 23-494 patoben bru 

A,CH,CM,CS,E,MP,P 

BRAZIL 

Hewlett-Packard do Brasii i.e.C. 
Ltda. 

Alameda Rio Negro, 750 

Alphaviile 

06400 BARUERISP 

Tei: (Oil) 421.1311 

Telex: (01 1) 33872 HPBR-BR 

Cable: HEWPACK Sao Paulo 

A,CH,Clul,CS,E,M,P 

Hewlett-Packard do BrasH I.e.C. 

Ltda. 

Avenida Epilacio Pessoa, 4664 
22471 RtODEJANEIRO-RJ 
Tel: (021) 286.0237 
Telex: 021-21905 HPBR-BR 
Cable: HEWPACK Rk) de Janeiro 
A,CH,Clul,E,MS,P* 

CANADA 
Alberta 

Hewlett-Packard (Canada) Ltd. 
210, 7220 Fisher Street S.E. 
CALI3ARY, Alberta T2H 2H8 
Tel: (403) 253-2713 
A,CH,Clwl,E',MS,P* 
Hewlett-Packard (Canada) Ltd. 
11620A-168th Street 
EDMONTON, Alberta T5M 3T9 
Tel: (403) 452-3670 
A,CH,CM,CS,E,MS,P' 

Britlsil Columbia 

Hewlett-Packard (Canada) Ltd. 
10691 Shelibrklge Way 
RKHHOND, 

British Columbia V6X 2W7 
Tei: (604) 270-2277 
Telex: 610-922-5059 
A,CH,CM,CS,E*,MS,P* 

Manitoba 

Hewlett-Packard (Canada) Ltd. 
380-550 Century Street 
WINMPEG, Manitoba R3H0Y1 
Tel: (204) 786-6701 
A,CH,CM,E,MS,P* 

New Brunswicic 

Hewlett-Packard (Canada) Ltd. 

37 Sheadiac Road 

MONCTON, New Brunswtek E2B 2V0 

Tel: (506) 855-2841 

CH" 

Nova Scotia 

Hewlett-Packard (Canada) Ltd. 

P.O. Box 931 

900 Windmill Road 

DARTMOUTH, Nova Scotia B2Y 3Z6 

Tel: (902) 469-7820 

CH.CM,CS,E*,MS,P* 

Ontario 

Hewlett-Packard (Canada) Ltd. 
552 Newbold Street 
LONDON, Ontario N6E 2S5 
Tei: (519) 686-9181 
A,CH,CM,E*,MS,P* 
Hewlett-Packard (Canada) Ltd. 
6877 Goreway Drive 
MISSISSAUGA, Ontario L4V 1M8 
Tel: (416) 678-9430 
A,CH,CM,CS,E,MP,P 



Hewlett-Packard (Canada) Ltd. 
2670 Oueensview Or. 
OHAWA, Ontario K2B 8K1 
Tei: (613) 820-6483 
A,CH,CM,CS,E-,MS,P* 
Hewlett-Packard (Canada) Ltd. 
220 Yorkiand Blvd., Unit #11 
WILLOWDALE, Ontark) M2J 1R5 
Tei: (416) 499-9333 
CH 

Quebec 

Hewlett-Packard (Canada) Ltd. 
17500 South Service Road 
Trans-Canada Highway 
KIRKLAND, Quebec H9J 2M5 
Tel: (514) 697-4232 
A,CH,CM,CS,E,MP,P* 
Hewlett-Packard (Canada) Ltd. 
Les Gaieries du Vallon 
2323 Du Versont Nord 
STE. FOY, Quebec GIN 4C2 
Tel: (418) 687-4570 
CH 

CHILE 

Jorge Calcagniy Cla. Ltda. 

Arlmo Buhrle 065 

Casilla 16475 

SANTIAGO 9 

Tel: 222-0222 

Telex: Public Booth 44000 1 

A,CU,E,M 

Olympia ((Me) Ltda. 

Av. Rodrigo de Araya 1045 

Casilla 256-V 

SANTIAGO 21 

Tel: (02) 22 55 044 

Telex: 240-565 OLYkP CL 

Cable: Olympiachile SanSagochUe 

CH,CS,P 

CHINA, People's Republic 
of 

China Hewlett-Packard Rep. Office 

P.O. Box 418 

1A Lane 2, Luchang SI. 

Beiwei Rd, Xuanvni Oistrict 

BEIMMS 

Tel: 33-1947, 33-7426 
Telex: 22601 CTSfP ON 
Cable: 1920 
A,CH,CM,CS,E,P 

COLOMBIA 

Instrumentaci6n 

H. A. Langebaek S Kier S.A. 

Carrera 4A No. 52A-26 

Aparlado Aereo 6287 

BOGOTA 1, O.E 

Tel: 212-1466 

Telex: 44400 mT CO 

Cable: AARIS Bogota 

CHE.M 

COSTA RICA 

Cienlifta Coslarricense S.A. 

Avenida 2, Calle 5 

San Pedro de Monies de Oca 

Aparlado 10159 

SANJOSE 

Tel: 24-38-20, 24-08-19 
Telex: 2367 GALGtm CR 
CU,E,M 



CYPRUS 

Telerexa Lid. 

P.O. Box 4809 

14C Stasslnos Avenue 

mm 

Tel: 62698 

Telex: 2894 LEWX) CY 
E,M,P 

DENMARK 

Hewlett-Packard A/S 
DataveJ 52 
DK-3m BmEBOD 
Tel: (02) 81-66-40 
Telex: 37409 hpas dk 
A,CH,CM,CS,E,MS,P 
Hewlett-Packard A/S 
Roiighedsvej 32 
DK-8240 RISSKOV 
Tel: (06) 17-60-00 
Telex: 37409 hpas dk 
CH,E 

DOMINICAN REPUBLIC 

Ulcroprog S.A. 

Juan TomSs k4e^ y Cotes No. 80 
Arroyo Hondo 
SANTO DOHINOO 

Tel: 565-6268 

Telex: 45 10 ARENTA OR (RCA) 
P 

ECUADOR 

CYEDE Cla. Ltda. 
Avenida Ek)y Alfaro 1749 
Casna 6423 CCI 
QUITO 

Tel: 450-975, 243-052 

Telex: 2548 CYEDE ED 

CM,E,P 

Hospitaiar S.A. 

Robles625 

Casilla 3590 

QUITO 

Tel: 545-250, 545- 122 
Telex: 2485 HOSPTL ED 
Cable: HOSPITALAR-Oulto 
M 

EGYPT 

International Engineering Associates 
24 Husseki HegazI Street 
Kasr-el-Aini 
CAIRO 

Tel: 23829 21641 
Telex: i£A UN 93830 
CH,CS,E,M 

Iniormalic For Systems 
22 Talaat Harb Street 
CAIRO 

Tel: 759006 

Telex: 93938 FRAM< UN 

CH,CS,P 

Egyptian International Office 
lor Foreign Trade 
P.0.Box2558 
CAIRO 

Tel: 650021 

Telex: 93337 EGPOR 

P 

EL SALVADOR 

IPESA de El Salvador S.A. 

29 Avenida Norte 1216 

SAN SALVADOR 

Tel: 26-6858 26-6868 

Telex: 20539 ERISA 

A,CH,CM,CS,E,P 



SALES & SUPPORT OFFICES 

Arranged alphabetically by country 



FINLAND 

Hewlett-Packard Oy 
Revontulentie 7 
SF-02100ESroO 10 
Tel: 00358-0-4550211 
Telex: 9100 
A,CH,CM,CS,E,MS,P 
Hewlett-Packard Oy 
Aatoksenkatv 10-C 
SF-40720-72 JYVASKTU 
Tel: (941) 216318 
CM 

Hewlett-Packard Oy 
Kalnvuntie 1-C 
SF-90140-14 0ULU 
Tel: (981) 338785 
CH 

FRANCE 

Hewlett-Packard France 
Z.I. Mercure 8 
Rue Berthelot 
F-13763 Les Mllles Cedex 
MX-EKfflOVENCE 
Tel: 16 (42) 59-41-02 
Telex: 410770F 
A,CH,E,MS,P* 
Hewlett-Packard France 
64, rue Marchand Salllant 
F-61000A1£NCON 
Tel; 16 (33) 29 04 42 
Hewlett-Packard France 
Boile Postale 503 
F-25026 BESANCON 
28 rue de la Republlque 
F-25000 BESANCON 
Tel: 16(81)83-16-22 
CH,M 

Hewlett-Packard France 
13, Place Napoleon III 
F-29000 BREST 
Tel: 16 (98) 03-38-35 
Hewlett-Packard France 
Cliemin des MouWes 
Boite Poslale 162 
F-69130ECULLY Cedex 
Tel: 16 (78) 833-81-25 
Telex: 310617F 
A,CH,CS,E.MP 
Hewlett-Packard France 
Tour Lorraine 
Boulevard de France 
F-91035 EVRY Cedex 
Tel: 16 6 077-96-60 
Telex: 692315F 
E 

Hewlett-Packard France 

5, avenue Raymond Chanas 

F-38320 EYBENS 

Tel: 16(76)25-81-41 

Telex: 980124 HP GRENOB EYBE 

CH 

Hewlett-Packard France 
Centre d'AffaIre Paris-Nord 
BStiment Ampere 5 6tage 
Rue de la Commune de Paris 
Boite Postale 300 
F-93153 LE BLANC MESNIL 
Tel: 16(1)865-44-52 
Telex: 21 1032F 
CH,CS,E,MS 
Hewlett-Packard France 
Pare d'Activit^s Cadera 
(}uartler Jean Mertnoz 
Avenue du President JF Kennedy 
F-33700 MEMGNAC 
Tel: 16 (56) 34-00-84 
Telex: 550105F 
CH,E,MS 



Hewlett-Packard France 
Immueble "Les 3 B' 
Nouveau Chemin de la Garde 
ZAC de Bols Briand 
F-44085 NANTCS Cedex 
Tel: 16 (40) 50-32-22 
CH" 

Hewlett-Packard France 

125, rue du Faubourg Bannier 

F-45000 ORLEANS 

Tel: 16 (38) 68 01 63 

Hewlett-Packard France 

Zone Industrielle de Courtaboeuf 

Avenue des Tropk|ues 

F-91947 Les Ulis Cedex ORSAY 

Tel: (6) 907-78-25 

Telex: 600048F 

A,CH,CM,CS,E,MP,P 

Hewlett-Packard France 

Paris Porte-Maillot 

15, Avenue de L'Amiral Bruix 

F-75782 PARIS CEDEX 16 

Tel: 16(1)502-12-20 

Telex: 613663F 

CH,MS,P 

Hewlett-Packard France 

124, Boulevard Tourasse 

F-64000 PAU 

Tel: 16 (59) 80 38 02 

Hewlett-Packard France 

2 Allfe de la Bourgonnette 

F-35100 RENNES 

Tel: 16(99)51-42-44 

Telex: 740912F 

CH,CM,E,MS,P* 

Hewlett-Packard France 

98 Avenue de Bretagne 

F-76100 ROUEN 

Tel: 16 (35) 63-57-66 

CH**,CS 

Hewlett-Packard France 
Boite Postale 56 
F-67033 STRASBOURG Cedex 
4 Rue Thomas Mann 
F-67200 STRASBOURGCedex 
Tel: 16 (88) 28-56-46 
Telex: 890141F 
CH,E,MS,P* 

Hewlett-Packard France 
Le P6ripoie 

3, Ctiemin du Pigeonnier de la 
C^piSre 

F-31083 TOULOUSE Cedex 
Tel: 16(61)40-11-12 
Telex: 531639F 
A,CH,CS,E,P* 
Hewlett-Packard France 
9, me Baudin 
F-26000 VALENCE 
Tel: 16 (75) 42 76 16 
Hewlett-Packard France 
Qarolor 

ZAC de Bols Briand 
F-57640 VIGY 
Tel: 16 (8) 771 20 22 
CH 

Hewlett-Packard France 

Immeubie P^ricentre 

F-59658 ViLLENEUVE D'ASCQ Cedex 

Tel: 16(20)91-41-25 

Telex: 160124F 

CH,E,MS,P* 

GERMAN FEDERAL 
REPUBLIC 

Hewlett-Packard GmbH 
Gescliaftsslelle 
Keittistrasse 2-4 
D-1000BERUN30 
Tel: (030) 24-90-86 
Telex: 018 3405 lipbin d 
A,CH,E,M,P 



Hewlett-Packard GmbH 
GeschSiftsstelle 
Herrenberger Strasse 1 10 
D-7030 BOBLINGEN 
Tel: (7031) 667-750 
Telex: bbn or 
A,CH,CM,CS,E,MP,P 
Hewlett-Packard GmbH 
Gescliaflsstelle 
Emanuel-Leutze-Strasse 1 
D-4000 DUSSELDORF 
Tel: (0211) 5971-1 
Telex: 085/86 533 hpdd d 
A,CH,CS,E,MS,P 
Hewlett-Packard GmbH 
Vertriebszentrale Frankfurt 
Berner Strasse 117 
Postfach 560 140 
D-6000 FRANKFURT 56 
Tel: (0611)50-04-1 
Telex: 04 13249 hpffm d 
A,CH,CM,CS,E,MP,P 
Hewlett-Packard GmbH 
Gescltaftsstelle 
Kapsladtring 5 
D-2000 HAMBURG 60 
Tel: (040) 63804-1 
Telex: 021 63 032 hptiti d 
A,CH,CS,E,MS,P 
Hewlett-Packard GmbH 
QeschSftsstelle 
Heldering 37-39 
0-3000 HANNOVER 91 
Tel: (0511)5706-0 
Telex: 092 3259 
A,CH,CM,E,MS,P 
Hewlett-Packard GmbH 
Geschaftsslelle 
Rosslauer Weg 2-4 
D-6800 MANNHEIM 
Tel: (0621)70050 
Telex: 0462105 
A,C,E 

Hewlett-Packard GmbH 
Gesctiaftsstelle 
Messerschmittstrasse 7 
D-7910NEUULM 

Tel: 0731-70241 

Telex: 0712816 HP ULM-D 

A,C,E- 

Hewlett-Packard GmbH 
Geschaftsslelle 
Neumeyerstrasse 90 
D-8500 NiiRNBERG 
Tel: (0911)52 20 83-87 
Telex: 0623 860 
CH,CM,E,MS,P 
Hewlett-Packard GmbH 
GeschSftsstelle 
Eschenstrasse 5 
D-8028 TAUFKIRCHEN 
Tel: (089) 6117-1 
Telex: 0524985 
A,CH,CM,E,MS,P 

GREAT BRITAIN 
See United Kingdom 

GREECE 

Kostas Karaymis S.A. 
8 Omirou Street 
AmNS 133 

Tel: 32 30 303, 32 37 371 

Telex: 215962 RKAR GR 

A,CH,CM,CS,EMP 

PLAISK) S.A. 

G. Gerardos 

24 Stoumara Street 

ATHEHS 

Tel: 36- 11- 160 

Telex: 221871 

P 



GUATEIMALA 

PESA 

Avenida Reforma 3-48, Zona 9 
GUATEUAtA CITY 

Tel: 316627, 314786 
Telex: 4192 TELTROGU 
A,CH,CU,CS,E,U,P 

HONG KONG 

Hewlett-Packard Hong Kong, Ltd. 

G.P.O. Box 795 

5th Floor, Sun Hung Kal Centre 

30 Harbour Road 

HONG KONG 

Tel: 5-8323211 

Telex: 66678 HEWPA HX 

Cable: HEWPACK HONG KONG 

E,CH,CS,P 

CETLtd. 

1402 Tung Way Mansion 
199-203 Hennessy Rd. 
Wanchia, HONGKONG 
Tel: 5-729376 
Telex: 85148 CET HX 
CM 

Schmidt & Co. (Hong Kong) Ltd. 

Wing On Centre, 28th Floor 

Connaughl Road, C. 

HONS KONG 

Tel: 5-455644 

Telex: 74766 Sam HX 

A,M 

ICELAND 

Elding Trading Company Inc. 

Hafnamvoli- Tryggvagolu 

P.O. Box 895 

IS-REWAVIK 

Tel: 1-58-20, 1-63-03 

M 

INDIA 

Computer products are sold titrougli 
Blue Star Ltd. All computer repairs 
and maintenance service is done 
through Computer Maintenance 

Corp. 

Blue Star Ud. 
Sabri Complex II Floor 
24 Residency Rd. 
BAMGALME 560 025 
Tel: 55660 
Telex: 0845-430 
Cable: BLUESTAH 

a,ch;cm,cs;e 

Blue Star Ltd 
Band Box House 
Prabhadevi 
BOMBAY 400 025 

Tel: 422-3101 
Telex: 011-3751 
Cable: BLUESTAR 
A,U 

Blue Star Ltd 
Sahas 

4 14/2 Vir Savarkar Marg 
Prabhadevi 
BOHBAY 400 025 
Tel: 422-6155 
Telex: 011-4093 
Cable: FROSTBLtM 

a,ch;cm,cs:e.u 
Blue Star Ltd 

Kalyan, 19 VIshwas Colony 
Alkapurl, BOKODA, 390 005 
Tel: 65235 
Cable: BLUE STAR 
A 

Blue Star Ltd 
7 Hare Street 
CALCUTTA 700 001 
Tel: 12-01-31 
Telex: 021-7655 
Cable: BLUESTAR 



Blue Star Ltd 

133 Kodambaldtam High Road 

MADRAS 600 034 

Tel: 82057 

Telex: 041-379 

Cable: BLUESTAR 

A,M 

Blue Star Ltd 

Bhandari House, 7th/8th Floors 

91 Nehm Place 

NEWDEUt 110 024 

Tel: 682547 

Telex: 031-2463 

Cable: BLtXSTAR 

A,CH',CU,CS',E.U 

Blue Star Ltd 

15/16:C WellesteyRd. 

PUNC411 Oil 

Tel: 22775 

Cable: BLUE STAR 

A 

Blue Star Lid. 

2-2-47/1 108 BolawmRd 

SEOmEBABAD 500 003 

Tel: 72057 
Telex: 0155-459 
Cable: BLUEFROST 
A,E 

Blue Star Ltd 
T.C. 7/603 Poomima 
UaruthankuzN 
TRIVANDBUM695 013 
Tel: 65799 
Telex: 0884-259 
Cable: BLiXSTAR 
E 

Computer Maintenance Corporation 
Ltd 

115, SaroJInI Devi Road 
SeCUNDERABAD 500 003 
Tel: 310-184, 345-774 
Telex: 031-2960 
CH" 

INDONESIA 

BERCA Indonesia P. T. 

P.O.BOX 496/J<r 

Jl. AbMKkMSB2 

JAKARTA 

Tel: 373009 

Telex: 46748 BERSAL lA 

Cable: BERSAL JAKARTA 

P 

BERCA Indonesia P. T. 
P.O.Box 2497/M Antara BIdg., 
17th Floor 

Jl. Medan Merdeka Selatan 17 

JAKARTA-PUSAT 

T^: 21-344-181 

Telex: BERSAL lA 

A,CS,E,M 

BERCA Indonesia P.T. 
P.O. Box 174/SBY. 
JL KuteiNo. 11 
SURABAYA 

Tel: 68172 

Telex: 31146 BERSAL SB 
Cable: BERSAL-SURABAYA 
A-,E,U,P 

IRAQ 

Hewlett-Packard Trading S.A. 

Service Operation 

Al Mansoor City 9B/3/7 

BAGHDAD 

Tel: 551-49-73 

Telex: 212-455 HEPAIRAO IK 

CH,CS 



SALES & SUPPORT OFFICES ITI 

Arranged alphabetically by country 



IRELAND 

Hewlett-Packard Ireland Ltd. 

82/83 Lower Leeson Street 

DUBLIN 2 

Tel: (1)60 88 00 

Telex: 30439 

A,CH,CM,CS,E,M,P 

CanSac Services Ltd. 

KlmoreHoad 

Artam 

DUOMS 

Tel: (01) 351820 

Telex: 30439 

U 

ISRAEL 

Eldan Electronic instrument Ltd. 
P.0.BOX 1270 
JBmSAI£U91000 
16, Ohaliav St. 
JEXUSAim 94467 
Tel: 533 221, 553 242 
Telex: 25231 AB/PAKRD I 
A 

Electronics Er^ineeAig Division 
Uotorola Isra^ Ltd. 
16 Krentenet^l Street 
P.O. Box 25016 

Tel: 3-338973 
Telex: 33569 UoW I 
Cable: BASTEL Tel-AvIv 
ai,CU,CS,E,U,P 

ITALY 

Hewlett-Packard Itallana S.p.A 

Traversa 99C 

Via GkjHo Petroni, 19 

1-70124 BAM 

Tel: (080) 41-07-44 

M 

Hewlett-Packard Itallana S.p.A. 

Via Martin Luther King, 38/111 

1-40132 BOLOGNA 

Tel: (051) 402394 

Telex: 511630 

CH,E,MS 

Hewlett-Packard Itallana S.p.A. 
Via Principe Nicola 43G/C 
1-95126 CATANIA 
Tel: (095) 37-10-87 
Telex: 970291 
C,P 

Hewlett-Packard Itallana S.p.A. 

Via G. 01 Vlttork) 9 

1-20063 CERNUSCO SUL NAV16LI0 

Tel: (2) 903691 

Telex: 334632 

A,CH,CM,CS,E,I*(P,P 

Hewlell-Packard Itallana S.p.A. 

Via Nuova San Rocco a 

Capodimonte, 62/A 

1-80131 NAPLES 

Tel: (081) 7413544 

Telex: 710698 

A,CH,E 

Hewlett-Packard Itallana S.p.A. 
Vlale G. Modugno 33 
1-16156 GENOVA PEGU 
Tel: (010) 68-37-07 
Telex: 215238 
E,C 

Hewlett-Packard Itallana S.p.A. 

Via Turazza 14 

1-35100 PADOVA 

Tel: (049) 664888 

Telex: 430315 

A,CH,E.MS 

Hewlett-Packard ttatana S.p.A. 
Viale C. Pavese 340 
1-00144 ROMA 
Tel: (06) 54831 
Telex: 610514 
A,CH,(»4,CS,E,MS,P* 



Hewlett-Packard Itallana S.p.A. 
Corso Svizzera, 184 

1- 10149 TORINO 
Tel: (011)74 4044 
Telex: 221079 
CH,E 

JAPAN 

Yokogawa-Hewlett-Packard Ltd. 

152-1, Onna 

000 ATSUGI, Kanagawa, 243 
Tel: (0462) 28-0451 
CM,C*,E 

Yokogawa-Hewlett-Packard Ltd. 
Towa Building 

2- 3, Kaigan-dori, 2 Chome Cluo-ku 
KOBE, 650 

Tel: (078) 392-4791 
C,E 

Yokogawa-Hewlett-Packard Ltd. 
Kumagaya Asalii 82 Bklg 

3- 4 Tsukuba 
KUMAGAYA, Saitama 360 
Tel: (0485) 24-6563 
CH,CM,E 

Yokogawa-Hewlett-Packard Ltd. 
Asahl SNnlxin Daiichi Seimei Bklg. 

4- 7, Hanal>ata-clio 
KUMAM0T0,860 
Tel: (0963) 54-7311 
CH,E 

Yokogawa-Hevifetl-Packard Ltd. 

Sliin-Kyolo Center BIdg. 

614, HIgashi-Shiokoji-cho 

Karasuma-Nishiiru 

Shkikoji-dori, Shimogyo-ku 

KYOTO, 600 

Tel: 075-343-0921 

CH,E 

Yokogawa-Hewlett-Packard Ltd. 

MIto Mitsui BIdg 

4-73, Sannomaru, 1 Chome 

MITO, Itiaragi 310 

Tel: (0292) 25-7470 

CH,CM.E 

Yokogawa-Hewlett-Packard Ltd. 

Sumitomo Seimei 14-9 BIdg. 

Meieki-Minami, 2 Chome 

Nakamura-ku 

NAGOYA, 450 

Tel: (052) 571-5171 

CH,CM,CS,E,MS 

Yokogawa-Hewlett-Packard Ltd. 
Chuo BIdg., 

4-20 Nishlnakajima, 5 Chome 

Yodogawa-ku 

OSAKA, 532 

Tel: (06) 304-6021 

Telex: YHPOSA 523-3624 

A,CH,CM,CS,E,MP,P* 

Yokogawa-Hewlett-Packard Ltd. 

27-15, Yabe, 1 Chome 

SAGAMIHARA Kanagawa. 229 

Tel: 0427 59-1311 

Yokogawa-Hewlett-Packard Ltd. 

Daiichi Seimei Bklg. 

7-1, Nishi Shinjuku, 2 Chome 

Shlnjuku-ku.TOKYO 160 

Tel: 03-348-4611-5 

CH,E 

Yokogawa-Hewlett-Packard Ltd. 
29-21 Takaido-Higashi, 3 Chome 
Suginami-ku TOKYO 168 
Tel: (03)331-6111 
Telex: 232-2024 YHPTOK 
A,CH,CM,CS,E,MP,P* 
Yokogawa-Hewlett-Packard Ltd. 
Dalk;hi Asano Building 
2-8, Odori, 5 Chome 
UTSUNOMIYA, Tochlgl 320 
Tel: (0286)25-7155 
CH,CS,E 



Yokogawa-Hewlett-Packard Ltd. 

Yasuda Seinnei NishlgucN BIdg. 

30-4 Tsuruya-cho, 3 Chome 

Y0K0HAMA221 

Tel: (045)312-1252 

CH,CM,E 

JORDAN 

Uouasher Caakis Company 

P.O. Box 1387 

AUMN 

Tel: 24907. 39907 
Telex: 21456 SABCO JO 
CH,E,M,P 

KENYA 

ADCOMLtd., inc., Kenya 

P.CBox 30070 

NAmOBI 

Tel: 331955 

Telex: 22639 

E,U 

KOREA 

Samsung Electronics Computer 
Division 

76-561 Yeoksam-Dong 
Kwangnam-Ku 
C.P.O. Box 2775 
SEOUL 

Tel: 555-7555, 555-5447 
Telex: K27364 SAUSAN 
A,CH,CM,CS,E,U,P 

KUWAIT 

Al-Khaldiya Trading i Contracting 

P.O. Box830Safat 

KUWAIT 

T^: 42-4910, 41-1726 
Telex: 22481 Ar^ kl 
CH,E,U 

Photo S Cine Eqi^ament 
P.O. Box 270 Sa fat 
KUWAIT 

Tel: 42-2846, 42-3801 
Telex: 22247 UaVn kl 
P 

LEBANON 

G.M. [Mmac^ 

Achralieh 

P.O. Box 185 167 

BEHtUT 

Tel: 290293 

lnP" 

LUXEMBOURG 

Hewlett-Packard Belgium S.A./N.V. 

Blvd de la Wokjwe, 100 

WoKiwedal 

B-1200 BRUSSELS 

Tel: (02) 762-32-00 

Telex: 23-494 paloben bru 

A,CH,CM,CS,E,MP,P 

MALAYSIA 

Hewlett-Packard Sales (Malaysia) 
Sdn. Bhd. 

1st Floor, Bangunan British 
American 

Jalan Semantan, Damansara Heights 

KUALA LUMPUR 23-03 

Tel: 943022 

Telex: MA31011 

A,CH,E,M,P* 

Protel Englneerhg 

P.O.Box 1917 

Lot 6624, Section 64 

23/4 Pending Road 

KucNng, SARAWAK 

Tel: 36299 

Telex: MA 70904 PROTEL 
Cable: PROTELENG 
A,E,U 



MALTA 

PMip Toledo Lid 
Nolabile Rd 
miEHEL 

Tel: 447 47, 455 66 
Telex: MecM MW 649 
P 

MEXICO 

Hewlett-Packard Mexicana, S.A. 
de C.V. 

Av. Periterico Sur No. 6501 
Tepepan, Xochimilco 
MEXICO O.F. 16020 
Tel: 676-4600 

Telex: 17-74-507 HEWPACK MEX 
A,CH,CS,E,MS,P 
Hewlett-Packard Mexicana, S.A. 
de C.V. 

Ave. Colonia del Valle #409 
Col. del Valle 

Municlplo de Garza Garcia 

MONTERREY, N.L. 

Tel: 78 42 41 

Telex: 038 410 

CH 

EClSA 

Josi Vasconcelos No. 218 

Col. Condesa Deleg. Cuauhtemoc 

KEXKOD.F. 06140 

Tel: 553-1206 

Telex: 17-72755 ECE UE 

U 

MOROCCO 

Dolbeau 

81 rue KaratcN 

CASABLANCA 

Tel: 3041-82, 3068-38 

Telex: 23051, 22822 

E 

Gerep 

2 rue d'AgadIr 

BoitePostale 156 

CASABLANCA 

Tel: 272093, 272095 

Telex: 23 739 

P 

NETHERLANDS 

Hewlett-Packard Nederland B.V. 
Van Heuven Qoedhartiaan 121 
NL 1181KKAHSTELVEEN 

P.O. Box 667 
NL1180ARAMSTELVEEN 

Tel: (020) 47-20-21 
Telex: 13 216HEPANL 
A,CH,CM,CS,E,MP,P 
Hewlett-Packard Nederland B.V. 
Bongerd 2 

NL 2906VK CAPELLE, A/D IJSSEL 
P.O. Box 41 

NL 2900AA CAPEUE, A/D USSEL 
Tel: (10) 51-64-44 
Telex: 21261 HEPAC NL 
A,CH,CS,E 

NEW ZEALAND 

Hewlett-Packard (N.Z.) Ltd. 
169 Manukau Road 
P.O. Box 26-189 
Epsom, AUCKLAND 
Tel: 687-159 

Cable: HEWPACK Auckland 
CH,CM,E,P* 

Hewlell-Packard (N.Z.) Ltd. 
4-12 Cruickshank Street 
Kilbirnle,WEUINGT0N3 
P.O. Box 9443 

Courtenay Place, WELLINGTON 3 
Tel: 877-199 

Cable: HEWPACK Wellington 
CH,CM,E,P 



Northrop Inslnments S Systems 
Ltd 

369 Khyber Pass Road 

P.O. Box 8602 

AUCKLAND 

Tel: 794-091 

Telex: 60605 

A.U 

NortlHop inslnments i Systems 
Ltd 

IIOUandevilleSL 
P.O. Box 8388 
CHRISTCHUBCH 
Tel: 486-928 
Telex: 4203 
A,M 

Northrop kistruments & Systems 
Ltd 

Sturdee House 
85-87 mjznee Street 
P.O. Box 2406 
WELLINGTON 
Tel: 850-091 
Telex: NZ 3380 
A,U 

NORTHERN IRELAND 
See United Kingdom 

NORWAY 

Hewlett-Packard Norge A/S 
Foike Bernadottes vei 50 
P.O. Box 3558 

N-5033 FYLLINGSDALEN (Bergen) 

Tel; (05) 16-55-40 
Telex: 16621 hpnas n 
CH,CS,E,MS 

Hewlett-Packard Norge A/S 

Osterndalen 18 

P.O. Box 34 

N-1345 0STCRAS 

Tel: (02) 17-11-80 

Telex: 16621 hpnas n 

A,CH,CM,CS,E,M,P 

OMAN 

A7»im/>/ Ramdas 
P.O. Box 19 
mSCAT 

Tel: 722225, 745601 

Telex: 3289 BROKER /MS mjSCA T 

P 

Suhalli SaudBahwan 

P.O.Box 169 

MUSCAT 

Tel: 734 201-3 

Telex: 3274 BAHWAN MB 

PAKISTAN 

Mushko S Company Ltd. 
1-B, Street 43 
Sector F-8/1 
ISLAHABAD 
Tel: 26875 

Cable: FEUUS Rawalpindi 
A,E,U 

Mushko i Company Ltd. 
Oosman Chan^rs 
Abdullah Hereon Road 
KARACHI 0302 
Tel: 524131, 524132 
Telex: 2894 MUSKO PK 
Cable: COOPERA TOR Karachi 
A,E,M,P- 

PANAMA 

Electrdnico Balboa, S.A. 
Calle Samuel Lewis, Ed. Alfa 
Aparlado 4929 
PAMAMS 
Tel: 64-2700 

Telex: 3483 ELECTRON PG 
A,CM,E,M,P 



m SALES & SUPPORT OFFICES 

Arranged alphabetically by country 



PERU 

Oa Electro U6(M S J. 
Los Flamencos 145, San Iskko 
Casaa 1030 

mu 1 

Tel: 41-4325, 41-3703 
Telex: Pub. Booth 25306 
CU,E,U,P 

PHILIPPINES 

The Online Advanced Systems 
Corporation 

fSco House, Amorsok) Cor. Herrera 
Street 

Legaspl Wage, Makat' 
P.O. Box 1510 
Metro MAmu 

Tel: 85-35-81, 85-34-91, 85-32-21 
Telex: 3274 ONLHE 
A,CH,CS,B,M 

Electronic SpeclaHsIs and 

Proponents he. 

690-B Epitanio de los Santos 

Avenue 

Cubao, QUEZON an 

P.O. Box 2649 Manila 

Tel: 98-96-81, 98-96-82, 98-96-83 

Telex: 40018, 42000 ITT GLOBE 

MAOay BOOTH 

P 

PORTUGAL 

Mundinter 

tntercambk) Mundial de Comircio 

S.A.R.L. 

P.O. Box 2761 

Avenida Antonio Augusta de Aguiar 
138 

P-USBON 

Tel: (19) 53-21-31, 53-21-37 
Telex: 16691 munlerp 
M 

SoquMca 

Av. da Liberdade, 220-2 
1298 USBOA Codex 
Tel: 56 21 81/2/3 
Telex: 13316 SABASA 
P 

Telectra-Empresa TScnica de 

Equipmentos Elictricos S.A.R.L, 

Rua Rodrigo da Fonseca 103 

P.O. Box 2531 

P-USBOM 1 

Tel: (19) 68-60-72 

Telex: 12598 

CH,CS,E,P 

PUERTO RICO 

Hewlett-Packard Puerto Rico 

P.O. Box 4407 

CAIKNJNA, Puerto Rico 00628 

Cale 272 Edificio 203 

Urb. Country Ciub 

RIO PIEDRAS, Puerto Rico 

Tel: (809) 762-7255 

A,CH,CS 

QATAR 

Computearbia 
P.O. Box 2750 
DOHA 

Tel: 883555 

Telex: 4806 CHPARB 

P 

Eastern Technical Services 

P.0.BOX 4747 

DOHA 

Tel: 329 993 

Telex: 4156 EASTECDH 



Nasser TrarAtg i Contraclhg 
P.OBox 1563 
DOHA 

Tel: 22170, 23539 
Telex: 4439 NAS^R OH 
M 

SAUDI ARABIA 

Modem Electronic Eslabt^menl 
Hewlett-Packard Ovlskm 
P.O. Box 281 
Thuobah 
AL-KHOBAR 
Tel: 864-46 78 
Telex: 671 106 HPMEEK SJ 
Cable: ELECTA AL-KHOBAR 
CH,CS,E,M,P 

Modem Electrornc EstabHstment 

Hewlelt-Packard Diviskm 

P.O. Box 1228 

Redec Plaza, 6th Floor 

JEDDAH 

Tel: 644 38 48 

Telex: 4027 12FARNASSJ 

Cable: ELECTA .KDDAH 

CH,CS,E,M,P 

Modem Electronk; Establishment 
Hewlell-Packard DMskxi 
P.OBox 2728 
FtYADH 

Tel: 491-97 15, 491-6387 
Telex: 202049 MEERYD SJ 
CH,CS,E,M,P 

SCOTLAND 

Sea United Kingdom 

SINGAPORE 

Hewlett-Packard Singapore (Sales) 
Pte. Ltd. 

P.O. Box 58 Alexandra Post Offk» 

SINGAPORE, 9115 

6th Floor, Inchcape House 

450-452 Alexandra Road 

SINGAPORE 05 11 

Td; 631788 

Telex: HPSGSO RS 34209 
Cable: HEWPACK, Singapore 
A,CH,CS,E,MS,P 
Dynamar Mernatlonal Ltd. 
Unit 05-11 Block 6 
Kolam Ayer Mistrial Estate 
SINSAPOBE 1334 
Tel: 747-6188 
Telex: RS 26283 
CM 

SOUTH AFRICA 

Hewlett-Packard So Afrtea (Pty.) 
Ltd. 

P.O. Box 120 

Howard Place CAPE PROVINCE 7450 
Pine Park Center, Forest Drive, 
Pinelands 

CAPE PROVINCE 7405 

Tel: 53-7954 
Telex: 57-20006 
A,CH,CM,E,MS,P 
Hewlett-Packard So Africa (Pty.) 
Ltd. 

P.O. Box 37099 
92 Overport Drive 
DURBAN 4067 

Tel: 28-4178, 28-4179, 28-4110 

Telex: 6-22954 

CH,CM 



Hewlett-Packard So Africa (Pty.) 
Ltd. 

6 Linton Arcade 
511 Cape Road 
Linton Grange 
PORT EUZABETH 6001 
Tel: 041-302148 
OH 

Hewlett-Packard So Afrk» (Ry.) 
Ltd. P.0.BOX 33345 
Qlenstantia 0010 TRANSVAAL 
1st Fkxir East 

Constantia Pari< Ridge Shopping 

Centre 

Constantia Park 
PRETORIA 
Tel: 982043 
Telex: 32163 
CH,E 

Hewlett-Packard So Afrk» (Pty.) 
Ltd. 

Private Bag Wendywood 
SANDTON 2144 
Tel: 802-5111, 802-5125 
Telex: 4-20877 

Cable: HEWPACK Johannesburg 
A,CH,CM,CS,E,MS,P 

SPAIN 

Hewlett-Packard Espaflola S.A. 
Calle Entenza, 321 
E-BARCELONA 29 
Tel: 322.24.51, 321.73.54 
Telex: 52603 hpbee 
A,CH,CS,E,MS,P 
Hewlett-Packard Espanola S.A. 
Calle San Vteente S/No 
Edificio Albia II 
E-BILBAO 1 
Tel: 423.83.06 
A,CH,E,MS 

Hewlett-Packard Espaflola S.A. 

Crta. de la Conitla, Km. 16, 400 

Las Rozas 

E-MADRID 

Tel: (1)637.00.11 

CH,CS,M 

Hewlett-Packard Espaflola S.A. 

Avda. 8. Francisco Javier, S/no 

Planta 10. Edificio Sevilla 2, 

E-SEVILLA 5 

Tel: 64.44.54 

Telex: 72933 

A,CS,MS,P 

Hewlen-Packard Espanola S.A. 
Calle Ramon Gordilo, 1 (Entk>.3) 
E-VALENCIA 10 
Tel: 361-1354 
CH,P 

SWEDEN 

Hewlett-Packard Sverlge AB 

Sunnanvagen 14K 

S-22226 LUND 

Tel: (046) 13-69-79 

Telex: (854) 17886 (via SpJnga 

office) 

CH 

Hewlett-Packard Sverige AB 

Vastra Vmtergatan 9 

S-70344 OREBRO 

Tel: (19) 10-48-80 

Telex: (854) 17886 (via Spinga 

oKce) 

CH 



Hewlett-Packard Sverige AB 
Skalholtsgatan 9, Kista 
Box 19 

S-16393SPANGA 

Tel: (08) 750-2000 

Telex: (854) 17886 

A,CH,CM,CS,E,MS,P 

Hewlett-Packard Sverige AB 

Frdtalllsgatan 30 

S-42132VASTRA-FRdLUNDA 

Tel: (031) 49-09-50 

Telex: (854) 17886 (via Spinga 

office) 

CH.E.P 

SWITZERLAND 

Hewlett-Packard (Schweiz) AG 

Clarastrasse 12 

CH-4058 BASLE 

Tei: (61) 33-59-20 

A 

Hewlett-Packard (Schweiz) AG 

7, me du Bois-du-Lan 

Case Postale 365 

CH-1217 MEYRIN 1 

Tel: (0041) 22-83-11-11 

Telex:27333 HPAG CH 

CH,CM,CS 

Hewlett-Packard (Schweiz) AG 

Allmend 2 

CH-8967 WIDEN 

Tel: (0041) 57 31 21 11 

Telex: 53933 hpag ch 

Cable: HPAG CH 

A,CH,CM,CS,E,MS,P 

SYRIA 

General Electronk; Inc. 
Hurl Basha P.O. Box 5781 
DAHASCUS 

Tel: 33-24-87 

Telex: 11216 ITIKAL BY 

Cable: ELECTROBOR DAMASCUS 

E 

Mkidle East Electroncs 
Place AzmS 
P.O.Box 2308 
DAIUSCUS 
Tel: 334592 

Telex: 1 1304 SATACO SY 
M,P 

TAIWAN 

Hewlell-Packard Far East Ltd. 

Kaohskjng Office 

2/F 68-2, Chung Cheng 3rd Road 

KAOHSIUNG 

Tel: 241-2318, 261-3253 
CH,CS,E 

Hewlett-Packard Far East Ltd. 
Taiwan Branch 
5th Floor 

205 Tun Hwa North Road 
TAIPEI 

Tel: (02)712-0404 

Cable:HEWPACK Taipei 

A,CH,CM,CS,E,M,P 

/n^ Lti TraeSng Co. 

SrdFkm, 7Jen-AIRoad, Sec. 2 

TAIPEI m 

Tel: (02) 3948191 

Cable: INGLH TAIPEI 

A 



THAILAND 

Unimesa 

30 Patpong Ave., Suriwong 
BANGKOK 5 

Tel: 235-5727 

Telex: 84439 SImonco TH 

Cable: imeSA Ban^ok 

A,CH,CS,E,M 

Bangkok Business E<fjipmenl Ltd. 

5/5-6 Dejo Road 

BAMOKOK 

Tel: 234-8670 234-8671 
Telex: 87669-BEOUIPT TH 
Cable: BUSIOUPT Ban^ok 
P 

TRINIDAD & TOBAGO 

Cart)bean Telecoms Ltd. 

50/ A Jernin^iam Avenue 

P.O. Box 732 

PORT-OF-SPAIN 

Tel: 62-44213, 62-44214 

Telex: 235,272 HUGCO WG 

CM,E,M,P 

TUNISIA 

Tunisie Electronique 

31 Avenue delaLberte 
TUNIS 

Tel: 280-144 
E,P 

Corema 

1 ler. Av.de Carthage 

Tim 

Tel: 253-821 

Telex: 12319 CABAM TN 

M 

TURKEY 

Teknim Company Ltd. 
Iran CaddesiNo. 7 
KavakSdere, AIKARA 
Tei: 275800 
Telex: 42155 TKm TR 
E 

E.M.A. 

Medina Eklem Sokak No.4 1/6 
Yuksel Caddesi 

ANKAHA 

Tei: 175 622 
M 

UNITED ARAB EMIRATES 

Emitac Ltd. 
P.O. Box 1641 
SHARJAH 

Tel: 354121, 354123 
Telex: 68136 Emitac Sh 
CH,CS,E,M,P 

UNITED KINGDOM 

GREAT BRITAIN 

Hewlett-Packard Ltd. 
Trafalgar House 
(tavlgatlon Road 
ALTRINCHAM 
CheslreWA14 1NU 
Tel: (061) 928-6422 
Telex: 668068 
A,CH,CS,E,M 
Hewlett-Packard Ltd. 
Oakfield House, Oakfield Grove 
Clifton 

BRISTOL BS8 2BN, Avon 
Tel: (027) 38606 
Telex: 444302 
CH,M,P 



SALES & SUPPORT OFFICES 

Arranged alphabetically by country 



GREAT BRITAIN (Cont'd) 

Hewlett-Packard Ltd. 
Fourier House 
257-263 Higli Street 
LONDON COINEY 
Herts., AL2 1HA. St. Albans 
Tel: (0727) 24400 
Telex: 1-8952716 
CH,CS,E 

Hewlett-Packard Ltd. 
Quadrangle 
106-118 Station Road 
REDHILL, Surrey 
Tel: (0737) 68655 
Telex: 947234 
CH,CS,E 

Hewlett-Packard Ltd. 

Avon House 

435 Stratford Road 

SHIRIEY, Solihull 

West I4kllands 890 4BL 

Tel: (021) 745 8800 

Telex: 339105 

CH 

Hewlett-Packard Lid. 
West End House 41 
High Street, West End 
SOUTHAMPTON 
Hampshire 803 3D0 
Tel: (703) 886767 
Telex: 477138 
CH 

Hewlett-Packard Ltd. 
King Street Lane 
WWNERSH, Wokingham 
Berkshire RG 11 5AR 
Tel: (0734) 784774 
Telex: 847178 
A,CH.E,M 

Hewlett-Packard Ltd. 
Nine Mile Ride 
WOKINGHAH 
Berkshire, 3RG11 3LL 
Tel: 3446 3100 
Telex: 84-88-05 
CH,CS,E 

NORTHERN IRELAND 

Cardiac Services Company 
95A FIragity Road South 
BELFAST BT 10 OBY 
Tel: (0232) 625-566 
Telex: 747626 
M 

SCOTLAND 

Hewlett-Packard Ltd. 
SOUTH OUEENSFERRV 
West Lothian, EH30 9GT 
Tel: (031) 3311188 
Telex: 72682 
A,CH,CM,CS,E,M 

UNITED STATES 

Alabama 

Hewlett-Packard Co. 

P.O. Box 7000 

8290 Whitesburg Drive, S.E. 

HUNTSVlUE, AL 35802 

Tel: (205) 830-2000 

CH,CM,CS,E,M' 

Arizona 

Hewlett-Packard Co. 
8080 Point Parkway West 
PHOENIX, AZ 85044 
Tel: (602) 273-8000 
A,CH,Clk<,CS,E,lulS 
Hewlett-Packard Co. 
2424 East Aragon Road 
TUCSON, AZ 85706 
Tel: (602) 889-4631 
CH,E,MS" 



California 

Hewlett-Packard Co. 
99 South Hill Dr. 
4BRISBAI€, CA 94005 
Tel: (415) 330-2500 
CH,CS 

Hewlett-Packard Co. 

7621 Canoga Avenue 

CANOGAPARK, CA 91304 

Tel: (213) 702-8363 

A,CH,CS,E,P 

Hewlett-Packard Co. 

P.O. Box 7830 (93747) 

5060 E. Clinton Avenue, Suite 102 

FRESNO, CA 93727 

Tel: (209) 252-9652 

CH.CS.MS 

Hewlett-Packard Co. 
P.O. Box 4230 
1430 East Orangethorpe 
FUUERTON, CA 92631 
Tel: (714) 870-1000 
CH,CM,CS,E,lklP 
Hewlett-Packard Co. 
320 S. Kellogg, Suite B 
60LETA, CA 931 17 
Tel: (805) 967-3405 
CH 

Hewlett-Packard Co. 
5400 W. Rosecrans Boulevard 
LAWNDALE, CA 90260 
P.O. Box 92105 
LOS ANGEUS,CA 90009 
Tel: (213) 970-7500 
Telex: 910-325-6608 
CH,CM,CS,MP 
Hewlett-Packard Co. 
3200 Hillview Avenue 
PALO ALTO, CA 94304 
Tel: (415) 857-8000 
CH,CS,E 

Hewlett-Packard Co. 

P.O. Box 15976 (95813) 

4244 So. Market Court, Suite A 

SACRAMENTO, CA 95834 

Tel: (916) 929-7222 

A',CH,CS,E,MS 

Hewlett-Packard Co. 

9606 Aero Drive 

P.O. Box 23333 SAN DIEGO, CA 

92123 

Tel: (619) 279-3200 
CH,CM,CS,E,MP 
Hewlett-Packard Co. 
2305 Camino Ramon "C" 
SAN RAMON, CA 94583 
Tel: (415) 838-5900 
CH,CS 

Hewlett-Packard Co. 
P.O. Box 4230 
Fullerton, CA 92631 
363 Brookhollow Drive 
SANTA ANA, CA 92705 
Tel: (714)641-0977 
A,CH,CM,CS,MP 
Hewlett-Packard Co. 
3003 Scott Boulevard 
SANTA CLARA, CA 95050 
Tel: (408) 988-7000 
Telex: 910-338-0586 
A,CH,CM,CS,E,MP 
Hewlett-Packard Co. 
5703 Corsa Avenue 
VVESTIAKE VILLAGE, CA 91362 
Tel: (213) 706-6800 
E*,CH*,CS* 



Colorado 

Hewlett-Packard Co. 
24 Inverness Place, East 
ENGLEW0OO,C0 80112 
Tel: (303) 771-3455 
Telex: 910-935-0785 
A,CH,CM,CS,E,MS 

Connecticut 

Hewlett-Packard Co. 
47 Barnes Industrial Road South 
P.O. Box 5007 
WALLINGFORD, CT 06492 

Tel: (203) 265-7801 
A,CH,CM,CS,E,MS 

Florida 

Hewlett-Packard Co. 

P.O. Box 24210 (33307) 

2901 N.W. 62nd Street 

FORT UUDERDALE, FL 33309 

Tel; (305) 973-2600 

CH,CS,E,MP 

Hewlett-Packard Co. 

P.O. Box 13910 

6177 Lake Ellenor Drive 

ORLANDO, FL 32809 

Tel: (305) 859-2900 

A,CH,CM,CS,E,MS 

Hewlett-Packard Co. 

5750B N. Hoover Blvd., Suite 123 

TAMPA, FL 33614 

Tel: (813)884-3282 

A*,CH,CM,CS,E*,M* 

Georgia 

Hewlett-Packard Co. 
P.O. Box 105005 
30348 ATLANTA,QA 
2000 South Park Place 
ATUNTA, OA 30339 
Tel: (404) 955-1500 
Telex: 810-766-4890 
A,CH,CM,CS,E,MP 

Hawaii 

Hewlett-Packard Co. 
Kawaiahao Plaza, Suite 190 
567 South King Street 
HONOLULU, HI 96813 
Tel: (808) 526-1555 
A,CH,E,MS 

Illinois 

Hewlett-Packard Co. 
P.O. Box 1607 
304 Eldorado Road 
BLOOMINGTON,IL 61701 
Tel: (309)662-9411 
CH,MS" 

Hewlett-Packard Co. 
1100 31st Street, Suite 100 
DOWNERS GROVE, IL 60515 
Tel: (312) 960-5760 
CH,CS 

Hewlett-Packard Co. 
5201 Tollview Drive 
ROIUNG MEADOWS, IL 60008 
Tel: (312)255-9800 
Telex: 910-687-1066 
A,CH,CM,CS,E,MP 

Indiana 

Hewlett-Packard Co. 

P.O. Box 50807 

7301 No. Shadeland Avenue 

INDIANAPOUS, IN 46250 

Tel: (317)842-1000 

A,CH,CM,CS,E,MS 



Iowa 

Hewlett-Packard Co. 
1776 22nd Street, Suite 1 
WEST DES MOINES, lA 50262 
Tel: (515) 224-1435 
CH,MS" 

Hewlett-Packard Co. 
2415 Heinz Road 
IOWA CITY, lA 52240 
Tel: (319) 351-1020 
CH,E*,MS 

Kansas 

Hewlett-Packard Co. 
7804 East Funston Road 
Suite 203 
WICHITA, KA 67207 
Tel: (316) 684-8491 
CH 

Kentucky 

Hewlett-Packard Co. 
10300 Linn Station Road 
Suite 100 

LOUISVILLE, KY 40223 
Tel: (502)426-0100 
A,CH,CS,MS 

Louisiana 

Hewlett-Packard Co. 
P.O. Box 1449 
KENNER, LA 70063 
160 James Drive East 
ST. ROSE, LA 70087 
Tel: (504)467-4100 
A,CH,CS,E,MS 

Maryland 

Hewlett-Packard Co. 
3701 Koppers Street 
BALTIMORE, Md. 21227 
Tel: (301) 644-5800 
Telex: 710-862-1943 
A,CH,CM,CS,E,MS 
Hewlett-Packard Co. 
2 Choke Cherry Road 
ROCKVILLE, MD 20850 
Tel: (301) 948-6370 
A,CH,CM,CS,E,MP 

Massachusetts 

Hewlett-Packard Co. 
32 Hartwell Avenue 
LEXINGTON, MA 02173 
Tel: (617) 861-8960 
A,CH,CM,CS,E,MP 

Michigan 

Hewlett-Packard Co. 
23855 Research Drive 
FARMINGTON HILLS, Ml 48024 
Tel: (313) 476-6400 
A,CH,CM,CS,E,MP 
Hewlett-Packard Co. 
4326 Cascade Road S.E. 
GRAND RAPIDS, Ml 49506 
Tel: (616) 957-1970 
CH,CS,MS 

Hewlett-Packard Co. 
1771 W. Big Beaver Road 
TROY, Ml 48084 
Tel: (313) 643-6474 
CH,CS 

Minnesota 

Hewlett-Packard Co. 
2025 W. Larpenteur Ave. 
ST. PAUL, MN 551 13 
Tel: (612) 644-1100 
A,CH,CM,CS,E,MP 



Missouri 

Hewlett-Packard Co. 
11131 Colorado Avenue 
KANSAS CITY, MO 64137 
Tel: (816) 763-8000 
A,CH,CM,CS,E,MS 
Hewlett-Packard Co. 
13001 Hollenberg Drive 
BRIDGrON, MO 63044 
Tel: (314)344-5100 
A,CH,CS,E,MP 

Nebrasica 

Hewlett-Packard 

10824 Old Mill Rd., Suite 3 

OMAHA, NE 68154 

Tel: (402) 334-1813 

CM,MS 

New Jersey 

Hewlett-Packard Co. 
W120 Century Road 
PARAMUS, NJ 07652 
Tel: (201) 265-5000 
A,CH,CM,CS,E,MP 
Hewlett-Packard Co. 
60 New England Av. West 
PISCATAWAY, NJ 08854 
Tel: (201) 981-1199 
A,CH,CM,CS,E 

New Mexico 

Hewlett-Packard Co. 
P.O. Box 1 1634 (87192) 
11300 Lomas Blvd.,N.E. 
ALBUQUERQUE, NM 87112 
Tel: (505)292-1330 
CH,CS,E,MS 

New York 

Hewlett-Packard Co. 
Computer Drive South 
ALBANY, NY 12205 
Tel: (518) 458-1550 
Telex: 710-444-4691 
A,CH,E,MS 
Hewlett-Packard Co. 
P.O. Box AC 
9600 Main Street 
CLARENCE, NY 14031 
Tel: (716) 759-8621 
CH 

Hewlett-Packard Co. 
200 Cross Keys Office Park 
FAIRPORT, NY 14450 
Tei: (716) 223-9950 
CH,CM,CS,E,MS 
Hewlett-Packard Co. 
7641 Henry Clay Blvd. 
LIVERPOOL, NY 13088 
Tel: (315)451-1820 
A,CH,CM,E,MS 
Hewlett-Packard Co. 
No. 1 Pennsylvania Plaza 
55th Floor 

34th Street & 8th Avenue 
MANHAHAN NY 10001 
Tel: (212) 971-0800 
CH,CS,E',M* 
Hewlett-Packard Co. 
250 Westchester Avenue 
WHITE PUINS, NY 10604 
Tel: (914) 328-0884 
CM,CH,CS,E 

Hewlett-Packard Co. 
3 Crossways Park West 
WOODBURY, NY 11797 
Tel: (516) 921-0300 
Telex: 510-221-2183 
A,CH,CM,CS,E,MS 



m SALES & SUPPORT OFFICES 

Ls^y Arranged alphabetically by country 



UNITED STATES (Cont'd) 

North Carolina 

Hewlett-Packard Co. 
P.O. Box 26500 (27420) 
5605 Roanne Way 
GREENSBORO, NC 27409 
Tel: (919) 852-1800 
A,CH,CM,CS,E,MS 

Ohio 

Hewlett-Packard Co. 
9920 Clarver Road 
CINCINNATI, OH 45242 
Tel; (513) 891-9870 
CH,CS,MS 

Hewlett-Packard Co. 
16500 Sprague Road 
CLEVEUND, OH 44130 
Tel: (216) 243-7300 
A,CH,CM.CS,E,MS 
Hewlett-Packard Co. 
962 Crupper Ave. 
COUIMBUS, OH 43229 
Tel: (614) 436-1041 
CH,CM,CS,E* 
Hewlett-Packard Co. 
P.O. Box 280 
330 Progress Rd. 
DAYTON, OH 45449 
Tel: (513) 859-8202 
A,CH,Clul,E',MS 

Oklahoma 

Hewlett-Packard Co. 
P.O. Box 75609 (73147) 
304 N. Itilerkllan, Suite A 
3 

OKUUWMACin, OK 73107 
Tel: (405) 946-9499 
A*,CH,E*,MS 
Hewlett-Packard Co. 
3840 S. 103rd E. AverHje 
Logan Building, Suite 100 
TULSA, OK 74145 
Tel: (918) 665-3300 
A",CH,CS,I^* 

Oregon 

Hewlett-Packard Co. 
9255 S. W. Pioneer Court 
tmiSONVILLE, OR 97070 
Tel: (503) 682-8000 
A,CH,CS,E*,MS 

Pennsylvania 

Hewlett-Packard Co. 

1021 8tl) Avenue 

KING OF PRUSSIA, PA 19046 

Tel: (215) 265-7000 
KCH.CUfiS.l,W 
Hewlett-Packard Co. 
111 Zeta Drive 
PinSBURGH, PA 15238 
Tel: (412) 782-0400 
A,CH,CS,E,MP 

South Carolina 

Hewlett-Packard Co. 
P.O. 80x21708(29221) 
Brookslde Park, Suite 122 
1 Harbison Way 
COLUMBIA, SC 29210 
Tel: (803) 732-0400 
CH,E,MS 

Tennessee 

Hewlett-Packard Co. 
3070 Directors Row 
MEMPHIS, TN 38131 
Tel: (901) 346-8370 
A,CH,MS 



Texas 

Hewlett-Packard Co. 
Suite C-1 10 
4171 North Ivlesa 
EL PASO, TX 79902 
Tel: (915) 533-3555 
CH,EM«IS" 
Hewlett-Packard Co. 
P.O. Box 42816 (77042) 
10535 Harwin Street 
HOUSTON, TX 77036 
Tel: (713) 776-6400 
A,CH,CM,CS,E,MP 
Hewlett-Packard Co. 
P.O. Box 1270 
930 E. Camptiell Rd. 
RKHARDSON, TX 75080 
Tel: (214)231-6101 
A,CH,CM,CS,E,MP 
Hewlett-Packard Co. 
P.O. Box 32993 (78216) 
1020 Central Parkway Soutli 
SAN ANTONIO, TX 78232 
Tel: (512) 494-9336 
CH,CS,E,lvlS 

Utah 

Hewlett-Packard Co. 
P.O. Box 26626 (84126) 
3530 W. 2100 South 
SALTUKECITY,UT 84119 
Tel: (801)974-1700 
A,CH,CS,E,I\4S 

Virginia 

Hewlett-Packard Co. 
P.O. Box 9669 (23228) 
RICHMOND, Va. 23228 
4305 Cox Road 
QLENAaEN,Va. 23060 
Tel: (804) 747-7750 
A,CH,CS,E,MS 

Washington 

Hewlett-Packard Co. 
15815 S.E. 37th Street 
BELLEVUE, WA 98006 
Tel: (206) 643-4000 
A,CH,CM,CS,E,MP 
Hewlett-Packard Co. 
Suite A 

708 North Argonne Road 
SPOKANE, WA 99206 
Tel: (509) 922-7000 
CH,CS 

West Virginia 

Hewlett-Packard Co. 

P.O. Box 4297 

4604 MacCorkle Ave., S.E. 

CHARLESTON, WV 25304 

Tel: (304) 925-0492 

A,li/IS 

Wisconsin 

Hewlett-Packard Co. 
150 S. Sunny Sk>pe Road 
BROOKFIELD, Wl 53005 
Tel: (414) 784-8800 
A,CH,CS,E*,MP 



URUGUAY 

Pablo Fenando S.A.C. e I. 
Avenda ItaM 2877 
Casma de Correo 370 
MONTEVIDEO 

Tel: 80-2586 
Telex: Public Booth 901 
A,CU,EM 

VENEZUELA 

Hewlett-Packard de Venezuela C.A. 

3A Transversal Los Ruices Norte 

Edificio Segre 

Apartado 50933 

CARACAS 1071 

Tel: 239-4133 

Telex: 25146 HEWPACK 

A,CH,CS,E,MS,P 

Hewlett-Packard de Venezuela C.A. 

Calle-72-Entre 3H Y 3Y, NO.3H-40 

Editicio Ada-Evelyn, Local B 

Apartado 2646 

MARACAIBO, Estado Zulia 

Tel: (061) 80.304 

C.E* 

Hewlett-Packard de Venezuela C.A. 

Calle Vargas Rondon 

Edificio Seguros Carabobo, Piso 10 

VALENCIA 

Tel:(041) 51 385 

CH,CS,P 

(MmocKo S.A. 

Esle 2 - Sur 21 No. 148 

Apartado 1053 

CARACAS 1010 

Tel: 571-3511 

Telex: 21529 COLMODIO 

M 

ZIMBABWE 

Field Technical Sales 
45 Kelvin Road, North 
P.B. 3458 
SALISBURY 
Tel: 705 231 
Telex: 4 -122 RH 
C,EMP 



HEADQUARTERS 
OFFICES 

If there is no sales office listed for 
your area, contact one of these 
headquarters offices. 

NORTH/CENTRAL 
AFRICA 

Hewlett-Packard S.A. 

7 Rue du Bois-du-Lan 

CH-1217 MEYRIN 1, Switzerland 

Tel: (022) 83 12 12 

Telex: 27835 hpse 

Cable: HEWPACKSA Geneve 

ASIA 

Hewlett-Packard Asia Ltd. 
6th Floor, Sun Hung Kai Centre 
30 Harbour Rd. 
G.P.O. Box 795 
HONGKONG 
Tel: 5-832 3211 
Telex: 66678 HEWPA HX 
Cable: HEWPACK HONG KONG 

CANADA 

Hewlett-Packard (Canada) Ltd. 
6877 Goreway Drive 
MISSISSAUGA, Ontario L4V 1M8 
Tel: (416) 678-9430 
Telex: 610-492-4246 

EASTERN EUROPE 

Hewlett-Packard Qes.m.b.h. 
Lieblgasse 1 
P.O.Box 72 

A-1222 VIENNA, Austria 
Tel: (222) 2365110 
Telex: 1 3 4425 HEPA A 

NORTHERN EUROPE 

Hewlett-Packard S.A. 
Uilenstede 475 
NL-1183AGAMSTELVEEN 

The Netherlands 

P.O.Box 999 

NL-1180 AZ AMSTELVEEN 

The Netherlands 
Tel: 20 437771 

OTHER EUROPE 

Hewlett-Packard S.A. 
7 rue du Bois-du-Lan 
CH-1217 MEYRIN 1, Switzerland 
Tel: (022) 83 1212 
Telex: 27835 hpse 
Cable: HEWPACKSA Geneve 

MEDITERRANEAN AND 
MIDDLE EAST 

Hewlett-Packard S.A. 

Mediterranean and Middle East 

Operations 

Atrina Centre 

32 Kiflssias Ave. 

Maroussi, ATHENS, Greece 

Tel: 682 88 11 

Telex: 21-6588 HPAT GR 

Cable: HEWPACKSA Athens 

EASTERN USA 

Hewlett-Packard Co. 

4 Choke Cherry Road 
Rockvill«, MD 20850 
Tel: (301) 258-2000 

MIDWESTERN USA 

Hewlett-Packard Co. 
5201 Tollview Drive 
ROLUNG MEADOWS, IL 60008 
Tel: (312) 255-9800 



SOUTHERN USA 

Hewlett-Packard Co. 
P.O. Box 105005 
450 Interstate N. Parkway 
ATLANTA, GA 30339 
Tel: (404) 955-1500 

WESTERN USA 

Hewlett-Packard Co. 
3939 Lankershim Blvd. 
LOS ANGELES, CA 91604 

Tel: (213) 877-1282 

OTHER INTERNATIONAL 
AREAS 

Hewlett-Packard Co. 
Intercontinental Headquarters 
3495 Deer Creek Road 
PALO ALTO, CA 94304 
Tel: (415) 857-1501 
Telex: 034-8300 
Cable: HEWPACK 
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